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FA-I-1
PHYSICAL EXAMINATION and CLASSIFICATION of FIREARMS

1.0 INTRODUCTION

1.1 The initial examination of any firearm will include the compl@&t
worksheet. This worksheet will include the manufacture ddta O&ithe and
will serve as a source to document the condition of thegfigeatg ed and

any tests performed to or with the firearm. (See ApRefdix

1.2 OTHER RELATED PROCEDURES
1.2.1 Safe Firearm Handling %
1.2.2 Pre-Firing Safety Checks w
1.2.3 Trigger Pull Examina

1.2.4 Barrel and Ov, gth Medsuréments

2.0 SAFETY CONSIDERATI@NS

2.1 This procedyge invelv azgrdous materials, operations and equipment.
This procedure urp@rt to address all of the safety problems associated
with its use. IT9 th&yres ibility of the user of this procedure to establish

ealth practices and determine the applicability of
tionSyprior to use. Proper caution must be exercised and the use
ive equipment must be considered.

4.0 INSTRUMENTATION

4.1 NONE
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5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
5.1 NONE
6.0 PROCEDURE or ANALYSIS

6.1 A firearm worksheet should be filled out according to Minimum&taRgards
and Controls. This may include determining the following:

6.1.1 Caliber/Gauge

6.1.2 Make/Model

6.1.3 Serial number

6.1.4 Firing mechanics %

6.1.5 Type of action %

6.1.6 Safeties

6.1.7 Operating condii
6.1.8 Trigger p

6.1.9 Rifling c ‘%
6.1.1

6

ngth

1.12 other data as per Appendix 4
7.0 AP PENDICES

ndix 4 - Worksheets
8.0 REFERENCES

8.1 NONE
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FA-I-2
SAFE FIREARM HANDLING

1.0 INTRODUCTION

1 .1 Firearm evidence in the laboratory environment is not dan
correctly and treated with respect. Occasionally, loaded fi
evidence for a particular examination. These, of cour
handling. All firearms must be treated as though th
cannot be over stressed and must be followed
evidence receiving area, the firearm section,
firearm handling within the laboratory envi

handling in general. The only way to p nt a@cident
times.

eSponds with safe firearm
s {® practice safety at all

1.2 OTHER RELATED PROCED

sifiCation of Firearms

2.0 SAFETY

involves hazardous materials, operations and equipment.
oes not purport to address all of the safety problems associated

te safety and health practices and determine the applicability of
ulatory limitations prior to use. Proper caution must be exercised and the use
of Personal protective equipment must be considered.

2.2 Appropriate hearing and eye protection must be worn when applicable.

3.0 PREPARATION
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3.1 NONE

4.0 INSTRUMENTATION
4.1 NONE

5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
5.1 NONE

6.0 PROCEDURE or ANALYSIS

The muzzle of the firearm must always be pointed i [ . Prior to any
examination, regardless of which section is recgiving We fir , a competent
individual must ascertain the loaded or unloa [ e firearm. This
process must be accomplished before th ted to scientific
examination and performed according t§each Yaborat@ry s€ction's particular
guidelines. Test firing or any examj rm that utilizes live
ammunition, or a live ammunition , wilf only be performed in the
Firearm Section or designated test A firearm will not be returned to
the evidence room or retur, ny agegcy in a loaded condition.

7.0 APPROPRIATE APPENRICES

7.1 NONE
8.0 REFERENCES

8.1"A IRgarms Safety”, A Safety and Educational Publication of the
Natiorn@l Rifle oclation, May 1994.
' ch rotocols for the Handling of Firearms and Ammunition”, FBI,
Jun 992
Page 8 of 241
Technical Leader: Robert J. Shem, Forensic Scientist Il| ALL PRINTED COPIES ARE UNCONTROLLED

Approved by: Firearm & Toolmark Supervisor



Alaska Scientific Crime Detection Laboratory

Firearm and Toolmark Procedure Manual
Issued: 7/5/2012 Version: FTM2012 R1

Effective: 7/7/2012 Status: Archived

FA-I-3
PRE-FIRING SAFETY EXAMINATION

1.0 INTRODUCTION

1 .1 Itis the responsibility of the firearm examiner to ensure that al
safety function checks are performed on a firearm or item of a
test firing. Following is a list of safety checks, which shall S
examiner must be mindful that individual case situations ire
extensive function test process than that which is ligt e

1.2 OTHER RELATED PROCEDURES

1.2.1 Safe Firearm Handling

2.0 SAFETY CONSIDERATIONS
2.1 This procedure involves hazar rial§goperations and equipment.
This procedure does not purport to s all of the safety problems associated
with its use. It is the respongililigy of the uger 0b this procedure to establish
appropriate safety and ices and determine the applicability of

regulatory limitations pper caution must be exercised and the use
of personal protectiv st be considered.

2.2 Approprigteea d
3.0 PREPARAT
3.1 NGNE

4.0 INS E N

e protection must be worn when applicable.

NOWNE
5.0 Ml UM ANALYTICAL STANDARDS and CONTROLS
5.1 NONE

6.0 PROCEDURE or ANALYSIS
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6.1 Deciding Whether Or Not A Firearm Can Be Safely Test Fired From The
Normal Hand Held Position

6.1.1 Is the chamber/bore clear?

6.1.2 Are there any signs of cracks or weaknesses in major of the
firearm, such as the frame, slide or barrel?

6.1.3 Does the firearm function, lock-up, or dry fire, u Wguld ctit

to?
%
the need to test fire

6.2.1 Are there signs of reloading? réconsS
the evidence ammunition.
6.2.2 Are there splits in the as ck and/or other significant

idg
damage to the cartridge ca%
6.2.3 Is the ammuni§fo he cor@Ct caliber? This assessment of caliber

cannot be basegfon te dAstamp!

6.1.4 Is the correct ammunition being utilize

6.2 Is It Appropriate to Utilize the Evidence A niti

6.2.4 Are Q g tgofmarks on pertinent surfaces of the
ammunigQI®
6.2¢> Is murttion needed for other tests; i.e., range determinations?
6.3 Mlizzle L&gder

6.l Dges the chamber/barrel appear sound?

Do the percussion nipples have oversize flash holes?

.3.3 If a black powder firearm is received in the loaded condition, it must
have the bullet and charge removed. It may then be properly loaded prior
to test firing.

6.3.4 Is this an "original” muzzleloader or a modern reproduction?
"Originals" must always be remote fired.
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6.4 INTERPRETATION OF RESULTS:

6.4.1 If any of the above considerations cannot be answered with a clear
"yes" or otherwise rectified and test firing is necessary, that firearm must
be remote fired.

7.0 APPROPRIATE APPENDICES
7.1 Appendices 4 - Worksheets
8.0 REFERENCES

8.1 NONE

S
&
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FA-I-4
TRIGGER PULL EXAMINATION - ARSENAL (POSTAL) WEIGHTS

1.0 INTRODUCTION

examination is determining the trigger pull of a firearm. Trigo
the amount of force, which must be applied to the trig

obtained utilizing arsenal (postal) weights. In
method of measuring trigger pulls will be

the curve in curved trigger
lower end of straight tri
number of pounds s
position and while all
surface on whi

the trigger.

e firearm trigger while in the cocked
are in firing positions, from the horizontal

ROCEDURES
ical Examination & Classification of Firearms
e Firearm Handling
.3 Trigger Pull Examination - Spring Gauge
2.0 SAFERJY CONSIDERATIONS

2.1 This procedure involves hazardous materials, operations and equipment.
This procedure does not purport to address all of the safety problems associated
with its use. It is the responsibility of the user of this procedure to establish
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appropriate safety and health practices and determine the applicability of
regulatory limitations prior to use. Proper caution must be exercised and the use
of personal protective equipment must be considered.

2.2 Appropriate hearing and eye protection must be worn when applicable.
3.0 PREPARATION

3.1 NONE

4.0 INSTRUMENTATION
4.1 Arsenal Weights %
5.0 MINIMUM ANALYTICAL STANDARDS and C ROL
5.1 NONE
6.0 PROCEDURE or ANALYSIS
6.1 SINGLE ACTION TRIGGER P%
6.1.1 Insure that sun

6.1.2 Cock th

the muzzle vertical.

6.14 R i hook of the arsenal (postal) weight hanger on the
' st point of the curve of the trigger when the barrel is held
ertica iTthis is not possible, on a point approximately 1/4 to 1/2 inch
er end of straight triggers, making sure it is not touching any

t of the firearm, with the weights hanging parallel to the bore of
herearm.

.1.5 Add weights until the sear releases.

6.1.6 Check the trigger pull a sufficient number of times to assure
confidence in the figure obtained, resetting the sear connection after each
attempt. It is recognized that measuring a trigger pull is not as
straightforward as weighing a bullet on an electronic balance. Due to
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incorrect positioning of the hook, holding the barrel off vertical, or a
particularly vigorous lifting of the trigger pull device imparting an inertial
skew, several attempts are generally necessary to assure an accurate
trigger pull category is assigned. Do NOT record any of these incorrectly
obtained measurements. Assign the firearm to the appropri
weight category as offered in the Firearm Worksheet. If it is
particular trigger "breaks" very near an even pound or h
cutoff between trigger pull categories), continue to rg

6.3 DOUBLE ACTIO IG

6.3.1 Insuge thahthefire is unloaded.
6.3.2 N with the muzzle vertical.

igger hook of the arsenal (postal) weight hanger on the
he ®west point of the curve of the trigger when the barrel is held
if this is not possible, on a point approximately 1/4 to 1/2 inch
ower end of straight triggers, making sure it is not touching any

part of the firearm, with the weights hanging parallel to the bore of
firearm.

igger
ticall

{

6.3.4 Add weights until the weights pull the trigger through the double
action sequence and the sear releases.

6.3.5 Check the trigger pull a sufficient number of times to assure
confidence in the figure obtained, resetting the sear connection after each
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attempt. It is recognized that measuring a trigger pull is not as
straightforward as weighing a bullet on an electronic balance. Due to
incorrect positioning of the hook, holding the barrel off vertical, or a
particularly vigorous lifting of the trigger pull device imparting an inertial
skew, several attempts are generally necessary to assure a
trigger pull category is assigned. Do NOT record any of the
obtained measurements. Assign the firearm to the apprapg
weight category as offered in the Firearm Workshe
particular trigger "breaks" very near an even pound
cutoff between trigger pull categories), contigu trigger pull
test until the appropriate pull category can beNassigrigd onfidence.
Again, record only the correct trigger p y. ct that the
trigger breaks very near the cutoff bet pull’categories should
be noted in the Remarks Sectio ksheet. Note any
revolver cylinder chamber that al

6.3.6 It should be noted th trigger pull of a rimfire firearm
on an empty chamber may r IRNdagnage to the chamber of the firearm.
If the potential for dg exists fr firing, then a "dummy" cartridge
should be used. Br must also take into consideration the
potential for gier fire firearm and may wish to use a

"dummy" cartri is iMStance as well.

6.4 INTERP RESULTS:

acquired are only an approximation and a different
lead to a different trigger pull weight. The trigger pull is
a part of a trigger pull category, (such as 4.0 to 4.5 pounds -
that 4.0 pounds can be lifted without causing the hammer/striker
t off sear but 4.5 pounds will cause the hammer/striker to fall). The
cumulated trigger pulls form a database which can be used to ascertain
hether the status of a particular trigger pull is "lighter than normal,”
"normal,” or "heavier than normal”. By applying a rough approximation of
one standard deviation to the trigger pull database the status of a
particular trigger pull can be determined. Generally, if a trigger pull is
determined to be "lighter than normal” this fact should be reflected in the
Results Section of the Firearm Worksheet and also in the written
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Laboratory Report. Because opinions vary between experts on what
constitutes a "light,” "normal," or "heavy" trigger pull suggested wording of
this fact might read something like: The single action trigger pull of Iltem # |
was between 2.5 and 3. 0 pounds. This can be considered a lighter-than-

normal trigger pull.
7.0 APPROPRIATE APPENDICES

7.1 Appendices 3 - Calibration Standards

7.2 Appendices 4 - Worksheets %%

8.0 REFERENCES

8.1 Gamboe, Tom, "MAFS Firearms WorkshopNIzi rRull Methods," AFTE
Journal, Vol. 18, No. 3, p. 77.

8.2 Rios, Ferdinand and Thornton, John, $Stati ynamic Determination of
Trigger Pull," AFTE

S
&
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FA-I-5
TRIGGER PULL EXAMINATION - SPRING GAUGE

The State of Alaska Crime Lab does not utilize spring gauges for the testifig ORtrigger
pulls.

S
&
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FA-1-6
BARREL and OVERALL LENGTH MEASUREMENT of a FIREARM

1.0 INTRODUCTION

1.1 One of the routine procedures conducted in a firearm identi jon
examination is determining the barrel length and in some && erall length
of a firearm. Barrel length is defined as the distance b d@f the
barrel and the face of the closed breechblock or bo er than
revolvers. On revolvers, it is the overall length of the ing the threaded
portion within the frame. Barrel length normal compensators,

flash hiders, etc., if permanently affixed. firearm is defined as
the dimension measured parallel to the e borgfrom muzzle to a line at
right angles to the axis and tangent at th stepoint of the butt plate or grip.
Removable barrel extensions, pol iders, etc., are not part of the
measured barrel length or overall |

1.2 OTHER RELATED P ES
Classification of Firearms

rement Study of ruler measurement (see

2.0 SAFETY NS

hi§proce involves hazardous materials, operations and equipment.

(o] regdloes not purport to address all of the safety problems associated
_ [t I1s the responsibility of the user of this procedure to establish

jate safety and health practices and determine the applicability of

ry limitations prior to use. Proper caution must be exercised and the use

orgersonal protective equipment must be considered.

2.2 Appropriate hearing and eye protection must be worn when applicable.

3.0 PREPARATION
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3.1 NONE

4.0 INSTRUMENTATION
4.1 Ruler, and/or
4.2 Tape Measurer, and/or

4.3 Non-marring Dowel
5.0 MINIMUM ANALYTICAL STANDARDS and CONTROL %
5.1 NONE N
6.0 PROCEDURE or ANALYSIS
6.1 Care must be taken if any object i ‘Tt rel to help facilitate
the measurement. Only a non-marring i may be pi&ced down the barrel, and
ed

I
only after all other examinations a rfo
6.2 BARREL LENGTH: q

6.2.1 REVOLVERS®

tance from the breech end of the barrel to
)ng the cylinder. This measurement is done by
ring item down the barrel, marking the distance
h end of the barrel to the muzzle and measuring this

.2 This measurement will be recorded in inches as specified
laboratory policy.

FIREARMS OTHER THAN REVOLVERS:

6.2.2.1 Measure the distance from the breech face in a closed and
locked position to the muzzle. This measurement can be done
directly or by placing a non-marring item down the barrel, marking
the distance from the breech end of the barrel to the muzzle and
measuring this item.
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6.2.2.2 This measurement will be recorded in inches as specified
by laboratory policy.

6.3 OVERALL LENGTH:

6.3.1 Measure the distance from the butt to the muzzle. Me ment
shall be made parallel to the bore and record in inches as specifi@d by
laboratory policy.

6.4 INTERPRETATION OF RESULTS:

redho roximations
ese
oratory policy.

6.4.1 Measurements obtained should be co
based on the device used to obtain the meas
measurements are usually measured a§’specifi

7.0 APPROPRIATE APPENDICES
7.1 Appendices 4 - Worksheets \

8.0 REFERENCES

8.1 "The Proper Method fog ing pons”, AFTE Journal, Vol.14, No. 3,
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FA-II-1
RUSTY FIREARM EXAMINATION

1.0 INTRODUCTION

1.1 Rusty firearms or those found in water, etc. may be submit
examination. Immediate attention must be given to wet fird@
damage to the firearm. The examiner should instruct

examiner should instruct the agency to tr to the nearest facility
where a potentially loaded gun can be un should be

Fingerprint concerns
be functional.

OCEDURES

1.2 OTHER

iréarm Handling

.2.2 PMysical Examination & Classification of Firearms
2.0 SA @) RATIONS

rocedure involves hazardous materials, operations and equipment.
cedure does not purport to address all of the safety problems associated
W its use. It is the responsibility of the user of this procedure to establish
appropriate safety and health practices and determine the applicability of
regulatory limitations prior to use. Proper caution must be exercised and the use
of personal protective equipment must be considered.
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2.2 Appropriate hearing and eye protection must be worn when applicable.

2.3 Any firearm that cannot be unloaded must be examined in an area
designated for firing firearms (preferably a range).

3.0 PREPARATION
3.1 NONE

4.0 INSTRUMENTATION

4.1 NONE %%
5.0 MINIMUM ANALYTICAL STANDARDS and %
5.1 NONE

6.0 PROCEDURE or ANALYSIS

6.1 Determine if the firearmgsmigaded and Ji it I§, unload the firearm. If it cannot
be readily verified to be unle musf¥e examined in an area designated for
the firing of firearms.

cessary steps to insure that the firearm is
necessity of cutting the firearm apatrt.

6.2 An examinergnus
unloaded. This [8de t

t determine to what extent restoring the firearm is
iring, for recovering manufacturer information, serial

arm in penetrating oil, de-rusting solvents or similar material.

efNgdically check the firearm until the firearm functions, or the desired
rmation is recovered.

6.6 Clean the firearm with gun cleaning solvent and cleaning patches. Care must
be taken if any object is placed down the barrel to help expedite the
measurement. Only a non-marring item may be placed down the barrel, and only
after all other tests are performed.
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7.0 APPROPRIATE APPENDICES
7.1 Appendices 4 - Worksheets
8.0 REFERENCES

8.1 Denio, Dominic, "Making a Rusted Gun Functional,” AFTE Joufhal§/ol. 13,
No. 3, p. 29

S
&
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FA-II-2
SILENCER EXAMINATION

1.0 INTRODUCTION

1.1 A silencer or sound suppressor is any device attached to t
firearm designed to reduce the noise of discharge. Silence
commercially produced or homemade. They are typic
but may vary in shape or form. Even a 2-liter soda le c
silencer.

1.2 OTHER RELATED PROCEDURES %
1.2.1 Safe Firearm Handling

1.2.2 Physical Examination ssHicati
2.0 SAFETY CONSIDERATIONS %

of Firearms

2.1 This procedure inv dgus materials, operations and equipment.
This procedure doe ddress all of the safety problems associated
with its use. Itis the r Of the user of this procedure to establish
appropriate saf actices and determine the applicability of
regulatory li 0 use. Proper caution must be exercised and the use
of person guipment must be considered.

3.0 PR
NONE
4.0 INS\RUMENTATION
4.1 NONE
5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS

5.1 NONE
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6.0 PROCEDURE or ANALYSIS

6.1 Examine device to determine if it is, or is characteristic of, a silencer or sound
suppression device.

6.2 Examiner will document and record his/her findings. After an inj
examination, a report can be issued that the device is, or is characteristig of, a
silencer or sound suppression device.

6.3 Testing of a firearm and firearm/silencer combination co ted in
an appropriate setting, usually a range. The report Of i cffarge with
and without the silencer attached will be subjectivel wearing

hearing protection. Once it is ascertained that [ i able of
attenuating the report to a safe level, additionaassgssment 0f the silenced
lgyr

report can be done without hearing prate
6.4 The examiner must consider assessiRg mu eports both with the silencer
affixed to the firearm and the firea ne

7.0 APPROPRIATE APPENDICE

7.1 Appendices 4 - W h

8.0 REFERENCES

8.1 Silencers,- % Look at the State of the Art," AFTE Journal, Vol.
23, No. 2, p. 668

d
33.

8.2 Cr, r and Owen, Edward M., "Silencer Testing," AFTE Journal,
V
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FA-II-3
MALFUNCTIONING FIREARM EXAMINATION

1.0 INTRODUCTION

goal of the examiner to acquire a detailed account
examining and testing the firearm. This may include
examinations, x-ray examinations, or striking earm in attempts
to duplicate the actions of the firearm at themsj ged. The examiner
should attempt to keep the firearm in t iti@h a% received. However,
there may be times that the original condWi Irearm may be altered in
attempts to determine the cause . During these times, the
examiner must specifically docume anges in his/her notes. The
requesting agency officer g ay not e centacted, as this is a routine
FA-11-5 (Reference Collection) for

arm parts to apply temporary fixes to

function for a firearm e s
discussion of the us efere :
damaged or incompl rms.

1.2 OTHER OCEDURES

1.29S iréarm Handling

.2.2 Pritged Cases
2.0 SA @) RATIONS

rocedure involves hazardous materials, operations and equipment.
cedure does not purport to address all of the safety problems associated
W its use. It is the responsibility of the user of this procedure to establish
appropriate safety and health practices and determine the applicability of
regulatory limitations prior to use. Proper caution must be exercised and the use
of personal protective equipment must be considered.
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2.2 Appropriate hearing and eye protection must be worn when applicable.
3.0 PREPARATION

3.1 NONE
4.0 INSTRUMENTATION

4.1 NONE
5.0 MINIMUM ANALYTICAL STANDARDS and CONTROL %
5.1 NONE
6.0 PROCEDURE or ANALYSIS
6.1 No one procedure can sufficiently qutiihe ¥ge Step ssary to examine all
firearms for any malfunction. However, follogving 48t of examinations should
serve as a guideline for the exami
[

6.1.1 Physical Check (Condi rm as Received):

ed

ge position
tuck cartridges/discharged cartridge cases
.1.6 Presence and/or location of flares
6.1.1.7 If the firearm is to be x-rayed, this may be the time to do it.
.1.2 Visual Abnormalities:
6.1.2.1 Barrel (loose, etc.)
6.1.2.2 Receiver (condition)

6.1.2.3 Slide (condition)
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6.1.2.4 Parts broken or missing especially;
6.1.2.4.1 the firing pin,
6.1.2.4.2 the ejector or
6.1.2.4.3 the extractor

6.1.2.5 Screws (loose or missing)

6.1.2.6 Alterations or adaptations

6.1.2.7 Sights %
6.1.3 Action (External):
6.1.3.1 Are the relationshy ctio S correct?
6.1.3.2 Is the assemb cor%
6.1.3.3 Does the act% ally on closing?
: ation (s

rely locks).

4.1 1/4, 1/2, full cock, seating check (any false seating
positions, pull off/push off, etc.)

6.1.4.2 Grip, magazine, and disconnector: function
6.1.4.3 Thumb/finger - note positions when firearm will fire
6.1.4.4 Rebound hammer or inertia firing pin

6.1.4.4.1 Will firing pin ride on primers?
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6.1.4.4.2 Is firing pin frozen or bent?

6.1.4.4.3 (Drop hammer several times to check above
safeties.)

6.1.4.5 Does the slide or bolt have to be completely d to fire?
6.1.4.6 Can the safeties be bypassed?

6.1.4.6.1 Will dropping hammer bypa tiesRYThIS may
require primed cartridge tests.)

a
6.1.4.6.2 Will a light blow on thefgear ofithe mer, when it

is in battery, discharge thg#@rime
6.1.4.6.3 Is the firipg % ignificantly off center
(both single action &and dolible n Operation)?
6.1.5 Action Check: %
n

heck fe

magazine
carrier or lifter

.1.3 feed ramp

6.1.5.1.4 magazine lips, etc.

.1.5.2 Will a cartridge fire on closing of the bolt or slide?
6.1.5.3 Extractor and/or ejector markings on evidence
cartridges/discharged cartridge cases consistent and/or
normal?

6.1.5.4 Unusual marks exhibited on the
cartridges/discharged cartridge cases.

6.1.6 Check for any inherent "quirks" known about the particular firearm
based on literature or case data.
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6.1.7 Test Fire Firearm (note operation, misfires, etc.):
6.1.7.1 Note any operational problems.
6.1.7.2 Ammunition involved (proper cartridge, type, reloads, etc.).
6.1.7.3 Check consistency of the impression on test &hd &yidence.

6.1.8 Special Situational Tests:

6.1.8.1 Discretion should be considered ip si
force needed could disturb the intern ti
changes, which might prevent determifjng th
malfunction.

6.1.9 Action (Internal) %
6.1.9.1 Hammer notch(s) %
6.1.9.1.1 Wor
6.1.9. S
6&Y.1.3 .
.1 Worn

6.1¢9.2
N
69.9.2.2 Broken
6.1.9.2.3 Burrs, etc
% .1.9.3 Safeties (relationships and general parts relationship).
v 6.1.9.4 Springs

6.1.9.4.1 Weak

| teslifg if the
ause
ause of the

a

ex

6.1.9.4.2 Broken

6.1.9.4.3 Altered, etc
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6.1.9.5 Signs of any tampering or faulty assembly.
7.0 APPROPRIATE APPENDICES
7.1 Appendices 4 - Worksheets
8.0 REFERENCES

8.1 Thompson, Roger C., "Firearms Malfunction Worksheets," Jo
Vol. 15, No. 1, p. 100.

8.2 American National Standards Institute, Inc., "Aggefca Standard
Voluntary Industry Performance Standards Criteria
Firearms Designs Under Conditions of Abusivg#Misha
Manufacturers”. (ANSIISAAMI 2299.5-1 983),

\
S
&
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FA-II-4
BORE CHAMBER CASTING

1.0 INTRODUCTION

1.1 Occasionally, firearms are received for which the caliber m t be n
or may be different than is designated on the firearm and iff trT&yli re.
order to facilitate firing of test shots that are of the cor articular
firearm, it may be necessary to make a bore and/o hen, by

m
measuring the cast, the correct cartridge can be, detefnine

1.2 OTHER RELATED PROCEDURES

1.2.1 Safe Firearm Handling
2.0 SAFETY CONSIDERATIONS

2.1 This procedure involves RazardotS"materials, operations and equipment.
This procedure does not p8Ep address all of the safety problems associated
with its use. It is the regponsii he user of this procedure to establish
appropriate safety a pragii€es and determine the applicability of

regulatory limitati
of personal pro

3.0 PREPARATION
N
401 UMENTATION
NONE
5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
5.1 NONE

6.0 PROCEDURE or ANALYSIS
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6.1 Casts can be made using various casting materials such as low melting point
metals and silicone rubber compounds. The procedure below is for Mikrosil™
and Cerrosafe™.

6.1.1 Insure that the firearm is unloaded.

6.1.2 Open the action and remove the bolt or bolt assemply.

6.1.3 Check the bore to make sure it is clear.

6.1.4 Push a cleaning patch in the barrel, from n t is about

Y inch from the beginning of the chamber.

6.1.5 Oil the chamber with gun oil or a sf onem, WD 40™),
ingtruclio

6.1.6 Mix Mikrosil™ as per manuf or melt Cerrosafe™

and carefully pour into the cham

6.1.7 Do not allow casting
extraction difficult.

6.1.8 When casting
tap end of cleang
the breech.

rs reason, cannot be loosened from the chamber,
elted out of the barrel. This is accomplished by
ck and placing breech end in a large container of water

Mikrosil™ has to be pushed/forced out and is not reusable.
erefore, it is undesirable to let any more of the casting material than
ecessary go into the barrel.

6.1.12 The same steps may be used in the casting of the bore. However in
bore casting, usually only the last three (3) inches of the bore need to be
cast.
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6.2 INTERPRETATION OF RESULTS:

6.2.1 The correct caliber of the firearm can be determined by measuring
the mouth, base, overall length, rim (if pertinent), and shoulder length of
the cast.

7.0 APPROPRIATE APPENDICES
7.1 NONE
8.0 REFERENCES

8.1 Striupaitis, Peter P., "Bore Casting Techniques & Califer DeSignation of
Rifles,” AFTE Journal, Vol. 15, No. 2, p. 88.

8.2 Poole, Robert A., "Mikrosil Casting | [Fformgtidp,” AFTE Journal, Vol.
15, No. 2, p. 80.

S
&
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FA-II-5
FIREARM REFERENCE COLLECTION

1.0 INTRODUCTION

1.1 A Firearm Reference Collection is maintained by the labor for vali
scientific reasons, to include:

1.1.1 To identify the make, model, and sour

1.1.3 To provide an exemplar r
scientists/evidence technicians or
scientific examination of fir

0ses.

A PROCEDURES
Sale Firearm Handling

Ammunition Reference Collection

2.0 SA ONSIDERATIONS

2.1 This procedure involves hazardous materials, operations and equipment.
This procedure does not purport to address all of the safety problems associated
with its use. It is the responsibility of the user of this procedure to establish
appropriate safety and health practices and determine the applicability of
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regulatory limitations prior to use. Proper caution must be exercised and the use
of personal protective equipment must be considered.

3.0 PREPARATION
3.1 NONE

4.0 INSTRUMENTATION
4.1 NONE

5.0 MINIMUM ANALYTICAL STANDARDS and CONTR@L %
5.1 NONE

6.0 PROCEDURE or ANALYSIS

6.1 A Firearm Reference Collection mu
and controls. Firearms which are deeg
should be verlflably destroyed. Th :

e maintai under strict regulations
for scientific purposes
and specifically the firearm

as practical after the receipt of a firearm
, into a "CRIME LAB GUN COLLECTION"

r (each gun added to the collection is given the next
r, eg. YyA####, where "yy" is the year, "A" indicates the

Storage location (the specific nail peg, or shelf location, etc.)
.2.3 Caliber
6.2.4 Make
6.2.5 Model

6.2.6 Serial Number
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6.2.7 Gun type

6.2.8 NCIC code

6.2.9 "Status" of the firearm (whether it is currently in the collection or not)
6.2.10 Disposition (once the firearm leaves the collection)

6.2.11 Any previously assigned agency case number.

jze tabase
ation
listed in 6.2

6.3 The "CRIME LAB FIREARM COLLECTION" log is g comput®
which is tracked in the Crime Laboratory’s LIMS (L@b@ra
Management System). The information recorded forach figear
above.

ny®the Yirearms with an official

d for every firearm
ilizing a standardized form.
fire&rm should be recorded on this
firearm will be scanned and

6.4 If the submitting agency does not
transfer form, it is recommended that a
received for the reference collectiogor d
The respective log number assign

form. Copies of all documents acco
stored in the laboratory’s

6.5 The firearm referef€e coll€
a manner as to prev
inventory, safe captr

should be displayed and maintained in such
to the firearms and to facilitate their

6.6 All firearmSye
numbed '

\ve reference or disposal should have their assigned log
frame and/or receiver. Furthermore, all firearms placed
tion should be tagged or marked in such a manner so as to

's location within the collection.

APPENDICES

8.0 REFBRENCES

8.1 AFTE Glossary, 3rd Edition
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FA-II-6
AMMUNITION REFERENCE COLLECTION

1.0 INTRODUCTION

1.1 The Ammunition Reference Collection is defined as a collecti®g or ¢ ing
of both cartridges and components utilized for various sci eas®gs
include:

1.1.1 To identify the manufacturer's cartridge ¥esign@tion and source of

evidence ammunition or component p ther

ew forensic
technology for the

1.1.2 To provide an exemplar reso oMtral
scientists/evidence technicians ofin devglopi e
scientific examination of fire

tification of ammunition

1.2 OTHER RELATE OG

1.2.1 Safe Fire andlin®
1.2.2 Wi rence Collection

NS

e involves hazardous materials, operations and equipment.
ockdureldoes not purport to address all of the safety problems associated
IS the responsibility of the user of this procedure to establish
opPgiate safety and health practices and determine the applicability of

ry limitations prior to use. Proper caution must be exercised and the use
ofNgersonal protective equipment must be considered.

3.0 PREPARATION

3.1 NONE
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4.0 INSTRUMENTATION
4.1 NONE

5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
5.1 NONE

6.0 PROCEDURE or ANALYSIS

or limited by the space, storage containers and co
However the following should be considered;

6.1.1 Use of architect blue print cabinet§or si cabinets for

storage of the collection.

6.1.2 Use of clear plastic tubes orQoxesfor gtorage of each ammunition
entry, each entry consistin least on@Whole cartridge and one

cartridge broken down into | nt parts.

6.1.3 Recording caf orma#@n such as:

style or configuration
nufacturer's Index

.3.5 Headstamp
6.1.3.6 Other pertinent information

.1.4 Each item in the Firearms Bullet Collection is to be uniquely
identified and documented. The collection will be housed in storage
containers utilizing caliber and/or other manufacturer's data as appropriate
to organize. When a comparison is made and reported, the specific
ammunition reference standard utilized must be identified in the case file.
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6.1.5 A spreadsheet will be created that contains a listing of all handgun
and long gun ammunition in the collection. This spreadsheet will be
routinely maintained to reflect changes.

7.0 APPROPRIATE APPENDICES
7.1 NONE
8.0 REFERENCES

8.1 AFTE Glossary, 3rd Edition

S
&
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FA-III-1
WATER RECOVERY TANK

1.0 INTRODUCTION

minimum of two test shots (or test fires) should be fired and re . Recavery
methods include the water tank, the cotton waste recovery g

: e of
Sed tofecover bullets

Test shots or test fires are treated as evidenc€land th&gefo

e given a unique item number,

e tracked from the time of creation, @nd

e packaged for return to the h thggitrearm used to produce them.
1.2 OTHER RELATED PROCEDU

recovery method used. The water recovery tank isys
from handguns, rifles, and slugs fired from shotgun

2.0 SAFETY RONSIBERAPIONS

IS re involves hazardous materials, operations and equipment.
ure does not purport to address all of the safety problems associated
se. It is the responsibility of the user of this procedure to establish

ropriate safety and health practices and determine the applicability of
requlatory limitations prior to use. Proper caution must be exercised and the use
of personal protective equipment must be considered.

2.2 Appropriate hearing and eye protection must be used.
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2.3 The examiner must consider the practicality and/or desirability of wearing
some form of bullet resistant clothing.

2.4 One should be aware of the maximum velocity of the projectile that can be
fired into a particular water tank, as well as the proper water depth needed for
firing.

3.0 PREPARATION
3.1 NONE

4.0 INSTRUMENTATION
4.1 NONE

5.0 MINIMUM ANALYTICAL STANDARDS O
5.1 NONE

6.0 PROCEDURE or ANALYSIS

6.1 The examiner should markingfthe*bullet and cartridge case of each
test shot with:

6.1.1 laborato c nu and/or
6.1.2 ite andfer
. NG

markings.

re that the water level is appropriate.
6.5Ensure that all lids or doors of the water recovery tank are closed.
6.6 Ensure that the exhaust fans or system is turned on.

6.7 Ensure that the range door is closed.
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6.8 The examiner should consider loading no more than two (2) cartridges into
the firearm during the initial testing of the firearm.

6.9 Fire the firearm through the shooting port. If the firearm is capable of firing
both single and double action modes, a minimum of one (1) shot per mode
should be obtained.

6.10 Recover the bullets using a net, pole, or some other apprgpWate deVic
6.11 Ejected discharged cartridge cases must be retrieveo Viges tch the

discharged cartridge cases are commercially availgbl
7.0 APPROPRIATE APPENDICES %
7.1 NONE %
8.0 REFERENCES N
8.1 "New Ballistics Tank from DetmE Corg@ration Allows Fast Recovery
Without Projectile Distortion." AFT [/ol. 16, No. 3, p.106.
8.2 "Bullet and Cartridge G RegoverydAFTE Journal, Vol. 16, No. 2, p.75.

Q
&
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FA-III-2
COTTON RECOVERY BOX
1.0 INTRODUCTION

1 .1 In order to perform a microscopic comparison of a submitted fifearfg, a
minimum of two test shots (or test fires) will be fired and recov . RecQver
methods include the water tank, the cotton waste recovery8ex,
trap. The type of firearm and ammunition tested will usuall

recovery method used. The cotton waste recovery o e ed’to recover
bullets from handguns, rifles, and slugs fired from sRgtgun
Test shots or test fires are treated as evidenc€ and th&gefo

e given a unique item number,

e tracked from the time of creation, @nd

e packaged for return to the h th@gitrearm used to produce them.
1.2 OTHER RELATED PROCEDU

2.0 SAFETY RONSIBERAPIONS

IS re involves hazardous materials, operations and equipment.
ure does not purport to address all of the safety problems associated
se. It is the responsibility of the user of this procedure to establish

ropriate safety and health practices and determine the applicability of
requlatory limitations prior to use. Proper caution must be exercised and the use
of personal protective equipment must be considered.

2.2 Appropriate hearing and eye protection must be used.
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2.3 The examiner must consider the practicality and/or desirability of wearing
some form of bullet resistant clothing.

2.4 One should be aware of the maximum velocity of the projectile that can be
fired into a particular cotton recovery box.

3.0 PREPARATION

3.1 NONE
4.0 INSTRUMENTATION %
4.1 NONE %
5.0 MINIMUM ANALYTICAL STANDARDS and C ROL
5.1 NONE

6.0 PROCEDURE or ANALYSIS

6.1 The examiner should consider the bullet and cartridge case of each
test fire with:

6.1.1 the laborag@ry ca ber and/or
6.1.2 the igem ang/or
m markings.

6.2 Th
perform these

o®ld consider indexing and sequencing each shot and
s if necessary.

cti

ng and eye protection must be worn.

2 examiner should consider wetting the first section of cotton in the box.

The examiner should consider the placement of paper partitions at various
pomts in box to ensure tracking of the test shot, as well as insuring that the
cotton is packed down so as not to retain previous bullet paths.

6.6 Ensure that the lid of the box is closed.
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6.7 Ensure that the exhaust fans or system is turned on.
6.8 Ensure that the range door is closed.

6.9 The examiner should consider loading no more than two (2) cartridges into
the firearm during the initial testing of the firearm.

6.10 Fire the firearm through the shooting port. If the firearm is able af firing
mo

guides.

6.12 Ejected cartridge cases must be retri e%

cartridge cases are commercially availgbl§.

7.0 APPROPRIATE APPENDICES W
7.1 NONE %

8.0 REFERENCES

8.1 AFTE Journal, F

catch the discharged

both single and double action modes, a minimum of one (
should be obtained.
6.11 Bullets should be recovered by searching thro& n, partitions as

8.2 AFTE New

I
8.3 "Bullet anOhNCaRgidg

S

se Recovery", AFTE Journal, Vol. 16, No. 2, p.75.
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FA-III-3
BULLET TRAP

1.0 INTRODUCTION

minimum of two test shots or test fires should be fired and
methods include the water tank, the bullet recovery b

2.4
p

2.0 SA QWRAHONS
[ cedure involves hazardous materials, operations and equipment.

edure does not purport to address all of the safety problems associated
its use. It is the responsibility of the user of this procedure to establish
appropriate safety and health practices and determine the applicability of
regulatory limitations prior to use. Proper caution must be exercised and the use
of personal protective equipment must be considered.

2.2 Appropriate hearing and eye protection must be used.
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2.3 The examiner must consider the practicality and/or desirability of wearing
some form of bullet resistant clothing.

2.4 One should be aware of the maximum velocity of the projectile that can be
fired into a particular bullet trap (the current range backstop is said to be capable

rifle. In
erforating

test firing through intermediary material whenever tesi
no cases should armor-piercing or other ammunitio

hard materials, such as steel, be fired in the bullet traf).
3.0 PREPARATION %

3.1 NONE w
4.0 INSTRUMENTATION %

4.1 NONE

5.0 MINIMUM ANALYTICAL and CONTROLS

oratory case number and/or
the item number and/or
.1.3 the examiner's markings.

6.2"The examiner should consider indexing and sequencing each shot and
perform these functions if necessary.

6.3 Proper hearing and eye protection must be worn.
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6.4 Ensure that the exhaust fans or system is turned on.
6.5 Ensure all warning systems are activated.

6.6 The examiner should consider loading no more than two (2) cartridges into
the firearm during the initial testing of the firearm.

6.7 Fire the firearm into the front of the trap. If the firearm is ca@able of ffing both
single and double action modes, a minimum of one (1) sh rrmoge sh be
obtained.

6.8 Ejected cartridge cases must be retrieved. Dev discharged
cartridge cases are commercially available.

%
7.0 APPROPRIATE APPENDICES
8.0 REFERENCES

8.1 McBrayer, William S., "What? er WatefgPank and Bullet Stop!" AFTE
Journal, Vol. 10, No. 2, p.90.

8.2 "Bullet and Cartridge G RegoverydAFTE Journal, Vol. 16, No. 2, p.75

S
&
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FA-III-4
REMOTE FIRING
1.0 INTRODUCTION
1.1 During the course of examining a firearm, it may be determw Id
be unsafe for the examiner to fire the firearm by holding it ign is
| ulgfbe

necessary to obtain test standards from this firearm, t fired

remotely. The Zero-One™ (or a similar device) ca util ing long arms
and some handguns, while the Ransom Rest™ (or aSimilafdexice) can be
utilized for firing handguns.
1.2 OTHER RELATED PROCEDURE %
1.2.1 Safe Firearm Handlin
1.2.2 Downloading
1.2.3 Primed Case
2.0 SAFETY CONSIDERATEIONS
2.1 This proce e rdous materials, operations and equipment.

urport to address all of the safety problems associated
spofisibility of the user of this procedure to establish
ealth practices and determine the applicability of

This proced
with its u

2 jate hearing and eye protection must be used.

examiner must consider the practicality and/or desirability of wearing
sogne form of bullet resistant clothing.

2.4 The examiner must follow all safety recommendations set forth by the
manufacturer of the shooting device used.
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2.5 Due to the potential hazard of the firearm malfunctioning or undergoing a
catastrophic failure, the examiner must be stationed behind a protective shield or
at a safe distance from the firearm when discharging the firearm.

3.0 PREPARATION
3.1 NONE

4.0 INSTRUMENTATION

4.1 NONE %
5.0 MINIMUM ANALYTICAL STANDARDS and CONTR %

5.1 NONE

6.0 PROCEDURE or ANALYSIS
6.1 The examiner should consider, kingythe , cartridge case and/or

shotshell of each test shot with th

6.1.1 laboratory ca er and/

6.1.2 item num r%

6.1.3 exa@iner§makings.

6.2 The exarfiigelNgho nsider indexing and sequencing each shot and
i

s if necessary.

ing and eye protection must be worn.

osen remote firing device, as per guidelines set forth by the
r, in front of the appropriate recovery system.

firearm in device. It is recommended that the examiner first dry-fire the
arm in the remote firing device before using live ammunition.

6.6 Ensure that the exhaust fans or system is turned on.

6.7 Ensure that the range door is closed.
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6.8 The examiner should consider loading no more than one cartridge into the
firearm during the initial testing of the firearm.

6.9 Activate the remote device while standing behind a protective shield or while
standing at a safe distance away from the firearm.

6.10 Obtain fired tests.

7.0 APPROPRIATE APPENDICES
7.1 NONE

8.0 REFERENCES

8.1 Biasotti, A. A., "Vise/Rest for Remote Firir!g," AETENourRal, Vol. 11, No. 4,
p.16.

S
&
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FA-III-5
DOWNLOADING

1.0 INTRODUCTION

1.1 Due to the limitations of the firearm identification section's bull
devices, it may be necessary to reduce or change the powder |
cartridge in order to obtain a velocity suitable for safely collggti

the firearm remotely.
1.2 OTHER RELATED PROCEDURES
1.2.1 Safe Firearm Handling w%

1.2.2 Remote Firing

1.2.3 Primed Cases
1.2.4 Water Tank Recgyery

1.2.5 Cotton Wa R Box
1.2.6 Bullet T
2.0 SAFETY CONSI

2.1 This INolves hazardous materials, operations and equipment.

not purport to address all of the safety problems associated
e responsibility of the user of this procedure to establish
ty and health practices and determine the applicability of
ations prior to use. Proper caution must be exercised and the use
al protective equipment must be considered.

Appropriate hearing and eye protection must be used.
3.0 PREPARATION
3.1 NONE

4.0 INSTRUMENTATION
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5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
5.1 NONE
6.0 PROCEDURE or ANALYSIS

6.1 Pull the bullet of the cartridge using an inertia bullet puller or a felodging
press.

6.2 Remove existing powder.
6.3 Weigh the pulled bullet.
6.4 Consult a reloading manual, such as the Spger R&loadi anual which

contains data for reduced loads, and obtain t owderfgharge for the weight of
the pulled bullet and the new velocity nee

6.5 Weigh out the appropriate powder chiarge afd pldace in existing cartridge
case.

6.6 Seat the bullet back into cartr’ge @as&using a mallet or a reloading

ble, a reduced load using 50% of the

. It shBuld be noted that great care must be taken
nloading. 50% downloading CANNOT be used

50% downloading CANNOT be used with many non-

ese situations, a small wad of tissue paper should be

powder to hold the gunpowder against the flash hole.

el for obstructions between each firing. The bullet, cartridge case,
sh@gshetPof each test shot should be marked appropriately.

7.0 APRROPRIATE APPENDICES
7.1 Appendix 3 - Calibration Standards

8.0 REFERENCES
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8.1 Lyman Reloading Handbook for Rifle, Pistol and Muzzle Loading, Lyman Gun
Sight Products, Middlefield, Conn., 1971.

8.2 "Reduced Powder Loads," AFTE Newsletter, No. 3, p.14.

S
&
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FA-III-6
PRIMED CARTRIDGE CASE/SHOTSHELL

1.0 INTRODUCTION

1.1 During the course of examining a firearm, it may be determ that | Id

be unsafe for the examiner to fire the firearm as designed { not sary to
ORQ of #1e firearm
e

obtain test standards for comparison purposes, the firj
can be tested using a primed empty cartridge case\Qrsho

1.2 OTHER RELATED PROCEDURES

1.2.1 Safe Firearm Handling w%

1.2.2 Bullet Trap

2.0 SAFETY CONSIDERATIONS

dous rials, operations and equipment.
ddress all of the safety problems associated
ongjbl he user of this procedure to establish

h practices and determine the applicability of
to . Proper caution must be exercised and the use
ment must be considered.

2.1 This procedure involv
This procedure does n
with its use. It is the

2 ust consider the practicality and/or desirability to wear some
b istant clothing.
3.0 TION
NONE

4.0 INSTRUMENTATION
4.1 NONE

5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
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5.1 NONE

6.0 PROCEDURE or ANALYSIS

6.1 Obtain a primed empty cartridge case in the desired caliber or pull the bullet
of a live cartridge using an inertia bullet puller or reloading press, reg@iging only

only the primed shotshell.
6.1.1 Commercial firing pin testing devices i N

may be used. \
6.2 Proper hearing and eye protection must b&worn.
6.3 Ensure that the exhaust fans or systef is@urned of.
d.
\

shatguns and

6.4 Ensure that the range door is clgse

6.5 Load the primed empty cartrid ed empty shotshell or commercial
firing pin testing device intg amber gl theédfirearm and test fire in front of the
bullet trap.

6.6 When utilizing a
barrel for obstruai

s imperative that the examiner checks the
ch firing.
6.7 Repeat iftie s more than one action.
6.8 O t

ENDICES
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FA-IV-1

CALIBER DETERMINATION

1.0 INTRODUCTION

1 .1 Caliber, or the base diameter, is one of the class characte
bullet. The determination of caliber will aid the examiner dd@

hthe ation
or elimination of a suspect firearm. If no firearm is su % caliber
may be used in determining the General Rifling Ch teriStichngf e firearm
involved.

1.2 OTHER RELATED PROCEDURES

1.2.1 Trace Material Examinatio )
1.2.2 GRC Utilization
2.0 SAFETY CONSIDERATIONS

2.1 This procedure mayglso hazardous materials to include evidence
that may be contami d with ghazard. This procedure does not purport to
address all of the saf lems*associated with its use. It is the responsibility
of the user of thy egure stablish appropriate safety and health practices
and determin&th p ility of regulatory limitations prior to use.
2.2 Pr INclude strict adherence to Universal Precautions and the
Blood Borne ogen Plan must be exercised.
' u ersonal protective equipment must be considered to avoid
XPpOSUr any potential hazards.
30P ION
3.I’NONE

4.0 INSTRUMENTATION

4.1 Comparison Microscope
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4.2 Stereomicroscope
4.3 Calipers/Micrometer

5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
5.1 NONE

6.0 PROCEDURE or ANALYSIS

known unfired and/or fired test standa

blllet using a measuring

6.1.2 Measure the base diamet theeviden
ith wn measurements

device and compare this measurefgent Wit
published in reference liter

6.1.3 Determine the
compare to Append

mber afe willth§yof the lands and grooves and
le 6, @the AFTE Glossary (3rd Edition).

gyof the evidence bullet, such as weight, bullet
onfiguration, and number and placement of
Iber determination.

R RESULTS:
2.1 iber¥s written as a numerical term without the decimal point. If
bas mutilated, the examiner may only be able to determine that the
Vi is consistent with a range of calibers or that the caliber cannot
b termined.
70A ATE APPENDICES
7. Appendix 3 - Calibration Standards

7.2 Appendix 4 - Worksheets

8.0 REFERENCES
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8.1 Mathews, J. Howard, Firearms Identification Vol. 1, 1973.
8.2 Barnes, Frank C., Cartridges of the World, 7th Edition, 1993.
8.3 Association of Firearm and Toolmark Examiners Glossary, 3rd Edition, 1994.

8.4 Lutz, Monty C. and Ward, John G., "Determination of Bullet Calfbe§from an
X-ray," AFTE Journal, Vol. 21, No. 2, p. 168.

S
&

Page 60 of 241

Technical Leader: Robert J. Shem, Forensic Scientist Il ALL PRINTED COPIES ARE UNCONTROLLED
Approved by: Firearm & Toolmark Supervisor



Alaska Scientific Crime Detection Laboratory

Firearm and Toolmark Procedure Manual
Issued: 7/5/2012 Version: FTM2012 R1
Effective: 7/7/2012 Status: Archived

FA-IV-2
MEASURING PROJECTION SCOPE

The State of Alaska Crime Lab does not employ a measuring projection s€op&in the
Firearm/Toolmark Section.

S
&
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FA-IV-3
AIR GAP

1.0 INTRODUCTION

suspect firearm. If no firearm is submitted, these m
determining the General Rifling Characteristics of th
instruments can be used to obtain these meagfremen

utilizes a comparison microscope and a migQMme{eT.
1.2 OTHER RELATED PROCEDURES W
1.2.1 Trace Material Exami

1.2.2 GRC Utilizatio

1.2.3 Stereomi co ometer
1.2.4 Stereomi&o e - Rtler
1.2.5 Qteregm ope - Grid

ringy Projection Scope

2.0 SAFETY QONSIDEBRATIONS

2. re may also involve hazardous materials to include evidence
t contaminated with a biohazard. This procedure does not purport to
Il of the safety problems associated with its use. It is the responsibility
he user of this procedure to establish appropriate safety and health practices
and determine the applicability of regulatory limitations prior to use.

2.2 Proper caution to include strict adherence to Universal Precautions and the
Blood Borne Pathogen Plan must be exercised.
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2.3 The use of personal protective equipment must be considered to avoid
exposure to any potential hazards.

3.0 PREPARATION
3.1 NONE
4.0 INSTRUMENTATION

4.1 Comparison Microscope

5.0 MINIMUM ANALYTICAL STANDARDS and CONTR@L
5.1 NONE

6.0 PROCEDURE or ANALYSIS

e theWvidt the land impression or

6.1 In measuring a fired bullet to deter

comparison
stage. Both st

of the measurement gap (opening) of the

he image of the appropriate land impression being
record the measurement to the nearest hundredth or
thgusangitit of an inch or appropriate measurement.

Repeat the above utilizing the groove impression.
RPRETATION OF RESULTS:

6.2.1 It may be necessary to measure several of each land and groove
impression in order to record a reliable measurement.

7.0 APPROPRIATE APPENDICES
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7.1 Appendix 3 - Calibration Standards
7.2 Appendix 4 - Worksheets

8.0 REFERENCES

8.1 U.S. Department of Justice, Federal Bureau of Investigation, N

I
Criminalistics Laboratory Information System (CLIS) Operating ianual,

8.2 Walsh, J. F., "Accuracy, Speed and Conversion in Rifli as S,
AFTE Journal, Vol. 9, No. 1, p. 50.

8.3 AFTE Newsletter, No. 4, December 1969, p. Zé&

S
&
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FA-IV-4
STEREOMICROSCOPE — GRID

The State of Alaska Crime Lab does not employ a stereoscope equipped With\a grid
measuring system in the Firearm/Toolmark Section.

S
&
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FA-IV-5
STEREOMICROSCOPE - MICROMETER

The State of Alaska Crime Lab does not employ a micrometer-equipped
stereomicroscope in the Firearm/Toolmark Section.

S
&
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FA-IV-6
STEREOMICROSCOPE - RULER

1.0 INTRODUCTION

width of the land impressions and groove impressions. These measur
examiner during the identification or elimination of a suspect fireagg Il n
submitted, these measurements will be used in determining the Ggnere

Characteristics of the firearm involved. Several instrume % tain these
measurements. The stereomicroscope - ruler procedure utilizes a%sterdaficroscope
and a hand held ruler.

1.1 OTHER RELATED PROCEDURES %
1.1.1 Trace Material Examination w

1.1.2 GRC Utilization

1.1.3 Stereomicrosc rid
1.1.4 Stereomi co ometer
1.1.5 Air Gap

1.1.6 Measur jection Scope
2.0 SAFETY I NS

2.1 Thi§ proced®ge may also involve hazardous materials to include evidence
t coftaminated with a biohazard. This procedure does not purport to
a of the safety problems associated with its use. It is the responsibility
e Wger of this procedure to establish appropriate safety and health practices
rmine the applicability of regulatory limitations prior to use.

2.2’Proper caution to include strict adherence to Universal Precautions and the
Blood Borne Pathogen Plan must be exercised.

2.3 The use of personal protective equipment must be considered to avoid
exposure to any potential hazards.
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3.0 PREPARATION
3.1 NONE

4.0 INSTRUMENTATION
4.1 Stereomicroscope

5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
5.1 NONE

6.0 PROCEDURE or ANALYSIS

6.1 In measuring a fired bullet to determine t
the groove impression, it is paramount th
ending a measurement comply with th
utilizes the anchor points shown below.

he l#1d impression or
for beginning and
ragtice. This practice

6.1.1 The fired bullet in que effger held or mounted on a steady
surface beneath the

6.1.2 The land imqpre® afthe base of the fired bullet is placed
perpendicular, e gca .

6.1.3 M et between both anchor points of a land
impresgi n rd the measurement to the nearest hundredth or
thaoglsan ni or appropriate measurement.

1.4 eatWhe above utilizing the groove impression.
REWFATION OF RESULTS:

2® It may be necessary to measure several of each land and groove
iMpression in order to record a reliable measurement.

7.0 APPROPRIATE APPENDICES
7.1 Appendix 3 - Calibration Standards

7.2 Appendix 4 - Worksheets
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8.0 REFERENCES

8.1 U.S. Department of Justice, Federal Bureau of Investigation, NCIC,
Criminalistics Laboratory Information System (CLIS) Operating Manual, 1978.

8.2 Walsh, J. F., "Accuracy, Speed and Conversion in Rifling Mea ents,"
AFTE Journal, Vol. 9, No. 1, p. 50.

8.3 AFTE Newsletter, No. 4, December 1969, p. 28.

S
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FA-IV-7
GRC UTILIZATION
1.0 INTRODUCTION
1 .1 The FBI's General Rifling Characteristics File can be utiliz en
attempting to determine a list of possible firearms that cou fir
evidence bullet when the correct firearm was not subrajiigd
1.2 OTHER RELATED PROCEDURES

1.2.1 Trace Material Examination \
1.2.2 Stereomicroscope — Rule w

1.2.3 Stereomicroscope — Ggi

1.2.4 Stereomicroscope — r

1.2.5 Air Gap

1.2.6 Measuri jecti ope
2.0 SAFETY CONSI IONS

2.1 This pgoce ay arso involve hazardous materials to include evidence
inated with a biohazard. This procedure does not purport to
sarety problems associated with its use. It is the responsibility
rocedure to establish appropriate safety and health practices
e applicability of regulatory limitations prior to use.

address all of

r caution to include strict adherence to Universal Precautions and the
odBorne Pathogen Plan must be exercised.

2.3 The use of personal protective equipment must be considered to avoid
exposure to any potential hazards.

3.0 PREPARATION
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3.1 NONE

4.0 INSTRUMENTATION

4.1 NONE

5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
5.1 NONE \

6.0 PROCEDURE or ANALYSIS
6.1 The General Rifling Characteristics File can be u he GRC

System of the NCIC, the PC software version, fhtout of the file.

in each of the above
th® evidence bullet.

6.2 Follow the operating instructions liste
systems utilizing the caliber and rifling

acteristics
6.3 INTERPRETATION OF RESU

6.3.1 The GRC File is an invi
an all-inclusive list s available
characteristics.

id and should not be construed as
ith those particular rifling

7.0 APPROPRIATE APPE
7.1 Appendix 4 ets

8.0 REFERENC

8.1 U.§ Depa f Justice, Federal Bureau of Investigation, NCIC,
i ratory Information System (CLIS) Operating Manual, 1978.

. F., "Accuracy, Speed and Conversion in Rifling Measurements,"
rnal, Vol. 9, No. 1, p. 50.

88 AFTE Newsletter, No. 4, December 1969, p. 28.
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FA-IV-8
WADDING DETERMINATION
1.0 INTRODUCTION

1.1 By examining wadding, the examiner may be able to determingthe g
size, manufacture, and if the wad contains markings suita co ison, the
firearm that discharged it.

1.2 OTHER RELATED PROCEDURES %
1.2.1 Trace Material Examination
1.2.2 Stereomicroscope — Rule w

1.2.3 Stereomicroscope —

1.2.4 Stereomicroscope — r

1.2.5 Air Gap

1.2.6 Measuri jecti ope
2.0 SAFETY CONSI IONS

2.1 This pgoce ay argo involve hazardous materials to include evidence
inated with a biohazard. This procedure does not purport to
sarety problems associated with its use. It is the responsibility
rocedure to establish appropriate safety and health practices
e applicability of regulatory limitations prior to use.

address all of

r caution to include strict adherence to Universal Precautions and the
odBorne Pathogen Plan must be exercised.

2.3 The use of personal protective equipment must be considered to avoid
exposure to any potential hazards.

3.0 PREPARATION
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3.1 NONE

4.0 INSTRUMENTATION
4.1 Comparison Microscope
4.2 Stereomicroscope
4.3 Micrometer

4.4 Caliper

5.0 MINIMUM ANALYTICAL STANDARDS and CONTR
5.1 NONE
6.0 PROCEDURE or ANALYSIS w

6.1 Determine gauge size by;

6.1.1 Directly comparing of &
similar manufacture @

e g known laboratory standards of

6.1.2 Measuri
measurerngents W kKRgwngneasurements may also determine gauge size.

obtained by utilizing:

e stereomicroscope with micrometer/caliper
.4 The stereomicroscope with grid
6.2.5 The stereomicroscope and ruler
6.2.6 The measuring projector.

6.3 Manufacturer's data can be determined by locating information stamped into
the wad or by comparing the wad to known laboratory standards.
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6.4 Microscopic examination may reveal striations suitable for identification of the
wad back to the shotgun that fired it.

6.5 If evidence shotshells are submitted, it may be necessary to disassemble one
or more for the determination of gauge size or manufacture.

6.6 Record all information on the appropriate worksheet.

6.7 INTERPRETATION OF RESULTS:

Q Rod Uids, the

6.7.1 If the wad is mutilated or soaked with blo
examiner may not be able to specifically det
examiner should also recognize that some m
the design of another manufacturer.

7.0 APPROPRIATE APPENDICES
7.1 Appendix 3 - Calibration Standakds
7.2 Appendix 4 - Worksheets

8.0 REFERENCES

8.1 NONE *

ine
factlres might duplicate
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FA-IV-9
SHOT DETERMINATION

1.0 INTRODUCTION

loaded in submitted live shotshells or to the size that
shotshell was marked to have contained.

1.2 OTHER RELATED PROCEDURES

1.2.1 Trace Material Examinatio

1.2.2 Stereomicroscope — Ruler

1.2.3 Stereomicroscope — G
1.2.4 Stereomicros

1.2.5 Air Gap

1.2.6 Measuring Broje@tiormgco
2.0 SAFETY CON T

2.1 Thj also involve hazardous materials to include evidence
that m@y be cOfytamifated with a biohazard. This procedure does not purport to
| of the%afety problems associated with its use. It is the responsibility

o] e Is procedure to establish appropriate safety and health practices
d deterMine the applicability of regulatory limitations prior to use.

Pr@per caution to include strict adherence to Universal Precautions and the
Bl@od Borne Pathogen Plan must be exercised.

2.3 The use of personal protective equipment must be considered to avoid
exposure to any potential hazards.

3.0 PREPARATION
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3.1 NONE

4.0 INSTRUMENTATION
4.1 Comparison Microscope
4.2 Stereomicroscope
4.3 Micrometer

4.4 Caliper

5.0 MINIMUM ANALYTICAL STANDARDS and CONTR
5.1 NONE

6.0 PROCEDURE or ANALYSIS
6.1 The examiner may use one or oWhnques to determine shot
size:
6.1.1 Visual/Microscgi (%‘
%otal number of pellets received.
ine t€ composition of the pellets.

6.1.1.1 Dger

t

mirte the number of pellets suitable for comparison
ke note if pellet sizes all appear to be similar in size. If
ferent sizes are present, determine each specific size.

.4 Compare laboratory standards of known shot sizes side by

e with the evidence pellets until a known shot size is determined.
A stereomicroscope may aid in this determination. This can be
done one size at a time or several sizes at a time; however, if more
than one size is used at a time, care should be taken not to mix up
the shot.

6.1.1.5 Record findings on worksheet.

6.1.2 Comparison by Weight
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6.1.2.1 Record the total number of pellets received.
6.1.2.2 Determine the composition of the pellets.

6.1.2.3 Determine the number of pellets suitable for weighing. Make
note if pellet sizes all appear similar. If several sizes nt,
determine each specific size.

6.1.2.4 Weigh the pellets in grams or grains.

6.1.2.5 Divide weight of pellets by total C :
6.1.2.6 Consult known pellet weights iffTablef of Appendix G of
the AFTE Glossary (3rd Edition) #fd det&min ot size, which

corresponds to evidence sho

6.1.2.7 Record findings o
the evidence pellets al
standards using the umber
weight is obtained.

rksheet. The weight of
y compared to weight of
pellets until a similar known

lggdtotal number of pellets received.
the composition of the pellets.

ine the number of pellets suitable for comparison
Make note if pellet sizes all appear to be similar in size. If

.3.4 Choose the best specimen and measure diameter using a
caliper and record in hundredths or thousandths of an inch or the
appropriate measurement.

64,3
%.3.
e
eral different sizes are present, determine each specific size.

6.1.3.5 Consult known pellet sizes in Table 1 of Appendix G of the
AFTE Glossary (3rd Edition) and determine shot size, which
corresponds to evidence shot.

7.0 APPROPRIATE APPENDICES
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7.1 Appendix 3 - Calibration Standards
7.2 Appendix 4 - Worksheets
8.0 REFERENCES

8.1 Association of Firearm and Toolmark Examiners Glossary, 3rd€ditign, 1994.

S
&
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FA-IV-10

PHYSICAL EXAMINATION & CLASSIFICATION OF FIRED BULLETS

dgthe pletion
de plion of the fired

e evidence as

1.0 INTRODUCTION

1.1 The initial examination of any fired bullet evidence
of a worksheet. These worksheets will include the
evidence and will serve as a source to document th
received and any tests or comparisons perfor .

1.2 OTHER RELATED PROCEDURE
1.2.1 Trace Material Examination
1.2.2 Stereomicroscope — R @
1.2.3 Stereomicros rid
1.2.4 Stereomi s%rometer
1.2.5 Air
aswi '

ection Scope

1
ondi

n
D8&iermination

2.0 SAF NSIDERATIONS

2. ocCedure may also involve hazardous materials to include evidence
b€ contaminated with a bio-hazard. This procedure does not purport to
all of the safety problems associated with its use. It is the responsibility
ofghe user of this procedure to establish appropriate safety and health practices
and determine the applicability of regulatory limitations prior to use.

2.2 Proper caution to include strict adherence to Universal Precautions and the
Blood Borne Pathogen Plan must be exercised.
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2.3 The use of personal protective equipment must be considered to avoid
exposure to any potential hazards.

3.0 PREPARATION
3.1 NONE
4.0 INSTRUMENTATION

4.1 Comparison Microscope

4.2 Stereomicroscope

4.3 Micrometer

4.4 Caliper %

4.5 Scale/Balance x
5.0 MINIMUM ANALYTICAL STANDAR NNROLS

5.1 NONE

6.0 PROCEDURE or ANALY.

6.1 A worksheet will D& fi out 2€cording to the appropriate Appendices and
individual laborgt ongy. may include noting the following:
6.1.1 If x terial present.
1.2 cahlger.

The bullet weight
6.1.3.1 Recording weight of bullets in grains.
6.1.3.2 Recording weight of slugs in ounces.
6.1.4 The number of lands and grooves on fired bullet.

6.1.5 The direction of twist.

6.1.6 The measured width of the land impressions.
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6.1.7 The measured width of the groove impressions.

6.1.8 The composition of bullet.

6.1.9 The bullet style.

6.1.10 The possible manufacturer/marketer of the bullet/profécti
6.1.11 A description of the base of the bullet.

6.1.12 The type and position of cannelures.

6.1.13 Any extraneous markings to include: %

6.1.13.1 Skid Marks

6.1.13.2 Shave Marks %
6.1.13.3 Flared Base \w

6.1.13.4 Other Mark

6.1.14 The presenc
base.

spowdegand/or powder imprints adhering to the

6.1.15 The cormlitiOf of theWired evidence as received.
6.1.1 ity of' the fired evidence for comparison purposes.

jon about the bullet/projectile can be compiled. See the
ries for these optional data entries.

et

ENDICES

1 efaix 3 - Calibration Standards
Appendix 4 - Worksheets

7.3 Appendix 12 - Packaging of Firearm Evidence for Submittal to the Laboratory
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8.0 REFERENCES

8.1 Howe, Walter, J., "Laboratory Worksheets" AFTE NEWSLETTER NUMBER
TWO, August 1969, p.13.

8.2 Association of Firearm and Toolmark Examiners Glossary, 3rd gaigion, 1994.

S
&
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FA-IV-11

PHYSICAL EXAMINATION & CLASSIFICATION OF FIRED CARTRIDGE CASES

1.0 INTRODUCTION

1.1 The initial examination of any fired cartridge case eyid
completion of a worksheet. These worksheets will igci@id
description of the fired cartridge case and will serve &s a sdurce t0 document the
condition of the evidence as received and any##sts orfgom

1.2 OTHER RELATED PROCEDURE
1.2.1 Trace Material Examination
1.2.2 Stereomicroscope - R %
1.2.3 Stereomicros rid
1.2.4 Stereomiafbscop ometer
1.2.5 Air

1.2.6 MgaSwin jection Scope

D8&iermination
2.0 SAF NSIDERATIONS

2. ocCedure may also involve hazardous materials to include evidence
b€ contaminated with a biohazard. This procedure does not purport to
all of the safety problems associated with its use. It is the responsibility
ofghe user of this procedure to establish appropriate safety and health practices
and determine the applicability of regulatory limitations prior to use.

2.2 Proper caution to include strict adherence to Universal Precautions and the
Blood Borne Pathogen Plan must be exercised.
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2.3 The use of personal protective equipment must be considered to avoid
exposure to any potential hazards.

3.0 PREPARATION
3.1 NONE
4.0 INSTRUMENTATION
4.1 Comparison Microscope
4.2 Stereomicroscope
4.3 Micrometer
4.4 Caliper
4.5 Measuring Projector
4.6 Scale/Balance
5.0 MINIMUM ANALYTICAL ST DS and €ONTROLS
5.1 NONE
6.0 PROCEDURE or ANAL

6.1 A workshgetil d out according to the appropriate Appendices and
individual Jabofatorfgpolicy® This may include noting the following:

ny tface material present.

The possible manufacturer/marketer of the item.
.1.4 Ignition System

6.1.4.1 Centerfire or

6.1.4.2 Rimfire or

6.1.4.3 Other
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6.1.5 Shape of cartridge.

6.1.6 Description of cartridge and primer.
6.1.7 Description of head stamp.

6.1.8 Description of Firing Pin Impression.

6.1.9 Description of other markings, to include:

6.1.9.1 Breech Face Markings

6.1.9.2 Extractor %
6.1.9.3 Ejector

6.1.9.4 Resizing Marks %

6.1.9.5 Chamber Mar \w

6.1.9.6 Anvil Marks

6.2 AdditionalNgfo bout the cartridge/cartridge case can be compiled.
See the n rkSReet entries for these optional data entries.

7.0 APPROPRIATE ENDICES
. n - Calibration Standards
ndix 4 - Worksheets
8.0 REFERENCES

8.1 Howe, Walter, J., "Laboratory Worksheets" AFTE NEWSLETTER NUMBER
TWO, August 1969, p.13.

8.2 Association of Firearm and Toolmark Examiners Glossary, 3rd Edition, 1994.
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FA-IV-12

PHYSICAL EXAMINATION & CLASSIFICATION OF FIRED SHOTSHELLS

1.0 INTRODUCTION

1.1 The initial examination of any fired shotshell evidence
completion of a worksheet. These worksheets will igcllide

description of the fired shotshell and will serve as a Sgurce
condition of the evidence as received and any##sts orfgom

1.2 OTHER RELATED PROCEDURE
1.2.1 Trace Material Examination
1.2.2 Stereomicroscope — R @
1.2.3 Stereomicros rid
1.2.4 Stereomi s%rometer
1.2.5 Air
aswi '

ection Scope

n
D8&iermination

2.0 SAF NSIDERATIONS

2. oCedure may also involve hazardous materials to include evidence
b€ contaminated with a biohazard. This procedure does not purport to
all of the safety problems associated with its use. It is the responsibility
ofghe user of this procedure to establish appropriate safety and health practices
and determine the applicability of regulatory limitations prior to use.

2.2 Proper caution to include strict adherence to Universal Precautions and the
Blood Borne Pathogen Plan must be exercised.
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2.3 The use of personal protective equipment must be considered to avoid
exposure to any potential hazards.

3.0 PREPARATION
3.1 NONE
4.0 INSTRUMENTATION
4.1 Comparison Microscope
4.2 Stereomicroscope
4.3 Micrometer
4.4 Caliper
4.5 Measuring Projector
4.6 Scale/Balance
5.0 MINIMUM ANALYTICAL ST DS and €ONTROLS
5.1 NONE
6.0 PROCEDURE or ANAL

6.1 A workshgetil d out according to the appropriate Appendices and
individual Jabofatorfgpolicy® This may include noting the following:

ny tface material present.
possible manufacturer/marketer of the item.
Ignition System

6.1.3.1 Centerfire or

6.1.3.2 Rimfire or

6.1.3.3 Other

6.1.4 Shape of shotshell.
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6.1.5 Description of shotshell and primer.

6.1.6 Description of head stamp.

6.1.7 Description of Firing Pin Impression.

6.1.8 Description of other markings, to include:
6.1.8.1 Breech Face Markings

6.1.8.2 Extractor

6.1.8.3 Ejector %
6.1.8.4 Resizing Marks
6.1.8.5 Chamber Marks %

6.1.8.6 Anvil Marks
6.1.8.7 Magazine M
6.1.8.8 Ejecti arki

6.1.8.9 er Ma

6.2 Additional in a he shotshell can be compiled. See the current
worksheet entrieg,fo optional data entries.

7.0 APPROP ICES
7.1 Ap alibration Standards
- Worksheets

8.0 ES

Howe, Walter, J., "Laboratory Worksheets" AFTE NEWSLETTER NUMBER
O, August 1969, p.13.

8.2 Association of Firearm and Toolmark Examiners Glossary, 3rd Edition, 1994.
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FA-IV-13

MICROSCOPIC COMPARISON

1.0 INTRODUCTION

microscope must be performed. The comparison miGgosco

examiner to place the evidence on one side ofdfte mi
standard on the other side. This procedure ma eWsed to compare two
unknown pieces of fired evidence toge to¥eterming ifthey can be associated

to the same firearm.

1.2 OTHER RELATED PROCED

1.2.1 Examination & sical Cla8siflféation of Fired Evidence

| Classification of Fired Cartridge Cases

1.2.3 Examinatien and P cal Classification of Fired Shotshells

1.2.4 |ga | Examination
2.0 SAFETY | NS

2.1 Thi§ proced@ge may also involve hazardous materials to include evidence
t coftaminated with a biohazard. This procedure does not purport to
a of the safety problems associated with its use. It is the responsibility
e Wger of this procedure to establish appropriate safety and health practices
rmine the applicability of regulatory limitations prior to use.

2.2°Proper caution to include strict adherence to Universal Precautions and the
Blood Borne Pathogen Plan must be exercised.

2.3 The use of personal protective equipment must be considered to avoid
exposure to any potential hazards.
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3.0 PREPARATION
3.1 NONE
4.0 INSTRUMENTATION
4.1 Comparison Microscope

4.2 Stereomicroscope

5.0 MINIMUM ANALYTICAL STANDARDS and CONTROL %
5.1 NONE

6.0 PROCEDURE or ANALYSIS

6.1 The procedure steps below do not f§a
however, all steps must be considered agd/or

e per in the order listed;
dress€d:

6.1.1 Select the correct obj magnif
the objectives are locked in

tion) setting and ensure that

af ocufdrs (eyepieces).

sed must be properly adjusted. Oblique

6.1.4 re own fired evidence to either another piece of
unkgowndireRgvidence or a known standard by placing the unknown fired
e'left hand stage and the other piece of unknown fired

entire unknown should be considered.

.6 If an identification is not initially made, the examiner should consider
e following factors:

6.1.6.1 Angle of lights
6.1.6.2 Type of lights

6.1.6.3 The need for additional known standards
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6.1.6.4 The position of the evidence, the tests or both
6.1.6.5 The possibility of using magnesium smoke.
6.1.6.6 The possibility of cleaning the firearm.

6.1.6.7 The possibility that the firearm itself has chan@e

6.2 INTERPRETATION OF RESULTS:

conclusion that no identification
to the items examined.

cteristics will lead the examiner to the
tests) did not originate from the

6.2.3 A disagreement of cla
conclusion that both 4 (evidencg a
same source.

6.2.4 A signifi igagr nt of individual characteristics will lead the
examiner g the\go sign that both items (evidence and tests) did not
origingte am&source.

I

oNguitable microscopic characteristics will lead the examiner
ncligion that the items are not suitable for comparison.

6 Alljdentifications must be documented by either:

6.2.6.1 The identification indexed (for example, with a Sharpie
marker) and notes referencing these indexing marks are taken, or

6.2.6.2 Notes taken indicating what area(s) of the item displayed
the identifying correspondence.

7.0 APPROPRIATE APPENDICES

7.1 Appendix 1 - Range of Conclusions
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7.2 Appendix 3 - Calibration Standards
7.3 Appendix 4 - Worksheets

8.0 REFERENCES

8.1 Howe, Walter, J., "Laboratory Worksheets” AFTE NEWSLETT

TWO, August 1969, p.13.
AryN@rd Edjtign; 1994.
tfeduct

8.2 Association of Firearm and Toolmark Examiners Gloss

8.3 DeForest, Gaensslen, and Lee, Forensic Scienge®§An
Criminalistics, McGraw- Hill, New York, 1983.

%

S
&
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FA-IV-14
TRACE MATERIAL EXAMINATION

1.0 INTRODUCTION

transferred from the crime scene. This trace material may be i
tissue, plaster, paint, hairs, fibers, glass, etc. The examinejgh

necessary, remove and preserve a sample of the t
Removal of trace material may also be necessary t
examination of the fired evidence.

1.2 OTHER RELATED PROCEDURES

1.2.1 Examination and Physical tio Fired Evidence

1.2.2 Examination and Phy @ assification of Fired Cartridge Cases

1.2.3 Examination ag Rysical Clagsifféation of Fired Shotshells

1.2.4 Microscopi

2.0 SAFETY CONSIDERA

2.1 This procgd o involve hazardous materials to include evidence

that may ated*with a biohazard. This procedure does not purport to
addre ety problems associated with its use. It is the responsibility
of the @ser of procedure to establish appropriate safety and health practices

t&gnine applicability of regulatory limitations prior to use.

aution to include strict adherence to Universal Precautions and the
rne Pathogen Plan must be exercised.

28 NFPA Listings
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NFPA LISTING
CHEMICAL s | e | Muiam | sz
15% Acetic Acid 2 2 3
10% Bleach 2 0 1
Methanol 1 3 0
Acetone 1 3 0 \
2.4 WARNING! Acetone is flammable and can pos&a‘SE MMABILITY
HAZARD
2.5 WARNING! Methanol is flammable and c aSEVERE

FLAMMABILITY HAZARD

2.6 WARNING! Acetic acid is capaple of 8etonali nd can pose a SEVERE
REACTIVITY HAZARD

2.7 The use of personal proig®iie equipment Wust be considered to avoid
exposure to any potenti

3.0 PREPARATION

3.1 NOTE: AL TO WATER. NEVER ADD WATER TO ACID.

tic d Solution:

.NPrepare a 15% Acetic Acid Solution utilizing concentrated
jal Acetic Acid and distilled water.

% Bleach Solution:

3.1.2.1 Prepare a Bleach Solution utilizing Bleach and distilled
water

4.0 INSTRUMENTATION
4.1 Scale/Balance

4.2 Stereomicroscope
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5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
5.1 NONE

6.0 PROCEDURE or ANALYSIS

6.1 Examine the fired evidence visually and microscopically for anytraSe material
and record in notes.

6.2 Determine if further examination of trace material is ne

6.2.1 If further examination of trace materialfS¢he

6.2.1.1 If necessary, consult the ropRate s@cti@n prior to the

removal of any trace evidence.

tolamage the fired

6.2.1.2 Remove material g careful n
evidence.

material in a suitable
n to the appropriate section for

nce for at least one (1) minute in a 10% bleach

®.2 Remove loose material by rinsing the fired evidence with
thanol or water.

6.2.2.3 Remove plaster by rinsing the fired evidence in a 15%
acetic acid solution.

6.2.2.4 Remove paint by soaking the fired evidence in alcohol or
acetone.

7.0 APPROPRIATE APPENDICES
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7.1 Appendix 3 - Calibration Standards
7.2 Appendix 4 - Worksheets

8.0 REFERENCES

8.1 Howe, Walter, J., "Laboratory Worksheets" AFTE NEWSLETT
TWO, August 1969, p.13.

8.2 Association of Firearm and Toolmark Examiners Glossarva8rd Ewiti 1994.
trad

8.3 DeForest, Gaensslen, and Lee, Forensic Scienge®An
Criminalistics, McGraw-Hill, New York, 1983. \

S
&
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FA-IV-15
OPEN CASE/UNSOLVED CASE FILE

Open case/unsolved case evidence retained for future comparisons, if pr@er@in the
lab, would be maintained by the Firearm and Toolmark unit of the labdigtory.

S
&
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FA-IV-16
INTEGRATED BALLISTIC IDENTIFICATION SYSTEM

NOTE: The NIBIN Section was officially suspended in February of 2009. ¥ he
instrumentation and data linkage to ATF was removed early in 2010. missidn o
fired evidence for inclusion in the NIBIN database is the responsihifify Of ag
possessing the evidence.

S
&
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RD-I-1
VISUAL EXAMINATION

1.0 INTRODUCTION

1.1 When a firearm is fired, gunshot residues in the follgwiRg AS ar
discharged from the firearm:

1.1.1 burnt gun powder particles
1.1.2 partially burnt gun powder pay
1.1.3 unburnt gun powder particl
1.1.4 vaporous lead

1.1.5 particulate metg

1.2 These gunshot res;j
effectively be used i

1.3 0THER R D URES
ic Bxamination

1.
2.0 SAFETY €ON RAGIONS
iskocedure may also involve hazardous materials to include evidence
th e contaminated with a biohazard. This procedure does not purport to
re

allof the safety problems associated with its use. It is the responsibility
er of this procedure to establish appropriate safety and health practices
aRd d

etermine the applicability of regulatory limitations prior to use.

ith the morphology of the bullet hole can
possible muzzle to target distance.

2.2 Proper caution to include strict adherence to Universal Precautions and the
Blood Borne Pathogen Plan must be exercised.
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2.3 The use of personal protective equipment must be considered to avoid
exposure to any potential hazards.

3.0 PREPARATION
3.1 NONE
4.0 INSTRUMENTATION

4.1 NONE

5.0 MINIMUM ANALYTICAL STANDARDS and CONTRQL
5.1 NONE

6.0 PROCEDURE or ANALYSIS
6.1 The visual examination of an item @ e will include the
examination and/or consideration e followingy

6.1.1 The presence of vapor oke)
o
PARYS

6.14°T enge o

6.1.2 The presence late Mietals (shavings of lead, copper, brass)

6.1.3 The pre burnt and/or unburnt gunpowder
ted adhering gunpowder

6.1,5 A RgleYg theftem

prégence of a visible ring around the perimeter of holes

location of all holes, tears, missing buttons, etc.

The presence of burning or singeing or melting
.1.9 The presence of any possible masking effects
6.1.10 The direction of artifacts surrounding the hole

6.2 Data regarding these physical effects and visible residues must be included
in the examiner’s notes.
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6.3 INTERPRETATION OF RESULTS:

6.3.1 Indicative of/ Consistent with the Discharge of a Firearm.
6.3.1.1 Vaporous Lead (smoke)
6.3.1.2 Particulate Metals (shavings of lead, copper, Rra
6.3.1.3 Unburned Gunpowder (morphology)
6.3.1.4 Melted Adhering Gunpowder

6.3.2 Indicative of/ Consistent with the Pass eof%
6.3.2.1 A hole in the item

imeterwf Rgles

6.3.2.2 Visible ring arou

t [
6.3.2.3 Location of all_ holes\tear i$sing buttons, etc.
6.3.3 Indicative of/ Consist(;% ntact Shot
6.3.3.1 Rippid0 garing
i %’ eing

Vaporous Lead Residues

e

L8cation of all holes, tears, missing buttons, etc.
4P le Masking Effects
6.3.4.1 Dark Background Color
6.3.4.2 Blood Staining

6.3.5 If the above observations support the findings of a “contact shot” no
comparison is necessary.
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6.3.6 If the observations do not support a “contact shot” finding, a working
hypothesis will be formed based on the above observations. This
hypothesis will be utilized in the comparison procedure.

7.0 APPROPRIATE APPENDICES
7.1.1 Appendix 4 - Worksheets

8.0 REFERENCES

8.1 Anonymous, (1970). "Gunshot Residues and Sho t

Enforcement Bulletin, Vol. 39, No. 9, p.7.
8.2 Dillon, John, H., "A Protocol for Gunshot idue Bxam ons in Muzzle-
To-Target Distance Determinations”, AFTE_Jo 0IN22, No.3, p.32.

A\
S
&
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RD-I-2
MICROSCOPIC EXAMINATION
1.0 INTRODUCTION

1.1 When a firearm is fired, gunshot residues, in the following farmg are
discharged from the firearm;

1.1.1 burnt gun powder patrticles

1.1.2 partially burnt gun powder particle

1.1.3 unburnt gun powder particles %

1.1.4 vaporous lead w

1.1.5 particulate metals
1.2 These gunshot residuesgai@gg with th hology of the bullet hole can
effectively be used in deteffgining®fe poSSible muzzle to target distance.

S

1.3.1 Vi amina

1.3 OTHER RELAT

2.1 Thi§ proc y also involve hazardous materials to include evidence
inated with a biohazard. This procedure does not purport to
S e safety problems associated with its use. It is the responsibility
of this procedure to establish appropriate safety and health practices
armine the applicability of regulatory limitations prior to use.

2R Proper caution to include strict adherence to Universal Precautions and the
Blood Borne Pathogen Plan must be exercised.

2.3 The use of personal protective equipment must be considered to avoid
exposure to any potential hazards.
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3.0 PREPARATION
3.1 NONE
4.0 INSTRUMENTATION
4.1 Stereomicroscope
5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS

5.1 NONE

6.0 PROCEDURE or ANALYSIS
6.1 The microscopic examination of an item fg@gunshogresi will include the

examination and/or consideration of the f [
6.1.1 The presence of vaporous %
6.1.2 The presence of parti % Is 8havings of lead, copper, brass)
a

6.1.3 The presence Qigmatially bur or unburnt gunpowder

=

visible ring around the perimeter of holes

adhering gunpowder

e

ign of all holes, tears, missing buttons, etc.

presence of any possible masking effects
.10 The direction of artifacts surrounding the hole

Data regarding these physical effects and visible residues must be included
in the examiner’s notes.

6.3 INTERPRETATION OF RESULTS:

6.3.1 Indicative of/ Consistent with the Discharge of a Firearm.
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6.3.1.1 Vaporous Lead (smoke)
6.3.1.2 Particulate Metals (shavings of lead, copper, brass)
6.3.1.3 Unburned Gunpowder (morphology)

6.3.1.4 Melted Adhering Gunpowder

6.3.2.1 A hole in the item %
6.3.2.2 Visible ring around the perimeter of h@les

6.3.2.3 Location of all holes, teagf, missi

6.3.3 Indicative of/ Consistent wijth tact S

rk Background Color
.2 Blood Staining

It the above observations support the findings of a "contact shot" no
mparison is necessary.

6.3.6 If the observations do not support a "contact shot" finding, a working
hypothesis will be formed based on the above observations. This
hypothesis will be utilized in the comparison procedure.

7.0 APPROPRIATE APPENDICES
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7.1.1 Appendix 3 - Calibration Standards and Instrumentation Maintenance
7.1.2 Appendix 4 - Worksheets

8.0 REFERENCES

8.1 Anonymous, (1970). "Gunshot Residues and Shot Pattern Tes
Enforcement Bulletin, Vol. 39, No. 9, p.7.

8.2 Dillon, John, H., "A Protocol for Gunshot Residue Exa

To-Target Distance Determinations”, AFTE Journal, V%

Page 106 of 241

Technical Leader: Robert J. Shem, Forensic Scientist Il ALL PRINTED COPIES ARE UNCONTROLLED
Approved by: Firearm & Toolmark Supervisor



Alaska Scientific Crime Detection Laboratory

Firearm and Toolmark Procedure Manual
Issued: 7/5/2012 Version: FTM2012 R1
Effective: 7/7/2012 Status: Archived

RD-II-1
MODIFIED GRIESS - DIRECT APPLICATION TECHNIQUE (DAT)

1.0 INTRODUCTION

1.1 The Modified Griess-Direct Application Technique (DAT) is
independently and/or in conjunction with other tests in ran@e d&termmatiofis. The
Modified Griess-DAT test utilizes a color chemistry reagii w digtfinguish
obscure or faint gunpowder patterns. This test det esWNg pioduct of the

incomplete burning of gunpowder, by reacting wjth acgti form nitrous
acid. This acid combines with alpha-naphthol @nhd pro orange-red color
reaction.

1.2 It should be noted that if multiple ch
performed on an item they must f

ical @&amm#ations are going to be
cifi er:

1.2.1 First- Modified Griess 0 Griess
1.2.2 Second- Saogi
1.2.3 Third-

1.3 0THER R

Dithiooxamide
2.0 SA ONSIDERATIONS

2.1 This procedure involves hazardous materials. This procedure does not
purport to address all of the safety problems associated with its use. It is the
responsibility of the user of this procedure to establish appropriate safety and
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health practices and determine the applicability of regulatory limitations prior to
use.

2.2 Proper caution must be exercised and the use of personal protective
equipment must be considered to avoid exposure to dangerous chemicals.

Consult the appropriate Material Safety Data Sheet (MSDS) for ea emical
prior to use.

2.3 NFPA Listings \&

HEALTH | FLAMMABILITY | REACTIVITY | CONTACT
HAZARD HAZARD HAZARD HAZARD
Sulfanic Acid 3 3 1 CORROSIVE
Alpha Napthol 3 1 1
Dihydrochloride 2 1 1 OXY
Methanol 1 3 0
Sodium Nitrate 1 0 0
Glacial Acetic Acid 1 3 1

2.4 Chemical Warnin

241 WA §c Acid is toxic and can pose a SEVERE
HEAL
2.4 W ING! Sulfanilic Acid is flammable and can pose a SEVERE
BI HAZARD.
3W ING! Sulfanilic Acid is a strong corrosive and can pose a

CONTACT HAZARD.

.4 WARNING! Alpha Naphthol is toxic and can pose a SEVERE
EALTH HAZARD.

2.4.5 WARNING! Dihydrochloride is a strong oxidizer and can pose a
SEVERE CONTACT HAZARD.

2.4.6 WARNING! Methanol is flammable and can pose a SEVERE
FLAMMABILITY HAZARD.
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2.4.7 WARNING! Glacial Acetic Acid is flammable and can pose a
SEVERE FLAMMABILITY HAZARD

2.5 The examiner must use eye protection, and work within a fume hood or utilize
a spot vent. The examiner may wish to consider wearing a respirator and gloves.

3.0 PREPARATION

3.1 NOTE: ALWAYS ADD ACID TO WATER. NEVER AD TER TO D.

3.2 Sensitized Blank:

3.2.1 Add 0.75 grams of Sulfanilic Acid to 150ymillilit&rs of"tiistilled water

and mix.
3.2.2 Add 0.42 grams of Alpha Na liters of methanol and
mix.

3.2.3 Once both the solutio te@\1 & @are prepared mix them
together in a clean photo tr

3.2.4 Saturate piecd eI papef’or desensitized photo paper in this
solution.

3.2.5 Once thegerSitized Dfanks are dry, store in an airtight plastic
contain

3. UN&S roportions, mix the quantity desired

3.3 Acggtic Ac ol n:

.1 Mix a 15% Glacial Acetic Acid solution.

4 ite West Strips:
4.1 Dissolve 0.6 grams of Sodium Nitrite in 100 milliliters of distilled
water.

3.4.2 Saturate pieces of filter paper or cotton swabs in this mixture.

3.4.3 Store in an airtight plastic container.
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3.5 NOTE: LABEL ALL CONTAINERS WITH:
3.5.1 Name of solution
3.5.2 Date of preparation
3.5.3 Initials of Preparer
3.5.4 Expiration date, if applicable
4.0 INSTRUMENTATION

4.1 Scale/Balance

e Wodified Griess-DAT
rite Test Strip, on one of
ge color should appear on
that the sensitized blank is

procedure consists of placing a test ma
the sensitized blanks being used. [
the sensitized blank. This color sh
sensitive to the presences ofditrites.

6.0 PROCEDURE or ANALY

6.1 Place the sensiti
filter paper) over

k(p paper - emulsion side down or sensitized
t sted.

6.2 Soak a pi itrit@&fFee cheesecloth or filter paper with the acetic acid
solutio 0 tig over the reverse side of the evidence.
6.3 ApRly heat pressure with an iron until the acetic acid solution treated

RETATION OF RESULTS:

4.1 Any orange, orange-red indications on the paper are the results of
the chemically specific test for the presence of nitrite residues

7.0 APPROPRIATE APPENDICES

7.1.1 Appendix 2 - Critical Reagents
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7.1.2 Appendix 3 - Calibration Standards and Instrumentation Maintenance
7.1.3 Appendix 4 - Worksheets

8.0 APPROVED SUPPLIERS
8.1 VWRSP.com

9.0 REFERENCES

9.1 Dillon, John, "The Modified Griess Test: A Chemic D Ch@mophoric
Test for Nitrate Compounds in Gunshot Residues” oNg ol. 22, No. 3,
p.248.

9.2 Anonymous, (1970). "Gunshot Residues Shot Rattei Test", F.B.I. Law
Enforcement Bulletin, Vol. 39, No. 9, p,7.

9.3 Fiegel, F. and Anger, V., (1972). Spof{Testsiin ganic Analysis, 6th Ed.,
Elsevier Publishing Co., New Yor K.

S
&
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RD-11-2

MODIFIED GRIESS - REVERSE APPLICATION TECHNIQUE (RAT)

p determ iofs. The
0 ) digtihguish
esNa prfoduct of the

1.0 INTRODUCTION

independently and/or in conjunction with other tests in ran
Modified Griess-RAT test utilizes a color chemistry reagii
obscure or faint gunpowder patterns. This test det
incomplete burning of gunpowder, by reacting wjth a
acid. This acid combines with alpha-naphthol @nhd pro
reaction.

ammations are going to be

Dithiooxamide
2.0 SA ONSIDERATIONS

2.1 This procedure involves hazardous materials. This procedure does not
purport to address all of the safety problems associated with its use. It is the
responsibility of the user of this procedure to establish appropriate safety and
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health practices and determine the applicability of regulatory limitations prior to
use.

2.2 Proper caution must be exercised and the use of personal protective
equipment must be considered to avoid exposure to dangerous chemicals.
Consult the appropriate Material Safety Data Sheet (MSDS) for ea emical
prior to use.

2.3 NFPA Listings \&

2.3 NFPA Listings

HEALTH | FLAMMABILITY | REACTIVITY | CONTACT
HAZARD HAZARD HAZARD HAZARD
Sulfanic Acid 3 3 1 CORROSIVE
Alpha Napthol 3 1 1
Dihydrochloride 2 1 1 OXY
Methanol 1 3 0
Sodium Nitrate 1 0 0
Glacial Acetic Acid 1 3 1

2.4 Chemical Warni V

241W Su Acid is toxic and can pose a SEVERE
HEAL

. ] Sulfanilic Acid is flammable and can pose a SEVERE
LAMMABILI®Y HAZARD.

. RNING! Sulfanilic Acid is a strong corrosive and can pose a
ERE CONTACT HAZARD.

4.4 WARNING! Alpha Naphthol is toxic and can pose a SEVERE
HEALTH HAZARD.

2.4.5 WARNING! Dihydrochloride is a strong oxidizer and can pose a
SEVERE CONTACT HAZARD.
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2.4.6 WARNING! Methanol is flammable and can pose a SEVERE
FLAMMABILITY HAZARD.

2.4.7 WARNING! Glacial Acetic Acid is flammable and can pose a
SEVERE FLAMMABILITY HAZARD

2.5 The examiner must use eye protection, and work within a fume*hoo® or utilize
a spot vent. The examiner may wish to consider wearing a res% glaves.

3.0 PREPARATION
3.1 NOTE: ALWAYS ADD ACID TO WATER. NE AD TO ACID.
3.2 Sensitized Blank:
3.2.1 Add 0.75 grams of Sulfanilic 0950 MillMiters of distilled water
and mix.
3.2.2 Add 0.42 grams of Al pRghol 50 milliliters of methanol and
mix.
iS in S

3.2.3 Once both the€g ¢ 1 & 2 are prepared mix them

together in a cl phBig
3.2.4 Saturate Qie of fjlté
solution:

. no

ensitized blanks are dry, store in an airtight plastic

paper or desensitized photo paper in this

g these proportions, mix the quantity desired

cld Solution:

8.1 Mix a 15% Glacial Acetic Acid solution.

3. B Nitrite Test Strips:

3.4.1 Dissolve 0.6 grams of Sodium Nitrite in 100 milliliters of distilled
water.

3.4.2 Saturate pieces of filter paper or cotton swabs in this mixture.
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3.4.3 Store in an airtight plastic container.
3.5 NOTE: LABEL ALL CONTAINERS WITH:

3.5.1 Name of solution

3.5.2 Date of preparation

3.5.3 Initials of Preparer

3.5.4 Expiration date, if applicable

4.0 INSTRUMENTATION
4.1 Scale/Balance
5.0 MINIMUM ANALYTICAL STANDARDS oL

a Nitrite Test Strip, on one of
the sensitized blanks being used. A e orange color should appear on

sensitive to the presen ONg
6.0 PROCEDURE or ANAL
6.1 Wipe the sitg 0 ns#zed blank that will be in contact with the
th

etic acid solution.

guestioned a
6.2 PI h nsiiged blank (photo paper - emulsion side down or filter paper)
over the area tONge tested.

e

e of filter paper or nitrite free cheese cloth over the either the
ank or evidence depending on what is being used for a blank.

Apply heat and pressure with an iron until the acetic acid solution treated
paper is dry.

6.5 INTERPRETATION OF RESULTS:

6.5.1 Any orange, orange-red indications on the paper are the results of
the chemically specific test for the presence of nitrite residues
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7.0 APPROPRIATE APPENDICES
7.1.1 Appendix 2 - Critical Reagents
7.1.2 Appendix 3 - Calibration Standards and Instrumentation Maintenance
7.1.3 Appendix 4 - Worksheets

8.0 APPROVED SUPPLIERS
8.1 VWRSP.com %
9.0 REFERENCES
9.1 Dillon, John, "The Modified Griess Test: emically SRECific Chromophoric
Test for Nitrate Compounds in Gunshot Rgsidu TR Journal, Vol. 22, No. 3,
p.248.
: an

9.2 Anonymous, (1970). "Gunsho ot Pattern Test", F.B.l. Law
Enforcement Bulletin, Vol. 39, No.

9.3 Fiegel, F. and Anger, %2). SootdlestS in Inorganic Analysis, 6th Ed.,
Elsevier Publishing Co, e ew York.
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RD-11-3
SODIUM RHODIZONATE - BASHINSKI TRANSFER TECHNIQUE (BTT)
1.0 INTRODUCTION

1.1 The Sodium Rhodizonate-Bashinski Transfer Technique (B S us
independently and/or in conjunction with other tests in ran rmmatiofis. The

Sodium Rhodizonate- (BTT) utilizes a color chemistry is épecific for
lead and can effectively be used in determining th eristics of
bullet holes including the determination of entragce . Fired bullets

passing through clothing and/or other objects s of lead around
the bullet hole. This lead transfer comes f
and/or the primer residue. This lead tra
particles, a fine coating of powder particl8 or affing,cloud of vaporized lead. At
times this lead transfer is an obvi wip&around the hole but is more
often invisible.

1.2 It should be noted that
performed on an item @#ey mg
MieRGr

chew¥ical examinations are going to be
W a specific order:

iegs or Simplified Griess

m Rhodizonate

TED PROCEDURES

dified Griess - Direct Application Technigue

.2 Modified Griess - Reverse Application Technigue

1.3.3 Sodium Rhodizonate Procedure- Direct Application Technique
1.3.4 Dithiooxamide

2.0 SAFETY CONSIDERATIONS
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2.1 This procedure involves hazardous materials. This procedure does not
purport to address all of the safety problems associated with its use. It is the
responsibility of the user of this procedure to establish appropriate safety and
health practices and determine the applicability of regulatory limitations prior to

use.

2.2 Proper caution must be exercised and the use of personal
equipment must be considered to avoid exposure to dangerQusic ica
Consult the appropriate Material Safety Data Sheet (MSD

prior to use.

2.3 NFPA Listings

2.3 NFPA Listings

A\

tectiv

ac ical

sy | o | e | e
Sodium Rhodizonate 2 0 0
Hydrochloric Acid 3 0 0
Sodium Bitartrate 1 0 0
Tartaric Acid 0 1 0
Glacial Acetic Acid 2 2 3

v
2.4 Chemical i V

G!

drochloric Acid is toxic and can pose a SEVERE

respirator and gloves.

3.0 PREPARATION

ING! Glacial Acetic Acid is capable of detonation and can
VERE REACTIVITY HAZARD

e examiner must use eye protection, and work within a fume hood
utilize a spot vent. The examiner may wish to consider wearing a

3.1 NOTE: ALWAYS ADD ACID TO WATER. NEVER ADD WATER TO ACID.
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3.2 Sodium Rhodizonate Solution:

3.2.1 Prepare a saturated Sodium Rhodizonate solution.
3.3 Hydrochloric Acid Solution:

3.3.1 Prepare a 5% Hydrochloric Acid solution.

3.4 Buffer Solution:

3.4.1 Dissolve 1.9 grams of Sodium Bitartrate a
Acid in 100 milliliters of distilled water.

s o@artaric

3.4.2 This usually requires both heat andgagitaipn to
reasonable amount of time.

3.5 Acetic Acid Solution

3.5.1 Prepare a 15% Aceti id solutio
3.6 NOTE: LABEL ALL CONTAI@T N
3.6.1 Name of solut
3.6.2 Date of io
3.6.3 Ini '%%a
. N , if applicable

3.644 EXp d
4.0 INSTRUMENTARON

alapice
50 M LYTICAL STANDARDS and CONTROLS

Standards & Controls for the Sodium Rhodizonate test consists of first
anglyzing a control cloth swatch containing known gun smoke (soot) and partially
burned gunpowder on one of the sensitized blanks being used. By performing the
Sodium Rhodizonate procedure on this control sample the examiner can
determine if in fact the Sodium Rhodizonate solution is reacting.
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5.2 An alternative set of Standards & Controls for the Sodium Rhodizonate test
consists of utilizing cotton swabs dampened with a 5% Hydrochloric acid
solution. One of the treated swabs is rubbed against a piece of known lead. This
swab is then processed with the Sodium Rhodizonate test to insure that the test
is reacting properly. Another treated swab is rubbed on the item to
This must be well away from any holes examined. This swab is th essed
with the Sodium Rhodizonate test to insure that the item being
produce a false positive.

6.0 PROCEDURE or ANALYSIS

6.1 Uniformly dampen a piece of filter paper with theNdceticfAcid Solution.
6.2 Place the treated filter paper over the holefare tested.

6.3 Place an additional paper over the figst andyapply
a hot iron for approximately 5 seconds.

d@rate pressure or apply

6.4 Remove these pieces of papersg prayythe Sodium Rhodizonate Solution

on to the tested area of the filie

paper with the Buffer Solution (this step is

6.5 Spray the tested arg oT4§ <
optional).
6.6 Spray the t argéa o ilter paper with the Hydrochloric Acid Solution.

6.7 Repeat thi ss O®all holes/areas to be tested. Both sides of a hole
should IS a question of entrance vs. exit.

iolet or purple colored ring, corresponding to the margin of the
or a violet or purple colored stain, corresponding to the area tested
nstitutes a positive reaction for lead.

7.0 APPROPRIATE APPENDICES
7.1.1 Appendix 2 - Critical Reagents

7.1.2 Appendix 3 - Calibration Standards and Instrumentation
Maintenance
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7.1.3 Appendix 4 - Worksheets
8.0 APPROVED SUPPLIERS:
8.1 VWRSP.com

9.0 REFERENCES

9.1 Dillon, John, "The Modified Griess Test: A Chemically Specifi&Chro oric
Test for Nitrate Compounds in Gunshot Residues”, AFTE l, y NO. 3,
p.248.

9.2 Anonymous, (1970). "Gunshot Residues and Shg{ Patt&@rn ', F.B.l. Law

Enforcement Bulletin, Vol. 39, No. 9, p.7.

9.3 Fiegel, F. and Anger, V., (1 972). Spo tsW In ic Analysis, 6th Ed.,
Elsevier Publishing Co., New York, NevgYork.

S
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RD-II-4
SODIUM RHODIZONATE - DIRECT APPLICATION TECHNIQUE (DAT)

1.0 INTRODUCTION

1.1 The Sodium Rhodizonate- Direct Application Technique (D S US

independently and/or in conjunction with other tests in ran rm S. The

Sodium Rhodizonate- (DAT) utilizes a color chemistry, isépecific for
lead and can effectively be used in determining th eristics of
bullet holes including the determination of entragce . Fired bullets

passing through clothing and/or other objects s of lead around
the bullet hole. This lead transfer comes f
and/or the primer residue. This lead tra
particles, a fine coating of powder particl8s or affing,cloud of vaporized lead. At
times this lead transfer is an obvi wip&#around the hole but is more
often invisible.

1.2 It should be noted that
performed on an item @#ey mg
MieRGr

chew¥ical examinations are going to be
W a specific order.

iegs or Simplified Griess

m Rhodizonate

TED PROCEDURES

dified Griess - Direct Application Technigue
.2 Modified Griess - Reverse Application Technigue

1.3.3 Sodium Rhodizonate Procedure- Bashinski Transfer Technique
(BTT)

1.3.4 Dithiooxamide

2.0 SAFETY CONSIDERATIONS
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2.1 This procedure involves hazardous materials. This procedure does not
purport to address all of the safety problems associated with its use. It is the
responsibility of the user of this procedure to establish appropriate safety and
health practices and determine the applicability of regulatory limitations prior to
use.

2.2 Proper caution must be exercised and the use of personal ggotectiv
equipment must be considered to avoid exposure to dangerQusic ica
Consult the appropriate Material Safety Data Sheet (MSD ac ical
prior to use.

2.3 NFPA Listings \
o

2.3 NFPA Listings

s | "™ | e | S
Sodium Rhodizonate 2 0 0
Hydrochloric Acid 3 0 0
Sodium Bitartrate 1 0 0
Tartaric Acid 0 1 0
Glacial Acetic Acid 2 2 3

A 4
2.4 Chemical iRgs V

G! RYdrochloric Acid is toxic and can pose a SEVERE

ING! Glacial Acetic Acid is capable of detonation and can
VERE REACTIVITY HAZARD

e examiner must use eye protection, and work within a fume hood
I utilize a spot vent. The examiner may wish to consider wearing a
respirator and gloves.

3.0 PREPARATION

3.1 NOTE: ALWAYS ADD ACID TO WATER. NEVER ADD WATER TO ACID.
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3.2 Sodium Rhodizonate Solution:

3.2.1 Prepare a saturated Sodium Rhodizonate solution.
3.3 Hydrochloric Acid Solution:
3.3.1 Prepare a 5% Hydrochloric Acid solution.

3.4 Buffer Solution:

3.4.1 Dissolve 1.9 grams of Sodium Bitartrate a
Acid in 100 milliliters of distilled water.

s o@artaric

3.4.2 This usually requires both heat andgagitaipn to plete in a
reasonable amount of time.

3.5 Acetic Acid Solution:

3.5.1 Prepare a 15% Aceti id sojutio
3.6 NOTE: LABEL ALL CONTAIN TR
3.6.1 Name of solut

3.6.2 Date of io
3.6.3 Ini '%%a
3.6,4 EXpira date, if applicable
4.0 INSTRUNMIENTAWON
5.0 Ml LYW ICAL STANDARDS and CONTROLS

1 dards & Controls for the Sodium Rhodizonate test consists of first

iMy a control cloth swatch containing known gun smoke (soot) and partially
rned gunpowder on one of the sensitized blanks being used. By performing the
So#lium Rhodizonate procedure on this test mark the examiner can determine if
in fact the Sodium Rhodizonate solution is reacting properly.

5.2 An alternative set of Standards & Controls for the Sodium Rhodizonate test
consists of utilizing cotton swabs dampened with a 5% Hydrochloric acid
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solution. One of the treated swabs is rubbed against a piece of known lead. This
swab is then processed with the Sodium Rhodizonate test to insure that the test
is reacting properly. Another treated swab is rubbed on the item to be tested.
This must be well away from any holes examined. This swab is then processed
with the Sodium Rhodizonate test to insure that the item being test ill not
produce a false positive.

6.0 PROCEDURE or ANALYSIS

6.1 Spray the Sodium Rhodizonate Solution on to the

6.2 Spray the tested area with the Buffer Solution.

7.1.1 iX ritical Reagents

- Calibration Standards and Instrumentation

endix 4 - Worksheets
8.0 UPPLIERS:
VWRSP.com

9.0 REFERENCES
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9.1 Dillon, John, "The Modified Griess Test: A Chemically Specific Chromophoric
Test for Nitrate Compounds in Gunshot Residues”, AFTE Journal, Vol. 22, No. 3,
p.248.

9.2 Anon., (1970). "Gunshot Residues and Shot Pattern Test", F.B.l. Law
Enforcement Bulletin, Vol. 39, No. 9, p.7.

9.3 Fiegel, F. and Anger, V., (1972). Spot Tests in Inorganic A is, 6t
Elsevier Publishing Co., New York, New York.

S
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RD-II-5

DITHIOOXAMIDE (DTO)

1.0 INTRODUCTION

1.1 The Dithiooxamide (DTO) test is used independently and/oRi
with other tests in range determination. The DTO test utili
reaction to indicate the presence of copper. The DT
produce a dark greenish-gray to nearly black color
that the DTO test will also react with cobalt, leaying

co@per containing bullet and/or the
e in the form of minute particles, a

fine coating of powder partig [ ud'ef vaporized copper. At times this
copper transfer is an oby wipe around the hole but is more often
invisible.

1.2 It should be mgted Wyat iple chemical examinations are going to be
performed o ite must follow a specific order:

Fir, ified Griess or Simplified Griess

R RELATED PROCEDURES
1.3.1 Modified Griess - Direct Application Technique
1.3.2 Modified Griess - Reverse Application Technique

1.3.3 Sodium Rhodizonate Procedure- Bashinski Transfer Technique
(BTT)
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1.3.4 Sodium Rhodizonate Procedure- Direct Application Technique (DAT)
2.0 SAFETY CONSIDERATIONS

2.1 This procedure involves hazardous materials. This procedure does not
purport to address all of the safety problems associated with its us is the
responsibility of the user of this procedure to establish appropriate Safet§ and
health practices and determine the applicability of regulatory li i [

use.
2.2 Proper caution must be exercised and the use gf ~

equipment must be considered to avoid exposure togdangegou
Consult the appropriate Material Safety Data Sheet (MSDS
prior to use.

2.3 NFPA Listings \‘ \

2.3 NFPA Listings

NFPA LISTING
CHEMICAL 0 - o8 e
Dithiooxamide 2 1 1 oxy
Ammonia 3 1 0
Ethanol 0 3 0

ER! Dithiooxamide is a strong oxidizing agent and can pose
ME CONTACT HAZARD.

4.2 WARNING! Ammonia is toxic and can pose a SEVERE HEALTH
ZARD.

2.4.3 WARNING! Ethanol is flammable and can pose a SEVERE
FLAMMABILITY HAZARD.
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2.5 The examiner must use eye protection, and work within a fume hood
or utilize a spot vent. The examiner may wish to consider wearing a
respirator and gloves.

3.0 PREPARATION
3.1 NOTE: ALWAYS ADD ACID TO WATER. NEVER ADD WATER T CID.
3.2 Dithiooxamide Solution: \
3.2.1 Prepare a 0.2% Dithiooxamide solution i a
3.3 Ammonia Solution: w
3.3.1 Prepare a 2:5 ammonia solution istilled\wat
3.4 NOTE: LABEL ALL CONTAINER THS
3.4.1 Name of solution
3.4.2 Date of preparation %

3.4.3 Initials of Prgp

3.4.4 Expirati tapif ble

4.0 INSTRUMENTAT
4.1 Scale/Balange
5.0 MINIMUNFANAIXTICAL STANDARDS and CONTROLS

ndaids & Controls for the DTO test consists of testing a piece of
kn . A piece of filter paper dampened with an agueous solution of
mogiunT Hydroxide (25%) is applied to a known source of copper. By
Ing the DTO procedure on this control sample the examiner can
ermine if in fact the DTO test is reacting.

5.2 An alternative set of Standards & Controls for the DTO test consists of
utilizing cotton swabs dampened with the ammonia solution. One of the treated
swabs is rubbed against a piece of known copper. This swab is then processed
with the DTO test to insure that the test is reacting properly.
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6.0 PROCEDURE or ANALYSIS
6.1 Place several drops of the ammonia solution on a piece of filter paper.
6.2 Place the ammonia treated filter paper over the hole to be tested.

6.3 Place a second piece of filter paper over the first and apply mo@er
pressure for approximately 5 seconds.

6.4 Remove both pieces of filter paper and place several ¢
Dithiooxamide Solution to the tested area of the filter

6.5 Repeat this process on all holes to be tested. B
tested if there is a question of entrance vs. exj

6.6 INTERPRETATION OF RESULTS;

6.6.1 A dark greenish-gray color r
tested, constitutes a positiv, ti
corresponding to the area t

ctiorfj cqrresponding to the area
for per, and a blue color reaction,
itutes a positive reaction for nickel.

7.0 APPROPRIATE APPENDICES
7.1.1 Appendi hgents

7.1.2 Ap ix 3y- Cajlgtion Standards and Instrumentation
Maintenanc
. \ - Worksheets
8.0 APPRO\@‘ IERS
8.
9.0 ES

9N Lekstrom, J.A. and Koons, R.D., "Copper and Nickel Detection on Gunshot
Targets by Dithiooxamide Test", Journal of Forensic Sciences, Vol. 31, No.4, p.
1283.

9.2 Steinberg, M., Leist, Y., and Tassa, M., "A New Field Kit for Bullet Hole
Identification”, Journal of Forensic Sciences, Vol. 29, No. 1, p. 169.
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9.3 Fiegel, F. and Anger, V., (1972). Spot Tests in Inorganic Analysis, 6th Ed.,
Elsevier Publishing Co., New York, New York.

S
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RD-11-6
SIMPLIFIED GRIESS AND SODIUM RHODIZONATE

1.0 INTRODUCTION

reacting with acetic acid to form nitrous acid.
Reagent and produces a brownish-red co
Rhodizonate portion of the test detects
reagent to produce a magenta color react

1.2 It should be noted that if multi

examinations are going to be
performed on an item they g i

follow a specHic order.

Simplified Griess

onate

ium Rhodizonate Procedure- Bashinski Transfer Technique

3.3 Sodium Rhodizonate Procedure- Direct Application Technique
1.3.4 Dithiooxamide

2.0 SAFETY CONSIDERATIONS

2.1 This procedure involves hazardous materials. This procedure does not
purport to address all of the safety problems associated with its use. It is the
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responsibility of the user of this procedure to establish appropriate safety and
health practices and determine the applicability of regulatory limitations prior to
use.

2.2 Proper caution must be exercised and the use of personal protective
equipment must be considered to avoid exposure to dangerous ch Is.
Consult the appropriate Material Safety Data Sheet (MSDS) fogeach ch@mical
prior to use.

2.3 NFPA Listings “
N N

2.3 NFPA Listings

HEALTH | FLAMMABILITY | REACTIVITY | CONTACT

HAZARD HAZARD HAZARD HAZARD
Sulfanic Acid 3 3 1 CORROSIVE
Marshall's Reagent 3 1 1
Hydrochloric Acid 3 0 1 OXY
Methanol 1 3 0
Sodium Nitrate 1 0 0
Glacial Acetic Acid 1 3 1

. 4

2.4 Chemical Warnin

2.4.1 WARNIN anilic’Acid is toxic and can pose a SEVERE

Ifanilic Acid is flammable and can pose a SEVERE

2.42 W !
HAZARD.
3W ING! Sulfanilic Acid is a strong corrosive and can pose a
CONTACT HAZARD.

4.4 WARNING! Marshall’'s Reagent is toxic and can pose a SEVERE
EALTH HAZARD.
2

4.5 WARNING! Hydrochloric acid is a strong oxidizer and can pose a
SEVERE CONTACT HAZARD.

2.4.6 WARNING! Methanol is flammable and can pose a SEVERE
FLAMMABILITY HAZARD.

Page 133 of 241

Technical Leader: Robert J. Shem, Forensic Scientist Il| ALL PRINTED COPIES ARE UNCONTROLLED
Approved by: Firearm & Toolmark Supervisor



Alaska Scientific Crime Detection Laboratory

Firearm and Toolmark Procedure Manual
Issued: 7/5/2012 Version: FTM2012 R1
Effective: 7/7/2012 Status: Archived

2.4.7 WARNING! Glacial Acetic Acid is flammable and can pose a
SEVERE FLAMMABILITY HAZARD

2.5 The examiner must use eye protection, and work within a fume hood or utilize
a spot vent. The examiner may wish to consider wearing a respirator and gloves.

3.0 PREPARATION

3.1 NOTE: ALWAYS ADD ACID TO WATER. NEVER AD TO .
3.2 Sensitized Blank:
3.2.1 Add 5.0 grams of Sulfanilic Acid to one Rter of @istillédwater and

mix.
3.2.2 Add 5.0 grams of Marshall's envto ome \iter of methanol and
mix.

3.2.3 Once both the solutio te@\l &@are prepared mix them
together in a clean photo tr |2gial Acetic Acid in a ratio of 7:7:1

(Sulfanilic/Marshall’

3.2.4 Saturate
solution in a

3.25T

3.3 Nitg

ire a firearm into typical fabric material at a close range where
npowder and sooty lead residues are noted.

3.2 Cut small swatches of this fabric. Typically four small one inch by
ne inch swatches can be obtained by cutting the close range pattern into
guadrants.

3.3.3 Store in a bulk container.

3.4 Sodium Rhodizonate test solutions:
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3.4.1 Prepare a fresh stock of solution by dissolving a small amount of
Sodium Rhodizonate in approximately 50 milliliters of water. Add the
Sodium Rhodizonate in tiny increments until the solution is saturated and
will dissolve no more of the solid.

3.4.2 Allow the solution to sit several minutes and decant th tea-
colored liquid into a clean container.
3.4.3 The Sodium Rhodizonate solution must not b N as it

loses efficacy.

3.4.4 Prepare a 5 percent Hydrochloric Acid Sglutiorigby Ing 50
milliliters of concentrated HCI into one lifgr of dwgtille r.

3.5 NOTE: LABEL ALL CONTAINERS :

3.5.1 Name of solution
3.5.2 Date of preparation
3.5.3 Initials of Prepagé

3.5.4 Expiratio te,

able (No date indicates indefinite expiration.)
4.0 INSTRUMENTATION

4.1 Scale/Balgn

5.0 MINIMUM TANDARDS and CONTROLS

the Griess portion of the exam. This color shift indicates that the

d blank is sensitive to the presence of nitrites. A follow up spraying of
th§ sensitized blank with the Sodium Rhodizonate solution and 5 percent
Hydrochloric Acid solution should reveal a magenta color. This color shift
indicates that the sensitized blank is sensitive to the presence of lead.

6.0 PROCEDURE or ANALYSIS
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6.1 Place the sensitized blank (photo paper - emulsion side down or filter paper)
over the area to be tested.

6.2 Place the test area with the sensitized blank in a “sandwich” of clean,
standard (NOT acid- free) parcel wrapping paper. Two layers or more on top and

below the test materials is sufficient.
6.3 Apply heat and pressure with an iron or photo mounting he ess ufitilghe
acetic acid solution treated paper is dry. Optimum results e hegt préss can

be obtained by 225 degree heat and pressure for 30 s

6.4 It is recommended that photographs be taken off¢he coRtro idence test
sheets, and known test sheets immediately aftgpremaying from the heat
press.

6.5 If no reaction is noted on the test s s allew thegl to
reexamine. A second set of photos is re meRded.
t
arjev

it overnight and

6.6 Follow up by spraying the she h§ Sodium Rhodizonate solution.

Spray until the papers are comgred w yellow color.

6.7 It is recommended t w phs be taken of the sheets at this time.
6.8 Next spray the s th th8#8 percent HCI solution. Spray until the yellow
ea

background co i

6.9 It is recomMentdgd tifaPphotographs be taken of the sheets at this time.
ON OF RESULTS:

rownish-red indications on the paper are the results of the
ly specific test for the presence of nitrite residues

0.2 Any magenta indications on the paper are the results of the
hemically specific test for the presence of lead residues.

7.0 APPROPRIATE APPENDICES

7.1.1 Appendix 2 — Critical Reagents
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7.1.2 Appendix 3 - Calibration Standards and Instrumentation
Maintenance

7.1.3 Appendix 4 - Worksheets
8.0 APPROVED SUPPLIERS:
8.1 VWRSP.com

9.0 REFERENCES

9.1 Dillon, John, "The Modified Griess Test: A Ch
Test for Nitrate Compounds in Gunshot Residues”,
p.248.

hromophoric
ol. 22, No. 3,

9.2 Shem, Robert J. “A Simplified Griegs
Journal, Winter 2001, Vol. 33, No. 1, p

9.3 Anonymous, (1970). "Gunsho
Enforcement Bulletin, Vol. 39, No.

9.4 Fiegel, F. and Anger,

Elsevier Publishing C%

ests in Inorganic Analysis, 6th Ed.,
ew York.
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RD-II-1
NON-SHOT PELLET TEST PATTERN PRODUCTION

1.0 INTRODUCTION

examination, it is usually necessary to attempt to reproducg
patterns present on the suspect item. This reproductiQigm
shooting tests at varying distances until the gunsh
the suspect item is reproduced. It is an essentigl pre

firearm and ammunition consistent with the su@pect a

1.2 OTHER RELATED PROCEDURE
1.2.1 Shotgun Test Pattern duction P ure
1.2.2 Safe Firearm Handlin

2.0 SAFETY CONSIDERATIONS

nokpuMgordto address all of the safety problems

the (eSponsibility of the user of this procedure to
health practices and determine the applicability

r to use.

2.1 This procedure
associated with its us

jate hearing and eye protection must be worn when applicable.

30P ION
3.1"Test Target Media
3.1.1 Attach appropriate size pieces of cotton twill material, material
similar to the evidence material, or a piece of the evidence material to a
nitrite free cardboard backing board.
Page 138 of 241
Technical Leader: Robert J. Shem, Forensic Scientist Il| ALL PRINTED COPIES ARE UNCONTROLLED

Approved by: Firearm & Toolmark Supervisor



Alaska Scientific Crime Detection Laboratory

Firearm and Toolmark Procedure Manual
Issued: 7/5/2012 Version: FTM2012 R1
Effective: 7/7/2012 Status: Archived

4.0 INSTRUMENTATION
4.1 NONE

5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
5.1 NONE

6.0 PROCEDURE or ANALYSIS

6.2 Tests should be shot in increasing or decreasin
distance is established, both shorter and longe
gunshot residue patterns on the suspect items
firearm and appropriate ammunition be u

d appropriate ammunition it is
possible to obtain a regroducti® 2 glnshot residue pattern present on
gscertain the approximate bracketed

distance that p ula 's muzzle was from the suspect item when it

was shot
7.0 APPROPRIATE %
7.1 Appengdix sheets
8.0 REFERENCES
%19 ). "Gunshot Residues and Shot Pattern Test", F.B.l. Law
En nt Bulletin, Vol. 39, No. 9, p.7.

, John, H., "A Protocol for Gunshot Residue Examinations in Muzzle-
-Target Distance Determinations”, AFTE Journal, Vol1.22, No.3, p.257.
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RD-I11-2
SHOT PELLET TEST PATTERN PRODUCTION

1.0 INTRODUCTION

by shooting tests at varying distances until the sho
suspect item is reproduced. It is an essential prereq
and ammunition consistent with the suspect uniti

1.2 OTHER RELATED PROCEDURE
1.2.1 Non Shot Pellet Test PatternWrodugtign Procedure
1.2.2 Safe Firearm Handlin

2.0 SAFETY CONSIDERATIONS

NOL PN 0 address all of the safety problems

the reSponsibility of the user of this procedure to
health practices and determine the applicability

r to use.

2.1 This procedure
associated with its us

jate hearing and eye protection must be worn when applicable.

30P ION
3.1"Test Target Media
3.1.1 The test media for shot pellet test patterns is an appropriate sized
piece of poster board, heavy paper, etc.
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4.0 INSTRUMENTATION
4.1 NONE

5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
5.1 NONE

6.0 PROCEDURE or ANALYSIS

6.2 Tests should be shot in increasing or decreasin
distance is established, both shorter and longegghan,
patterns on the suspect item. It is essential thathe sus
appropriate ammunition be used for thes

d appropriate ammunition it is
possible to obtain a regroducti® 8 gUnshot residue pattern present on
gscertain the approximate bracketed

distance that p ula 's muzzle was from the suspect item when it

was shot
7.0 APPROPRIATE b%
7.1 Appengdix sheets
8.0 REFERENCES
%19 ). "Gunshot Residues and Shot Pattern Test", F.B.l. Law
En nt Bulletin, Vol. 39, No. 9, p.7.

, John, H., "A Protocol for Gunshot Residue Examinations in Muzzle-

-Target Distance Determinations”, AFTE Journal, Vol1.22, No.3, p.257.

8.3 Dillon, John, H. "A Protocol for Shot Pattern Examinations in Muzzle-to-
Target Distance Determinations”, AFTE Journal, Vol. 23, No. 1, p.49.
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T™M-I-1

EXAMINATION AND PHYSICAL CLASSIFICATION - TOOL

1.0 INTRODUCTION

1.1 The initial examination of a tool will include the completion
worksheet. This worksheet will include the physical descrif

also serve as a source to document the condition of t Ie =

and any tests or comparisons performed with the togl.

1.2 OTHER RELATED PROCEDURES ’%
1.2.1 Trace Material Examinatiq %

1.2.2 Test Standards w

2.0 SAFETY CONSIDERATIONS

This procedure does not p
with its use. It is the resgpnSig
appropriate safety a
regulatory limitations
Universal Prec
and the use ergon tective equipment must be considered to avoid
exposure fg.an t

addreg8 all'of the safety problems associated
Oh the user of this procedure to establish
es and determine the applicability of

3.0 PREPARRTION
' N
4.0 | UMENTATION
Stereomicroscope
5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS

5.1 NONE

6.0 PROCEDURE or ANALYSIS
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6.1 A laboratory worksheet utilized for a tool examination should be filed out. This
may include noting the following.

6.1.1 If any trace material is present.
6.1.2 The class characteristics of the tool
6.1.3 The type of tool

6.1.4 The brand name of tool

6.1.5 The size of the tool %
6.1.6 The condition of the tool
6.1.7 Type of tests conducted (if a %
6.1.8 The medium used for testin N
7.0 APPROPRIATE APPENDICES
7.1 Appendix 4 - Workshee

8.0 REFERENCES

8.1 DeForest, GaensSlenNgnd Le® Forensic Science: An Introduction to

Criminalistics, Q ill York, 1983
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TM-I-2
TRACE MATERIAL EXAMINATION - TOOL

1.0 INTRODUCTION

1.1 Tools recovered during an investigation may contain trace
transferred from the crime scene. This trace material may
tissue, plaster, paint, hairs, fibers, glass, etc. The exaggi
importance of this evidence and, if further examina

necessary, remove and preserve a sample of the tra
Removal of trace material may also be necesg@ry to all@w t
examination and testing of a tool

1.2 OTHER RELATED PROCEDURES
1.2.1 Examination and Phy assification — Tool
2.0 SAFETY CONSIDERATIONS

to address all of the safety problems
gponsibility of the user of this procedure to
ealth practices and determine the applicability
use. Proper caution to include strict adherence to
he Blood Borne Pathogen Plan must be exercised
protective equipment must be considered to avoid

associated with its u
establish approps
of regulatory i

and th

CHEMICAL ety | "™ | aome | e
15% Acetic Acid 2 2 3

10% Bleach 2 0 1

Methanol 1 3 0

Acetone 1 3 0
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2.3 Chemical Warnings

2.3.1 WARNING! Acetic acid is capable of detonation and can pose a
SEVERE REACTIVITY HAZARD.

2.3.2 WARNING! Methanol is flammable and can pose a S E
FLAMMABILITY HAZARD.

2.3.3 WARNING! Acetone is flammable and can po RE
FLAMMABILITY HAZARD

2.4 The examiner must use eye protection, and wo ithif\a ood or utilize
a spot vent. The examiner may wish to consider, weajng a fespirator and gloves.

3.0 PREPARATION
3.1 NOTE: ALWAYS ADD ACID TOW R. NEV DD WATER TO ACID.
3.2 15% Acetic Acid Solution:

3.2.1 Prepare a 15% tic ACHl SQlutin utilizing Concentrated Glacial
Acetic Acid and distilled w.

3.3 10% Bleach Sol

3.3.1Pr a h Solution utilizing Bleach and distilled Water
4.0 INSTRUMENTA
5.0 MINIMU I TANDARDS and CONTROLS
6.0 OC or ANALYSIS

ine the tool visually and microscopically for any trace material and
record ilpotes.

6.2 Determine if further examination of trace material is necessary.

6.3 If further examination of trace material IS necessary;
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6.3.1 If necessary, consult the appropriate section prior to the removal of
any trace evidence.

6.3.2 Remove material being careful not to damage the tool.

6.3.3 Place the removed trace material in a suitable contain

for submission to the appropriate section for further examination.
6.4 If the trace material is not going to be retained for furth N

proceed with the following steps that are applicable.

6.4.1 For evidence containing blood, tissue herfpio s, soak the
evidence for at least one (1) minute in a 10% Bleach§oldgion.
6.4.2 Remove loose material by rins] %\methano or water.
6.4.3 Remove plaster by soakindgihe todj in Y% dcetic acid solution.
6.4.4 Remove paint by soa e ol ing@lcohol or acetone.

7.0 APPROPRIATE APPENDICE

7.1 Appendix 3 - Calibra daxds
7.2 Appendix 4 - Wo
8.0 REFERENCES &
8.1 DeFo nSslen, and Lee, Forensic Science: An Introduction to
Crimi - Hill, New York, 1983
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TM-I-3

TEST STANDARDS

1.0 INTRODUCTION
1.1 In order to compare a questioned toolmark with a suspect test
standards or marks are usually made with the suspect too%\; j&ctive in
iC

preparing test standards is to attempt to duplicate the e tool
was used to produce the evidence or questioned t ark

1.2 OTHER RELATED PROCEDURES

1.2.1 Examination and Physical Cl ' n [Yroel

1.2.3 Physical Examination

1.2.4 Trace Materi

1.2.5 Evidence &Vvalua

2.0 SAFETY CONSIDERATIQN
: [ N olve hazardous materials, operations and/or

u
C onent parts of a cylinder and/or lock are under spring
pfesent a missile hazard. This procedure does not purport to

red to avoid exposure to any potential hazards.
2.2The examiner should consider using eye protection.
3.0 PREPARATION

3.1 Test Media:
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3.1.1 The initial test media must be soft enough to prevent alterations of
the tool's working surface.

3.1.2 Lead is usually the material utilized.

3.1.3 Subsequent tests might require the use of a harder te dia to
better reproduce the toolmarks.

4.0 INSTRUMENTATION

4.1 NONE
5.0 MINIMUM ANALYTICAL STANDARDS and CONTR %

5.1 NONE
6.0 PROCEDURE or ANALYSIS

6.1 A systematic approach should \ oduction of test marks or
standards. Consideration should t
6.1.1 Areas of rece the to@l in Question.

6.1.2 Direction @’ use.

6.1.3 Indexging Of teSistamdards/marks.
6.2 INTERP N RESULTS:
% copic Comparison Procedure
TE ENDICES

- Worksheets

80R ES

8.9 DeForest, Gaensslen, and Lee, Forensic Science: An Introduction to
Criminalistics, McGraw- Hill, New York, 1983
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T™M-11-1
EXAMINATION AND PHYSICAL CLASSIFICATION — TOOLMARK

1.0 INTRODUCTION

rest of the examination should take. The basic obj
guestioned toolmark is to determine the suitabili
toolmark.

1.2 OTHER RELATED PROCEDURE
1.2.1 Examination and Physical Classific@tigh — Tool
1.2.2 Trace Material Examim

1.2.3 Test Standar

1.2.4 Trace al Ex ion-Toolmark

2.1 This proc t purport to address all of the safety problems
associ i It is the responsibility of the user of this procedure to
establ riat@®safety and health practices and determine the applicability

tions prior to use. Proper caution to include strict adherence to
utions and the Blood Borne Pathogen Plan must be exercised

3.1 NONE

4.0 INSTRUMENTATION
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4.1 Stereomicroscope
5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
5.1 NONE

6.0 PROCEDURE or ANALYSIS

6.1 A systematic approach should be used for the physical\g ati nd
classification of questioned toolmarks. Considerati >

6.1.1 The suitability of the toolmark for cgmpartson p@r
6.1.2 Class of tool that made the togiga
6.1.3 Major and minor classes o %
6.1.4 Physical characteristi olfgark
6.1.5 Direction of to :
6.2 INTERPRETATIO QS:
6.2.1 If the toolpalgs suitdle for comparison the examination may

continue.
6.%ma has the same class characteristics as the suspect tool
joMmay continue
7.0 APP % ENDICES
7.1 Appe ration Standards
7.2 A X% - Worksheets

8.0 REFBRRENCES

8.1 DeForest, Gaensslen, and Lee, Forensic Science: An Introduction to
Criminalistics, McGraw- Hill, New York, 1983
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TM-II-2
TRACE MATERIAL EXAMINATION — TOOLMARK

1.0 INTRODUCTION

1.1 Toolmarks recovered during an investigation may contain t
transferred from the crime scene. This trace material may
tissue, plaster, paint, hairs, fibers, glass, etc. The exaggmgr
importance of this evidence and, if further examinatgr? of
necessary, remove and preserve a sample of the traGg mat
Removal of trace material may also be necesg@ry to all@w t
examination and testing of a toolmark.

1.2 OTHER RELATED PROCEDURES
1.2.1 Examination and Phy assification — Toolmark
1.2.2 Microscopic C json

2.0 SAFETY CONSIDERATI@NS

ri

2.1 This procedure d purpdrt to address all of the safety problems
associated withy is esponsibility of the user of this procedure to

and health practices and determine the applicability
prior to use. Proper caution to include strict adherence to

Page 151 of 241

Technical Leader: Robert J. Shem, Forensic Scientist Il| ALL PRINTED COPIES ARE UNCONTROLLED
Approved by: Firearm & Toolmark Supervisor



Alaska Scientific Crime Detection Laboratory

Firearm and Toolmark Procedure Manual

Issued: 7/5/2012 Version: FTM2012 R1
Effective: 7/7/2012 Status: Archived
CHEMICAL s | o™ | "ene | San
15% Acetic Acid 2 2 3
10% Bleach 2 0 1
Methanol 1 3 0
Acetone 1 < 0

2.3 Chemical Warnings »
2.3.1 WARNING! Acetic acid is capable of degonatiof a n pose a
SEVERE REACTIVITY HAZARD.

2.3.2 WARNING! Methanol is flam e nQose a SEVERE

FLAMMABILITY HAZARD.
2.3.3 WARNING! Acetone i le an pose a SEVERE
FLAMMABILITY HAZARD
2.4 The examiner (IS¢ eye pr@fectidn, and work within a fume hood
t.

or utilize a spot iner may wish to consider wearing a
respirator an

3.0 PREPARATION

re a 15% Acetic Acid Solution utilizing Concentrated Glacial
id and distilled water.

leach Solution:
3.3.1 Prepare a 10% Bleach Solution utilizing Bleach and distilled Water
4.0 INSTRUMENTATION

4.1 Scale/Balance
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5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
5.1 NONE
6.0 PROCEDURE or ANALYSIS

6.1 Examine the tool visually and microscopically for any trace mat€riaNand
record in notes.

6.2 Determine if further examination of trace material is ne
6.3 If further examination of trace material IS nece

6.3.1 If necessary, consult the approprigig sectign p

any trace evidence.
6.3.2 Remove material being ca geshe tool.

6.3.3 Place the removed trg itable container/packaging
for submission to the approf jon for further examination.

6.4 If the trace material is

proceed with the followjg® s are applicable.
6.4.1 For evid&@gcC ntai blood, tissue or other biohazards, soak the
evidenc t [@ast ) minute in a 10% bleach solution.
6.4.2 lo material by rinsing the tool with methanol or water.

aster by soaking the tool in a 15% acetic acid solution.

ve paint by soaking the tool in alcohol or acetone.
7.0 R APPENDICES
ndix 3 - Calibration Standards
7.2Appendix 4 - Worksheets

8.0 REFERENCES
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8.1 DeForest, Gaensslen, and Lee, Forensic Science: An Introduction to
Criminalistics, McGraw- Hill, New York, 1983

S
&
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TM-II-3
MICROSCOPIC COMPARISON

1.0 INTRODUCTION

it, a microscopic comparison utilizing a comparison micros
performed. The comparison microscope allows the e '
evidence on one side of the microscope and the k

side. This procedure may also be used to compare t

together to determine if they were made by a éihgle to

1.2 OTHER RELATED PROCEDURE %
1.2.1 Examination and Physical Classific@ti
1.2.2 Trace Material Exami %

1.2.3 Test Standar

2.0 SAFETY CONSIDERAZI

2.1 This proce anin azardous materials, operations and/or
equipment. 0 ent parts of a cylinder and/or lock are under spring
tension a ent @missile hazard. This procedure does not purport to
addre fey problems associated with its use. It is the responsibility
procedure to establish appropriate safety and health practices
applicability of regulatory limitations prior to use. Proper
exercised and the use of personal protective equipment must be
red®o avoid exposure to any potential hazards.

Th€ examiner should consider using eye protection.
3.0 PREPARATION
3.1 NONE

4.0 INSTRUMENTATION
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4.1 Comparison Microscope
4.2 Stereomicroscope

5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
5.1 NONE

6.0 PROCEDURE or ANALYSIS

6.1 The procedure steps below do not have to be perfq ord@¥ listed;

however, all steps should be considered and/or ad

6.1.1 Select the correct objective (magnifi
the objectives are locked in place. Sel
(eyepieces).

6.1.2 The illumination (lights) usedymust®e properly adjusted. Oblique

lighting is usually preferred

6.1.3 Compare the unknown maxk @ either another unknown toolmark
or a known standar@y plaging t nknown toolmark on the left hand
stage and the oi#€r u oolmark or known standard on the right

hand stage.

must be considered.

%®.1 Angle of lights

.1.5.2 Type of lights

6.1.5.3 The need for additional known standards
6.1.5.4 The position of the evidence, the tests or both.
6.1.5.5 The possibility of using magnesium smoke.

6.1.5.6 The possibility of cleaning the tool.
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6.1.5.7 The possibility that the tool itself has changed
6.2 INTERPRETATION OF RESULTS:

6.2.1 A sufficient correspondence of individual characteristics will lead the
examiner to the conclusion that both items (evidence and te, originated
from the same source.

6.2.1.1 This is defined as an Identification bysthe’A Glgssary.

6.2.2 An insufficient correspondence of individ st uta
correspondence of class characteristics will fgatl théje r to the
conclusion that no identification or elimination Yyas m@adeawith respect to
the items examined.

6.2.2.1 This is defined a the AFTE Glossary.

agreement or disagreement of individual
to an absence, insufficiency, or lack of

conclusive C: Agreement of all discernable class
ristics and disagreement of individual characteristics, but
icient for an elimination.

: disagreement of class characteristics will lead the examiner to the
nclusion that both items (evidence and tests) did not originate from the
ame source.

6.2.3.1 This is defined as an Elimination by the AFTE Glossary.

6.2.4 A lack of suitable microscopic characteristics will lead the examiner
to the conclusion that the items are not suitable for comparison.
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6.2.5 All identifications must be documented by either:
6.2.5.1 Verification by a second examiner.
6.2.5.2 Photomicrograph

6.2.5.3 The identification indexed and sufficient notes{ref@encing
these indexing marks are taken.

7.0 APPROPRIATE APPENDICES

7.1 Appendix 1 - Range of Conclusions
7.2 Appendix 3 - Calibration Standards
7.3 Appendix 4 - Worksheets %
7.4 Appendix 7 - Verifications %
8.0 REFERENCES
8.1 DeForest, Gaensslen, 3 ce, Forengic Sgience: An Introduction to
Criminalistics, McGraw- ork, 3
ection 1- Firearms ldentification

8.2 AFTE GLOSSA

N
&
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TM-III-1
MAGNESIUM SMOKING
1.0 INTRODUCTION

1.1 Magnesium smoking is a technique of reducing the glare o iny ofjgft by
lightly coating the surface with fine magnesium smoke. x

1.2 This smoking is traditionally done manually, hogeWer adiag
system used for coating Scanning Electron Microsc (sBM) s
also be used.

2.0 SAFETY CONSIDERATIONS

2.1 This procedure involves hazardous
This procedure does not purport t
with its use. It is the responsibility
appropriate safety and hea
regulatory limitations prigy 18 oper-Caution must be exercised and the use
of personal protective
hazardous conditions{C

pecimens might

terialg, rations and equipment.
e safety problems associated
f this procedure to establish

It th8#&ppropriate MSDS for each product prior to

use.

2.2 NFPA\\
CHEMICAL | "™ | s | Samh
Magnesium Ribbon 1 4 3

4
%R! Magnesium Ribbon is highly flammable and can pose an
E FLAMMABILITY HAZARD.
2.MWARNING! Magnesium Ribbon is capable of detonation and can pose a
SEVERE REACTIVITY HAZARD.
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2.5 The examiner must consider the use eye protection, and work within a fume
hood or utilize a spot vent. The examiner may wish to consider wearing a
respirator, gloves, and an apron

3.0 PREPARATION
3.1 Cut short strips of magnesium ribbon off the roll.

3.2 Both the roll and the strips should be stored properly b nefe N
code

4.0 INSTRUMENTATION
4.1 Diode Sputtering System (if used)
5.0 MINIMUM ANALYTICAL STANDARDS W%
5.1 NONE
6.0 PROCEDURE or ANALYSIS

6.1 MANUAL SMOKING:
w nesium ribbon are lit.

ked is passed over the smoke generated by the

ating should be light enough to see the color of the item
hrough the coating of smoke.

MATED SMOKING:

6.2.1 The appropriate instructions for the particular instrument should be
followed.

6.2.2 These techniques simply reduce the glare of an object under
examination and are non-destructive, non-invasive techniques.
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7.0 APPROPRIATE APPENDICES
7.1 Appendix 4 - Worksheets
8.0 REFERENCES

8.1 Janelli, R., and Geyer, G., "Smoking a Bullet", AFTE Journal, Viol. . No. 2, p.
128

S
&
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TM-III-2
CASTING
1.0 INTRODUCTION

1.1 If an item received for a toolmark examination is too large t conv@niéntly
placed on the microscope's stages a silicon rubber cast ca

DA f
toolmarks in question. There are also occasions whe %- ark might
be received as evidence. In either case, any test s madle Will also have

rocedurally are
tructions are followed.

types of silicon rubber casting material (whic

equivalent) may be used as long as the a
1.2 OTHER RELATED PROCEDURES:
1.2.1 Test Standards

1.2.2 Microscopic C json

2.0 SAFETY CONSIDERATI@NS

2.1 This procedure invgl hazartdous materials, operations and equipment.
This procedur u to address all of the safety problems associated
with its use. I§ re sibility of the user of this procedure to establish

health practices and determine the applicability of
rior to use. Proper caution must be exercised and the use

appropriafgsaf

axaminer must consider the use eye protection, and work within a fume
hQod or utilize a spot vent. The examiner may wish to consider wearing a
respirator, gloves, and an apron

3.0 PREPARATION

3.1 NONE
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4.0 INSTRUMENTATION
4.1 NONE
5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
5.1 NONE

6.0 PROCEDURE or ANALYSIS

6.1 Prepare the casting material as per manufacturer's

t.

6.2 Cascade the casting material over the toolmark ec

6.4 Gently lift the cast off the toolmark.

6.3 Allow the cast the appropriate amount of tifffe to c
f

6.5 Consideration must be given to_placing ide

orientation marks on the back of t

img marks as well as

7.0 APPROPRIATE APPENDICE

7.1 Appendix 4 - Workgifeet

&g aterial Information" AFTE Journal, V01.15, No. 2,

S
. an®yCassidy, F.H., "A New Dimension with 'Mikrosil' Casting
urnal, Vol. 19, No. 3, p.328

8.0 REFERENCES

8.1 ANON., "
p. 80.
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TM-IV-1
MISCELLANEOUS CYLINDER EXAMINATION

1.0 INTRODUCTION

of physical security devices (locks) may lead the inve
investigation in their case.

1.2 OTHER RELATED PROCEDURES:
1.2.1 Lock Set Examination Proce
1.2.2 Key Examination Procedu\

2.0 SAFETY CONSIDERATIONS

2.1 This procedure may in zardougymaterials, operations and/or
equipment. Some com SYof a cylinder and/or lock are under spring
tension and may pr isSile Wazard. This procedure does not purport to
address all of the saf
of the user of thy

ility of regulatory limitations prior to use. Proper
ised and the use of personal protective equipment must be

4.0 INSTRUMENTATION
4.1 Stereomicroscope

5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
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5.1 NONE

6.0 PROCEDURE or ANALYSIS
6.1 MISCELLANEOUS CYLINDER EXTERNAL EXAMINATION:
6.1.1 Examine and note the overall condition of the cylinder!

6.1.2 Examine and note the threaded area of the cylind an der
retaining screw marks in the retaining groove.

6.1.3 Examine the cylinder face and edge.
6.1.4 Note the position of the cam.
6.1.5 Examine the plug face and th ragce.

6.1.6 If a key is submitted with th&cylindér, ckéCk and note the operating
condition of the cylinder.

6.2 MISCELLANEOUS CYLINDER EXAMINATION:
6.2.1 Disassembl
6.2.2 Microsc

6.2.3 Mi

6.3 INTERPRETATI

ESOLTS:

6.3.1 Ifappropkiate Marks on the combination pins would indicate that an
in t oth an a key had been used.

6. late marks in the plug would indicate that an instrument other than
yad Deen used.

.3 The presence of master pins in the cylinder would indicate that the cylinder
is Part of a master system.

6.3.4 The presence of pick resistant driver(s) would indicate that the cylinder
would be harder to compromise.
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6.3.5 Inappropriate marks on the combination pins would indicate that the marks
are a disguise to conceal something else.

6.3.6 Inappropriate marks in the plug would indicate that the marks are a
disguise to conceal something else.

7.0 APPROPRIATE APPENDICES
7.1 Appendix 3 - Calibration Standards

7.2 Appendix 4 - Worksheets

8.0 REFERENCES

8.1 Robinson, Robert L., "Complete ColrSe inrofessionabLocksmithing”
Chicago, lllinois: Nelson-Hall, 1983

S
&
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TM-IV-2
KEY EXAMINATION

1.0 INTRODUCTION

of physical security devices (locks) may lead the inve
investigation in their case.

1.2 OTHER RELATED PROCEDURES:

1.2.1 Lock Set Examination

1.2.2 Miscellaneous Lock CylindeRExamiina

2.0 SAFETY CONSIDERATIONS

2.1 This procedure may in
equipment. Some com
tension and may pr
address all of the saf
of the user of thy

VeWazardoyggmaterials, operations and/or
partSYof a cylinder and/or lock are under spring
iS @aizard. This procedure does not purport to

ility of regulatory limitations prior to use. Proper
ised and the use of personal protective equipment must be

4.0 INSTRUMENTATION
4.1 Stereomicroscope

5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
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5.1 NONE

6.0 PROCEDURE or ANALYSIS
6.1 KEY EXAMINATION
6.1.1 Examine and note the overall condition of the key.

6.1.2 Examine and note any signs of key fatigue.

6.1.3 Note whether the key is duplicate or original.

6.1.4 Note the information on the key bow. N
6.1.5 Examine and note number of cong®@ination\guts.
6.1.6 Examine and note what tyge chine the combination cuts.

6.2 INTERPRETATION OF RESULIS:

6.2.1 The condition of the k
been exposed to.

icate the amount of use the key has

6.2.2 The infor &0 on the bow of a duplicated key may
indicate the n

7.0 APPROP

8.9 Robinson, Robert L., "Complete Course in Professional Locksmithing"
Chicago, lllinois: Nelson-Hall, 1983
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TM-IV-3
LOCK SET EXAMINATION

1.0 INTRODUCTION

of physical security devices (locks) may lead the inve
investigation in their case.

1.2 OTHER RELATED PROCEDURES:

1.2.1 Key Examination

1.2.2 Miscellaneous Lock CylindeRExamiina

2.0 SAFETY CONSIDERATIONS

2.1 This procedure may in
equipment. Some com
tension and may pr
address all of the saf
of the user of thy

VeWazardoyggmaterials, operations and/or
partSYof a cylinder and/or lock are under spring
iSSile @azard. This procedure does not purport to

ility of regulatory limitations prior to use. Proper
ised and the use of personal protective equipment must be

4.0 INSTRUMENTATION
4.1 Stereomicroscope

5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS
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5.1 NONE

6.0 PROCEDURE or ANALYSIS
6.1 LOCKSET EXTERNAL EXAMINATION:
6.1.1 Examine and note the overall condition of the lockset.

6.1.2 Examine and note all the functions of the lockset.

6.1.3 Examine and note the wear on the bolt, spii ti-s device

or anti-friction device.
6.2 LOCKSET INTERNAL EXAMINATION:
6.2.1 Examine and note the overall i the Interior of the lockset.

6.2.2 Examine and note worn, alt&ed, da@ma or missing parts.

6.2.3 Examine and note the Swation of lockset to see if it functions

as designed

7.0 APPROPRIATE APPENDI

8.1R L., "Complete Course in Professional Locksmithing"
Chi Illinoi elson-Hall, 1983
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TM-IV-4

SAFE TYPE EXAMINATION

1.0 INTRODUCTION

1.1 The forensic examination of a safe can play an important partNg a crithig@l

investigation. This type of examination may have to be do e ause
of the size and weight of a safe.

1.2 There are numerous factors to be considered wihgn pefflormifig a safe
examination.

1.2.1 Many safes are repaired
be done prior to any safe repair.

te rgiary e examination must

1.2.2 What appears to be fe R@fglary may prove to be staged.

1.3 Results of a safe examination m i
pattern.

et@ctives in establishing a crime

1.4 OTHER RELAT S:
141S ation
1.4.2 xamination
2.0 SAFETY RAJLIONS
oce may involve hazardous materials, operations and/or

e component parts of a cylinder and/or lock are under spring
may present a missile hazard. This procedure does not purport to
Il of the safety problems associated with its use. It is the responsibility
he user of this procedure to establish appropriate safety and health practices
and determine the applicability of regulatory limitations prior to use. Proper
caution must be exercised and the use of personal protective equipment must be
considered to avoid exposure to any potential hazards.

2.2 A burglarized safe may have some jagged pieces of metal.
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2.3 The examiner should consider using eye protection.
3.0 PREPARATION
3.1 NONE
4.0 INSTRUMENTATION
4.1 Stereomicroscope
5.0 MINIMUM ANALYTICAL STANDARDS and CONTROL
5.1 NONE
6.0 PROCEDURE or ANALYSIS

6.1 In order to determine the type of safe @eifg exami he examiner must
look for or consider the following:

6.1.1 Manufacturer's ldenti
6.1.2 Underwriters L
6.1.3 Safe Manufectu jonal Association, Inc. Classification label.

his aSSociation is no longer in existence.

and features of the safe.

.1.1 The unit is a burglary resistant money safe.
6.2.1.2 The unit is a fire resistant safe.

6.2.1.3 The unit is a composite safe, which has both fire and
burglary resistant qualities.

6.2.1.4 The unit is an encased/cladded money safe (money safe
encased in concrete and steel outer lining).
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6.2.1.5 The unit is a combination safe, such as a fire resistant safe
with money safe inside.

6.2.1.6 The unit is a floor safe.
7.0 APPROPRIATE APPENDICES

7.1 Appendix 3 - Calibration Standards

7.2 Appendix 4 - Worksheets
8.0 REFERENCES

8.1 Robinson, Robert L., "Complete Course in BsofesSional smithing"
Chicago, lllinois: Nelson-Hall, 1983

8.2 Paholke, Arthur R., SAFE RECOG (@] ssocigtiomof Firearm and Tool

Mark Examiners 1970 Conference.

8.3 Paholke, Arthur R., PHYSICA RNY DEVICES Part IV and Part V,
Ietin

Chicago Police Department Lraining lume XVI, Number 1 (1975)

X
&
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TM-IV-5

EXTERNAL SAFE EXAMINATION

1.0 INTRODUCTION

1.1 The forensic examination of a safe can play an important partg a crifnugal

investigation. This type of examination may have to be do e ause
of the size and weight of a safe.

1.2 There are numerous factors to be considered wihgn pefformifig a safe
examination.

1.2.1 Many safes are repaired
be done prior to any safe repair.

te rgiary e examination must

1.2.2 What appears to be fe R@fglary may prove to be staged.

1.3 Results of a safe examination m i
pattern.

et@ctives in establishing a crime

1.4 OTHER RELAT S:
141S ion
1.4.2 xamination
2.0 SAFETY RAJLIONS
oce may involve hazardous materials, operations and/or

e component parts of a cylinder and/or lock are under spring
may present a missile hazard. This procedure does not purport to
Il of the safety problems associated with its use. It is the responsibility
he user of this procedure to establish appropriate safety and health practices
and determine the applicability of regulatory limitations prior to use. Proper
caution must be exercised and the use of personal protective equipment must be
considered to avoid exposure to any potential hazards.

2.2 A burglarized safe may have some jagged pieces of metal.
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2.3 The examiner should consider using eye protection.
3.0 PREPARATION

3.1 NONE
4.0 INSTRUMENTATION

4.1 Stereomicroscope

5.0 MINIMUM ANALYTICAL STANDARDS and CONTROL %
5.1 NONE

6.0 PROCEDURE or ANALYSIS

6.1 The steps below do not have to be

In tN@ ofger listed; however, all
steps should be considered and/or addr .Wot

egPhotograph and/or sketch
and/or door. Measure the

ir location on the sketch of the safe.
ark(s) that could have been

made during the compromige € lote, photograph and/or sketch any
toolmarks on the exterj@f surfe qi the safe.

inal determination should be made until both an internal
amifation has been completed, the following information
ined from these types of examinations.

%.1 The damage to the exterior surfaces of the safe was
icient to allow unauthorized entry.

6.2.1.2 The damage to the exterior surfaces of the safe was
insufficient to allow unauthorized entry.

6.2.1.3 The lack of damage to the safe would indicate that the safe
was entered by normal means.

7.0 APPROPRIATE APPENDICES
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7.1 Appendix 3 - Calibration Standards
7.2 Appendix 4 - Worksheets
8.0 REFERENCES

8.1 Robinson, Robert L., "Complete Course in Professional LocksmithiRg"

Chicago, lllinois: Nelson-Hall, 1983
a

8.3 Paholke, Arthur R., PHYSICAL SECURITY DEVIEES Rart IV¥and Part V,
Chicago Police Department Training Bulletin me AV/I, er 1(1975)

Q

8.2 Paholke, Arthur R., SAFE RECOGNITION, Associatio
Mark Examiners 1970 Conference.

ool

S
&
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TM-IV-6

INTERNAL SAFE EXAMINATION

1.0 INTRODUCTION

1.1 The forensic examination of a safe can play an important partNg a crifng@l

investigation. This type of examination may have to be do e ause
of the size and weight of a safe.

1.2 There are numerous factors to be considered wihgn pefformifig a safe
examination.

1.2.1 Many safes are repaired
be done prior to any safe repair.

te rg¥ary e examination must

1.2.2 What appears to be fe R@fglary may prove to be staged.

1.3 Results of a safe examination m i
pattern.

et@ctives in establishing a crime

1.4 OTHER RELAT S:
141S ion
1.4.2 xamination
2.0 SAFETY RAJLIONS
oce may involve hazardous materials, operations and/or

e component parts of a cylinder and/or lock are under spring
may present a missile hazard. This procedure does not purport to
Il of the safety problems associated with its use. It is the responsibility
he user of this procedure to establish appropriate safety and health practices
and determine the applicability of regulatory limitations prior to use. Proper
caution must be exercised and the use of personal protective equipment must be
considered to avoid exposure to any potential hazards.

2.2 A burglarized safe may have some jagged pieces of metal.
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2.3 The examiner should consider using eye protection.
3.0 PREPARATION

3.1 NONE
4.0 INSTRUMENTATION

4.1 Stereomicroscope

5.0 MINIMUM ANALYTICAL STANDARDS and CONTROL %
5.1 NONE

6.0 PROCEDURE or ANALYSIS

6.1 The steps below do not have to be 0 in tN@ ongder listed; however, all
steps should be considered and/or addr&ssed.
6.1.1 Note, photograph an tcRany¥lamage to the inside surfaces
of the safe body and/or door:
6.1.2 Note, photogrof Oor skétCh the position of the lock box, bolt
works, cam andffelockeyg

6.1.3 Notg, photgg
surface

h agd/or sketch any toolmarks on the interior

6.2 INTERRRE BAT OF RESULTS:

2.1 Allgouglt no final determination should be made until both an internal
| examination has been completed, the following information
n etermined from these types of examinations.

6.2.1.1 The damage to the interior surfaces of the safe was
sufficient to allow unauthorized entry.

6.2.1.2 The damage to the interior surfaces of the safe was
insufficient to allow unauthorized entry.

6.2.1.3 The lack of damage to the safe would indicate that the safe
was entered by normal means.
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7.0 APPROPRIATE APPENDICES
7.1 Appendix 3 - Calibration Standards
7.2 Appendix 4 - Worksheets
8.0 REFERENCES
8.1 Robinson, Robert L., "Complete Course in Professional Lo ithin
Chicago, lllinois: Nelson-Hall, 1983
8.2 Paholke, Arthur R., SAFE RECOGNITION, As ti m and Tool

Mark Examiners 1970 Conference.

IV and Part V,

8.3 Paholke, Arthur R., PHYSICAL SECURITHRDEVICES P
Chicago Police Department Training B II%&) \IW\Number 1 (1975)

S
&
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TM-V-1
POLISHING

1.0 INTRODUCTION

identification. These numbers are usually die stamped. Th{§
compression of the metal or plastic in the area immedj
short distance below the penetration of the die. Serfgl
and/or obliterated in a variety of ways. The serigl nu )y e restored if the
removal/obliteration is not taken past the prew iongd compression

zone.

es ces a
digg and a

1.2 It is desirable to remove (polish) the §inding andeling scratches introduced
during obliteration. The Polishing preeg ca effective independently but is
more often used in conjunction wit emical or heat restoration
procedures

1.3 OTHER RELATED S:

2.0 SA RATIONS

T rocedure involves hazardous operations and equipment. This
re does not purport to address all of the safety problems associated with
itSuse. It is the responsibility of the user of this procedure to establish
appropriate safety and health practices and determine the applicability of
regulatory limitations prior to use. Proper caution must be exercised and the use
of personal protective equipment must be considered to avoid exposure to
hazardous conditions.
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2.2 The examiner should consider the use of eye protection, and work within a
fume hood or utilize a spot vent. The examiner may wish to consider wearing a
respirator and gloves.

3.0 PREPARATION
3.1 NONE
4.0 INSTRUMENTATION

4.1 NONE
5.0 MINIMUM ANALYTICAL STANDARDS and CONTR %
5.1 NONE
6.0 PROCEDURE or ANALYSIS
6.1 Note and record any visible c terS\prior olishing.
6.2 Polish the area of the oblitera;%e era:
6.2.1 Dremel type,to san g/polishing disc.
pe

e obliteration, continue polishing until the
r ing all scratches. If the obliteration is severe it may
jrable to remove all the scratches.

6.2.2 Fine gri

6.3 Depending
surface is mi
not be possi

6.4 INRERPR N OF RESULTS:
y characters become visible note these characters.

If characters do not become visible, proceed to the appropriate
emical or heat restoration procedure.

7.0 APPROPRIATE APPENDICES
7.1 Appendix 4 - Worksheets

7.2 Appendix 5 - Serial Number Restoration
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8.0 REFERENCES

8.1 Treptow, Richard, S., Handbook of Methods for the Restoration of Obliterated
Serial Numbers, NASA, 1978.

8.2 Polk, Donald, E. and Giessen, Bill, C. "Metallurgical Aspects of jal
Number Recovery", AFTE Journal Vol. 21, No. 2, p.174.

8.3 Bureau of Alcohol, Tobacco and Firearms Laboratory, ja be
Restoration Handbook, 1999.
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TM-V-2

CHEMICAL RESTORATION

NOTE: See Appendix 6 for serial number restoration on firearms

1.0 INTRODUCTION

1.1 Many valuable items manufactured today have r
identification. These numbers are usually die s ess produces a
compression of the metal or plastic in the are i rrounding and a
short distance below the penetration of th i ers are removed

and/or obliterated in a variety of ways. ay be restored if the
removal/obliteration is not taken p i entioned compression
zone.

1.2 The chemical restoratioappng

utilization of ch
number fast

surroundi re, in conjunction with the polishing procedure, is an
effecti ré®an obliterated serial number in metal.
TRER R TED PROCEDURES:

olishing
*3.2 Electro-Chemical
1.3.3 Magnetic
1.3.4 Heat

2.0 SAFETY CONSIDERATIONS
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2.1 This procedure involves hazardous materials, operations and equipment.
This procedure does not purport to address all of the safety problems associated
with its use. It is the responsibility of the user of this procedure to establish
appropriate safety and health practices and determine the applicability of
regulatory limitations prior to use. Proper caution must be exercise d the use
of personal protective equipment must be considered to avoid expdsur&to

hazardous conditions. Consult the appropriate MSDS for each mical @ri
use
2.2 NFPA Codes m

\

HEALTH | FLAMMABILITY | REACTIVITY | CONTACT
HAZARD HAZARD HAZARD HAZARD
Cupric Chloride 3 0 0
Hydrochloric Acid 3 0 0
Ethyl Alcohol 0 3 0
Nitric Acid 3 0 0 OXY
Ferric Chloride 2 0 0
Sodium Hydroxide 3 0 1
2.3 Chemical Warnings
2.3.1 WARNI ri xic and can pose a SEVERE HEALTH
HAZARD.
2.3.2 \ drochloric Acid is toxic and can pose a SEVERE
H AZQRD.

. NING! Nitric Acid is toxic and can pose a SEVERE HEALTH
ZARR.

WARNING! Nitric Acid is a strong solvent possessing oxidizing
operties that can pose a SEVERE HEALTH HAZARD.

2.3.5 WARNING! Sodium Hydroxide is toxic and can pose a SEVERE
HEALTH HAZARD

2.3.6 WARNING! Ethyl Alcohol is highly flammable and can pose a
SEVERE SAFETY HAZARD
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2.4 The examiner should consider the use of eye protection, and work within a
fume hood or utilize a spot vent. The examiner may wish to consider wearing a
respirator and gloves.

3.0 PREPARATION

3.1 NOTE: ALWAYS ADD ACID TO WATER. NEVER ADD WATER TGACID.
3.2 Fry's Reagent

3.2.1 90 grams Cupric Chloride (CuCly) %

3.2.2 120 mL Hydrochloric Acid (HCI) %
3.2.3 100 mL distilled water (H20)

3.3 Turner's Reagent

3.3.1 2.5 grams Cupric Chlggiee ( 12)

3.3.2 40 mL Hydrochloric A%

3.3.3 25 mL Ethyl %

3.3.430 mL 0)
3.4 Davis Rea
34,15 Cu Chloride (CuCly)

mL ®ydrochloric Acid (HCI)

distilled water (H»0)

.5.1 25 mL Nitric Acid (HNO3)
3.5.2 75 mL distilled water (H20)
3.6 Acidic Ferric Chloride

3.6.1 25 grams Ferric Chloride (FeCls)
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3.6.2 25 mL Hydrochloric Acid (HCI)
3.6.3 100 mL distilled water (H20)

3.7 Ferric Chloride
3.7.1 25 grams Ferric Chloride (FeCls)
3.7.2 100 mL distilled water (H20)

3.8 10% Sodium Hydroxide

3.8.1 10 grams Sodium Hydroxide (NaOH) %
3.8.2 100 mL distilled water (H20)
4.0 INSTRUMENTATION
5.0 MINIMUM ANALYTICAL STANDARDS an %LS
5.1 NONE %

6.0 PROCEDURE or ANALYSI

6.1 Initial inspection r ber area for coatings, trace material or any
character remnants a§welfas poSsibly determining the method of obliteration

Magnetic Media
6.4.1.1 Fry's Reagent
6.4.1.2 Turner's Reagent
6.4.1.3 Davis Reagent

6.4.1.4 25% Nitric Acid
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6.4.2 Non-Magnetic Media

6.4.2.1 Ferric Chloride

6.4.2.2 Acidic Ferric Chloride

6.4.2.3 25% Nitric Acid

6.4.2.4 10% Sodium Hydroxide

6.4.2.5 Diluted Fry's Reagent
6.5 Apply the chemical solution to the area of oblite % tton tip
applicators or swabs that have been moistenedgyith chdimigal solution.
6.6 INTERPRETATION OF RESULTS:

6.6.1 If any characters become vi§jble n@te t characters

7.0 APPROPRIATE APPENDICES
7.1 Appendix 4 - Worksheeis
7.2 Appendix 5 - Seria moration

8.1 Treptow, andbook of Methods for the Restoration of Obliterated
Serial Nuigber 8.

8.0 REFERENCES

8.2 Pdk, Do %and Giessen, Bill, C. "Metallurgical Aspects of Serial
', AFTE Journal Vol. 21, No. 2, p.174.

Icohol, Tobacco and Firearms Laboratory, Serial Number
tiorm Handbook, 1999.
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TM-V-3
HEAT
1.0 INTRODUCTION

1.1 Many valuable items manufactured today have serial numbers $or
identification. These numbers are usually die stamped. This prdgess pro@luces a
compression of the metal or plastic in the area immediatel i
short distance below the penetration of the die. Serial nu
and/or obliterated in a variety of ways. The serial pstOred if the
removal/obliteration is not taken past the previouslySenti pression

The die stamping or embossing proce
effect of cold working is the decrease of
Therefore the utilization of this pra L I the compressed area of the

obliterated number faster and to a ‘ ree than the non cold-worked area

1.3.1 Pok
1. EI(\
3.3 ne
¢ Claemical
2.0 TYRCONSIDERATIONS

ThIS procedure involves hazardous materials, operations and equipment.
Thes procedure does not purport to address all of the safety problems associated
with its use. It is the responsibility of the user of this procedure to establish
appropriate safety and health practices and determine the applicability of
regulatory limitations prior to use. Proper caution must be exercised and the use
of personal protective equipment must be considered to avoid exposure to
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hazardous conditions. Consult the appropriate MSDS for each chemical prior to
use

2.2 The examiner should consider the use of eye protection, and work within a
fume hood or utilize a spot vent. The examiner may wish to consider wearing a
respirator and gloves.

3.0 PREPARATION

3.1 NONE

4.0 INSTRUMENTATION
4.1 NONE

5.0 MINIMUM ANALYTICAL STANDARDS W%
5.1 NONE

6.0 PROCEDURE or ANALYSIS

6.1 Apply heat to the area gFOtWggration udlizirg a high intensity lamp.

6.2 Continue the appli ion ntil the plastic in the obliterated area starts

to liquefy.

6.3 INTERPR F
If cRaracters become visible note these characters.

6.
7.0 APPROPRIATE PENDICES
e el Worksheets

Appendix 6 - Serial Number Restoration

8.0 RERERENCES

8.1 Treptow, Richard, S., Handbook of Methods for the Restoration of Obliterated
Serial Numbers, NASA, 1978.
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8.2 Polk, Donald, E. and Giessen, Bill, C. "Metallurgical Aspects of Serial
Number Recovery", AFTE Journal Vol. 21, No. 2, p.174.

8.3 Bureau of Alcohol, Tobacco and Firearms Laboratory, Serial Number
Restoration Handbook, 1999.

8.4 Roberts, Van, "Restoration of Serial Numbers in Plastic”, AETE*Joufgal ,Vol.
13, No. 4, p. 40.

S
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TM-V-4
MAGNETIC
1.0 INTRODUCTION

1.1 Many valuable items manufactured today have serial numbers $or
identification. These numbers are usually die stamped. This prdgess pro@luces a
compression of the metal or plastic in the area immediatel i
short distance below the penetration of the die. Serial nu
and/or obliterated in a variety of ways. The serial
removal/obliteration is not taken past the previousl

zone.
1.2 The Magnaflux® technique is used b t detect surface or
subsurface flaws in iron or steel. Magn&i es, lied to a magnetized
specimen, outline the obliterated charact&s in & sugcessful restoration. A side
effect of cold working is the increa ' magnetism. Therefore, the
utilization of this method will affect OlpRessed area of the obliterated
number rather than the no rrounding it. This procedure, in
conjunction with the polj ) dure, Is an effective way to restore an
obliterated serial nu [ ghetic metal. The Magnaflux® technique is
nondestructive, and ie@without hindering other restoration methods.
1.3 OTHER

3.4 Chemical

2.0 SAFETY CONSIDERATIONS

2.1 This procedure involves hazardous materials, operations and equipment.
This procedure does not purport to address all of the safety problems associated
with its use. It is the responsibility of the user of this procedure to establish
appropriate safety and health practices and determine the applicability of
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regulatory limitations prior to use. Proper caution must be exercised and the use
of personal protective equipment must be considered to avoid exposure to
hazardous conditions. Consult the appropriate MSDS for each chemical prior to
use.

2.2 NFPA Codes q
a

HEALTH | FLAMMABILITY | REACTIVITY | CONTACT V

HAZARD HAZARD HAZARD HAZARD
9CM Prepared Bath 1 4 0
7HF Prepared Bath 1 4 0
14AM Prepared Bath 1 4 0
SKC-S 1 3 0 OXY

Cleaner/Remover

2.3 Chemical Warnings >\
2.3.1 WARNING! 9Cm Pre d Bath is Righy flammable and can pose a

SEVERE SAFETY HAZAR

2.3.2 WARNING! 7 }
SEVERE SAFET,

gpared Bath ihighly flammable and can pose a
[

2.3.3 WARNI

f odg or ulilize a spot vent. The examiner may wish to consider wearing a
re gloves.

UV light source is being used, the examiner must protect against
osure to the eyes and minimize exposure to the skin.

3.0 PREPARATION
3.1 NONE

4.0 INSTRUMENTATION
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4.1 UV light source (if 14AM Prepared Bath is being used).
4.2 Yoke magnets
4.3 Y-7 AC/DC Yoke electromagnet

5.0 MINIMUM ANALYTICAL STANDARDS and CONTROLS

5.1 NONE
6.0 PROCEDURE or ANALYSIS
ith

aflux® by

6.1 Ascertain whether the specimen is suitable for t&sting

placing a magnet on the area of obliteration. Thg spe@men itable if it can be
magnetized.

6.2 Clean the area of obliteration with K Cleafler/Remover by spraying

this onto the surface and wiping. Allow tfig to diy bgiOre proceeding.

6.3 Apply Prepared Bath to the ar
Fih&area of gblitefation, with the poles on either side
% adjusted to reveal more or different areas of

6.5 If 14AM (FI ce ed Bath is being used, observe the characters
under a blaclgli

blit&ration with a disposable pipet.

6.4 Place the magnet behig
of the area. This placergent
the obliteration.

OF RESULTS:

If any characters do not become visible, proceed to the appropriate
clemical restoration procedure

7.0 APPROPRIATE APPENDICES
7.1 Appendix 4 - Worksheets

7.2 Appendix 6 - Serial Number Restoration
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8.0 REFERENCES

8.1 Treptow, Richard, S., Handbook of Methods for the Restoration of Obliterated
Serial Numbers, NASA, 1978.

8.2 Polk, Donald, E. and Giessen, Bill, C. "Metallurgical Aspects of jal
Number Recovery", AFTE Journal Vol. 21, No. 2, p. 1 74.

8.3 Bureau of Alcohol, Tobacco and Firearms Laboratory, ja be
Restoration Handbook, 1999.

8.4 O'Reilly, W.E. Magnetic Restoration of Serial rnal 7: 26-

27.

8.5 Schaefer, Jeffrey. Serial Number Rest tions. AFTE Journal
19(3): 276-278.

8.6 Turley, Dennis M. Restoration
Etching and Magnetic Technique

S
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TM-V-5
ELECTROCHEMICAL

1.0 INTRODUCTION

short distance below the penetration of the die. Se
and/or obliterated in a variety of ways. The seri
removal/obliteration is not taken past the prew
zone.

1.2 The electrochemical technique usin
enhanced form of chemical restorafiag

application of a voltage
potential assists the oxidation of t Q

. The die stamping process is a
|d working is the decrease of that

item's ability to resist che efore, the utilization of this method will
affect the compresse literated number faster and to a greater
degree than the non 2a surrounding it. This procedure, in

conjunction with i cedure, is an effective way to restore an
obliterated seyi in magnetic metal.

1.30TH PROCEDURES:

.3.1 Pdfighing
netic
3.3 Heat
1.3.4 Chemical
2.0 SAFETY CONSIDERATIONS

2.1 This procedure involves hazardous materials, operations and equipment.
This procedure does not purport to address all of the safety problems associated
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with its use. It is the responsibility of the user of this procedure to establish
appropriate safety and health practices and determine the applicability of
regulatory limitations prior to use. Proper caution must be exercised and the use
of personal protective equipment must be considered to avoid exposure to

hazardous conditions. Consult the appropriate MSDS for each chergigal prior to
use.
2.2 The examiner should consider the use of eye protection, a rk wighif’a
fume hood or utilize a spot vent. The examiner may wish t ide ng a
respirator and gloves.
3.0 PREPARATION
3.1 NONE
4.0 INSTRUMENTATION
4.1 Power source
5.0 MINIMUM ANALYTICAL STANDARD TROLS
5.1 NONE
6.0 PROCEDURE or ANA
6.1 Attach the ento t ositive terminal of the power supply via an
alligator clip.

6.2 Th oak tie cotton tip of an applicator with the appropriate chemical
enchalit and aftach this to the negative terminal of the power supply via an
ip, b@ing certain to do so on a moistened area at the base of the cotton

n the power supply and adjust the voltage to 6V.

6% Wipe the area of obliteration, being careful to not touch the surface of the
specimen with the alligator clip.

6.5 INTERPRETATION OF RESULTS:
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6.5.1 Note any characters that become visible prior to proceeding with
each step, as well as during the wiping process

7.0 APPROPRIATE APPENDICES
7.1 Appendix 4 - Worksheets
7.2 Appendix 6 - Serial Number Restoration

8.0 REFERENCES

8.1 Treptow, Richard, S., Handbook of Methods fo
Serial Numbers, NASA, 1978.

8.2 Polk, Donald, E. and Giessen, Bill, C. "M
Number Recovery", AFTE Journal Vol. .2

8.3 Bureau of Alcohol, Tobacco and Firegarms Lgbaggdatory, Serial Number
Restoration Handbook, 1999.

8.4 Turley, Dennis M. Restotation o rks on Steel Components by
Etching and Magnetic Tec JFS 32(3): 640-649.

8.5 Deats, Marcellu Restoration Information. AFTE Journal 12
(3): 82-83.

8.6 Matthewsy J§lo irearms Identification. Volume I, pp. 77-80. Charles

d, llihois. 1962.

rent Assist for Die Stamp Impression Restoration, AFTE
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APPENDIX 1

RANGE OF CONCLUSIONS

1.0 Firearms

1.1 Identification

1.1.1 The fired evidence in question was fired wj t%ct arm.
1.1.2 The fired evidence in question was fireGhfrom the firearm,

firearm not received.

1.2 Elimination
1.2.1 The fired evidence in quest %' with the suspect firearm.
1.2.2 The fired evidence in 'n as N0t fired from the same firearm,

firearm not received.

es that an elimination of a firearm by other
possible but that such elimination is an

1.2.3 The discipline

not consider the routine comparison of test shots
to normally constitute an exceptional situation.

ortilg his/her opinion and incorporate them into his/her work notes.

3 [Mgonchusive

.3.1 The fired evidence in question cannot be identified or eliminated as
having been fired with the suspect firearm.

1.3.2 The fired evidence in question cannot be identified or eliminated as
having been fired with the same firearm, firearm not submitted.

1.3.3 Inconclusive categories
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1.3.3.1 Inconclusive A: Some agreement of individual
characteristics and all discernible class characteristics, but
insufficient for an identification.

1.3.3.2 Inconclusive B: Agreement of all discernible class
characteristics without agreement or disagreement o idual
characteristics due to an absence, insufficiency, gilack of
reproducibility.

1.3.3.3 Inconclusive C: Agreement of all disce cl
characteristics and disagreement of i\ cRaradteristics, but
uitaBle

insufficient for an elimination.

1.4 Unsuitable

1.4.1 The fired evidence in que %Q

r comparison
purposes.

1.5 Unidentifiable

1.5.1 The evidence¢ ion cag#lot be identified as being fired
evidence.

2.0 Toolmarks

2.1 Identificati

.2.1 The toolmark evidence in question was not made with the suspect
tool.

2.2.2 The toolmark evidence in question was not made with the same tool,
tool received.
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2.2.3 The discipline recognizes that an elimination of a toolmark by other
than class characteristics is possible but that such an elimination is an
exceptional situation.

2.3 Inconclusive

2.3.1 The toolmark evidence in question cannot be identified’ or efiminated

as having been made with the suspect tool.
\ ied
0),° (

2.3.2 The toolmark evidence in question cannot be inated

as having been made with the same tool, togl

2.3.3 Inconclusive categories

2.3.3.1 Inconclusive A: Som
characteristics and all disgefhible class
insufficient for an identifica§on.

2.3.3.2 Inconclusive efent'of all discernible class
characteristics withou t or disagreement of individual
characteristi an alkgeénce, insufficiency, or lack of

2.3.3.3WcC [ : Agreement of all discernable class
disagreement of individual characteristics, but

2.4 UnSsghi |

4.1 Theypolmark evidence in question is not suitable for comparison

SeS.
vde ifiable

.5.1 The evidence in question cannot be identified as being a toolmark.
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APPENDIX 2

CRITICAL REAGENTS

1.0 Analytical Standards and Controls are crucial in examinations where tRe p&tential for
an erroneous result is possible due to the test procedure itself. Th
chemicals for use as critical reagents will be in accordance with
Laboratory’s Quality Assurance Manual. The following chemicg
defined as CRITICAL REAGENTS within the Firearm @n |

e GRIESS RDII-1

¢ RHODIZONATE RDII-4
e DITHIOOXAMIDE RDII-5
These reagents:
W
0

are prepared fresh when need C ofgby the examining scientist,
are tested with positive and ne Is,
the results are recorded @mihe case w@rksfyeet, and

disc

any leftover chemical,sol ed.

pwnhE

s @ithin the LIMS, a chemical logbook, as such,
data regarding chemical testing in the Firearm
th@lgh crystal reports in Justice Trax. See the section
oved suppliers of critical reagents.

Because documentation of
is not maintained. Retri
and Toolmark Section

Standards & Controls for Modified Griess procedures consists
a control cloth swatch containing known gun smoke (soot) and
ed gunpowder on one of the sensitized blanks being used.

A Brownish/red (Griess) or orange (Modified Griess) color should appear on
th@sensitized blank. This color shift indicates that the sensitized blank is
sensitive to the presences of nitrites.

3.0 Sodium Rhodizonate

3.1 Primary Analytical Standards & Controls for Sodium Rhodizonate
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3.1.1 The Analytical Standards & Controls for Sodium Rhodizonate
procedures consists of first analyzing a control cloth swatch containing
known gun smoke (soot) and partially burned gunpowder on one of the
sensitized blanks being used.

3.1.2 By performing the Sodium Rhodizonate procedure on
sample the examiner can determine if in fact the Sodiu
solution is reacting.

3.2 Alternative Analytical Standards & Controls for Sodi

3.2.1 An alternative set of Analytical Standar jor Sodium
Rhodizonate procedures consists of utiligng cogon s or a small piece
of filter paper dampened with a 5% Hyd#Qchlaricacid Solution.

3.2.2 One of the treated swabs ter Raper i
known lead.

3.2.3 This control sample is ofgssed with the Sodium Rhodizonate
test to insure that the is redcting preperly.

bBed against a piece of

3.3 Dithiooxamide

3.3.1 Analytica§S ards&’Controls for the Dithiooxamide (DTO)

e Analytical Standards & Controls for the Dithiooxamide
rocedure consists of testing a piece of known copper. A
filter paper dampened with a aqueous solution of Ammonium
droxide (25%) is applied to a known source of copper.

T

3.3.1.2 By performing the DTO procedure on this test mark the
examiner can determine if in fact the DTO test is reacting.

3.3.2 Alternative Analytical Standards & Controls for the Dithiooxamide
(DTO)
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3.3.2.1 An alternative set of Analytical Standards & Controls for the
DTO procedure consists of utilizing cotton swabs dampened with
the ammonia solution.

3.3.2.2 One of the treated swabs is rubbed against a piece of
known copper. This swab is then processed with the test to
insure that the test is reacting properly.

Note: For each of the chemical procedures listed above, a chro
producing) reaction indicates a positive reaction. On each co
tested item of evidence, the lack of a chromorphic reactiofyi
Before an analytical conclusion is finalized about the devel
reaction, it is important for the analyst to observe ar of nogolor

that no unknown property about the tested item igges a false positive
reaction.

S
&
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APPENDIX 3

CALIBRATION STANDARDS and INSTRUMENTATION MAINTENANCE

1.0COMPARISON MICROSCOPES

The State of Alaska Scientific Crime Detection Laboratory utilizg
Firearms Comparison Microscopes, installed March 1, 2010 a %

These microscopes replaced a Reichert Comparison QcqpeNseNg
Operations Manual and validation certification for the L&ds migrose
maintained on the laboratory’s computer network in la

1.1 AS NEEDED:
2.1.1 The comparison micr e Will b ned and serviced by a

factory certified technician.
1.2 USAGE:

1.2.1 The com [ 3eope will be checked prior to use to insure

1.2.2Th
stage

erformed by placing two similar items on each
d observing the agreement between these items.

.3 WIs p&formance check of the comparison microscope will be
cumemgd in the case file.

of the stage micrometer for critical measurements of evidence
preceded by verification with a NIST Micrometer Calibrator. This
rification will be documented on the firearm worksheet.

2.0 STEREOMICROSCOPE

The Firearm & Toolmark unit of the laboratory utilizes Leica™ stereomicroscopes,
models MZ6 and Wild M3Z.
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2.1 AS NEEDED:

2.1.1 The stereomicroscopes will be cleaned and serviced by a factory

certified technician if needed.
2.2 USAGE:
2.2.1 Each stereomicroscope will be checked prior to | at it

is functioning properly.

2.2.2 This check will be performed by observiRg an ifem er the

microscope and utilizing past experien det&min the instrument
appears to be giving a true and accyrat eRtation of the evidence.
3.0 BALANCE \%

4.1 ANNUALLY:

4.1.1 The balan
a reputable o
be documente
assuran

pe cleaned, serviced and certified annually by
ese preventative maintenance actions will
OCumentation kept with the laboratory’s quality

4. U e balance for critical measurements of evidence will be
c emfication with a traceable 10 gram weight. This verification
ill be umeénted on the firearm worksheet.

certified balance (Mettler XS2002S) will be removed from

ice and repaired/recalibrated if the check weight (currently a 10 gram
ss calibration mass) shows a discrepancy of more than one tenth of
ne percent (plus or minus 10 milligrams).

4.2.4 Verification of the check weight (currently a 10 gram brass
calibration mass) can be performed by weighing on a Chemistry balance
that is checked monthly with NIST weights.
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NOTE: There is one certified balance in the Firearm Section This balance (a
Mettler XS2002S) is the only balance employed for critical weight measures,
bullets, etc. Other balances, such as the gunpowder dispensing balance, will be
cross-checked against the certified balance when used in non-critical
applications, such as hand loading or research projects. No record
checking will be kept; however, if a discrepancy is found, the non-certi
balances will be recalibrated according to the manufacturer's i ction

4.0 TRIGGER PULL DEVICES (ARSENAL or POSTAL WEIGH
4.1 YEARLY:
. Il wi
a

his cross-
d

ipger (0.51b, 1 Ib,
ally thereafter.

n

he ormance checked, or
the weight will not be used. The e cks will be conducted
[ nce

utilizing an externally calibr

Documentation of performa of the trigger pull weights will be
made and the recor jntained i

Conversions:

sug® a weight within £2.0 grams of the marked weight.

¥ This inspection does not need to be documented, because weights
"hook devices” that have an error from the marked weight exceeding
+2.0 grams will not be placed into service.

4.2 USAGE:
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4.2.1 The arsenal weights and "hook device” will be inspected before each
use to insure that the weights are not damaged. This inspection does not
need to be documented unless something is noted.

5.0 MICROMETER/CALIPER

5.1 USAGE:

5.2.1 The micrometer/caliper will be checked prior tg
functioning properly using a NIST-certified gauge b
Accuracy will be maintained on the laboratogy’

Any checks will be documented on the approfriate
for the item being measured. The gaugegplock Will b
years.

6.0 RULERS
6.1 USAGE:
6.1.1 Because the overall an Ieggths of rifles or shotguns are
factors in the legal Q¥ Rip of arm, an accurate measurement of

both is necessap@pa when either measurement appears to be

aced every two

very close to mymems
6.1.2 NI le s will be utilized. The Certificates of Calibration
for th le rulers will be maintained in the LIMS and on the

puter network. The rulers will be replaced every two

erall and barrel lengths, when it is necessary to record them,
il cumented to the nearest tenth of an inch on the appropriate
FI m Worksheet.

70F D
7.1T"ANNUALLY:

7.1.1 The fume hood will be serviced and certified annually by a reputable
outside agency. These preventative maintenance actions will be
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documented and that documentation kept with the laboratory Quality
Assurance records.

8.0 INFRARED CAMERAS

The State of Alaska Scientific Crime Detection Laboratory util tShot
digital camera. This camera is utilized primarily for docu ogfaphy and
for visualizing gunshot residue. The Operations Manuajfor th 1 IS kept in the

Firearm/Toolmark laboratory and duplicate copies [ tent Print
laboratory. Information on the camera is also ke
network:

I:\Uncontrolled Documents\Section Share earfis_Sh ared Camera
A second IR camera, Canon EOS SDQ'gita , Is being validated for use

in the Firearm unit of the laboratory.

S
&
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APPENDIX 4
WORKSHEETS

1.0 PURPOSE:

1.1 documenting the work done

1.2 guiding the examination
1.3 serving as an archive for future reference
2.0 ACCREDITATION STANDARDS (ISO 17025 Seftion 4.93.2 nical Records)

mandate that:
e All original observations, data, and calibRgtionsecord® be retained,
e the name of the examiner is includ WO eet,

e the documentation is sufficient for &

was done and interpret the d
e factors affecting uncertai
e examination records i

2nt are identified,
dit and end dates of testing,

each page of ¢
e all examinati

administrati
e anyv

ExamiRer with

afg ddhe by a qualified and competency tested Firearms
is verification recorded in the LIMS.

3.0 FIR HEETS:

arm worksheet may take on many forms but should minimally contain
ofewing information:

3.1.1 Laboratory Case Number
3.1.2 Caliber/Gauge

3.1.3 Make
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3.1.4 Model

3.1.5 Serial number
3.1.6 Firing mechanics
3.1.7 Type of action
3.1.8 Safeties

3.1.9 Operating condition

3.1.10 Trigger pull %
3.1.11 Rifling characteristics
3.1.12 Barrel length %
3.1.13 Overall length %

3.1.14 Documentation of te rogluced using the firearm

3.1.15 Other inform ger might find useful

4.0 FIRED BULLET WOR

4.1 A fired bullet ake on many forms but the examiner should
minimally cogsi ingthe following information:

.4 Bullet Morphology
4.1.5 Bullet Rifling Characteristics
4.1.6 Physical Condition of the bullet

4.1.7 Other information the examiner might find useful
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5.0 DISCHARGED CARTRIDGE CASE WORKSHEET:
5.1 A discharged cartridge case worksheet may take on many forms.

5.1.1 The examiner should minimally consider containing th& foll@wing
information:

5.1.1.1 Laboratory Case Number

5.1.1.2 Cartridge Case Caliber/Desiggafion

5.1.1.3 Head Stamp Information

5.1.1.4 Morphology of the ¢ %

5.1.1.5 Type of firing pin iMpressign

5.1.1.6 Type of brea rki

5.1.1.7 Detailiggmany extrane®us§narking

pn the examiner might find useful
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APPENDIX 5
REPORTS and CASE FILES

All results should be entered into the approved laboratory computer format for report
generation. The report that is issued represents a summary of the analyti indings and
should include:

Name of submitting agency

Submitting agency case number

Date of report

Crime Laboratory case number

Name of submitting officer or contributor

Brief description of items analyzed

Results or conclusions

Name of the Forensic Scientist performing aRglysi

. Name of person performing review offi

The final report will clearly convey to the offi@er an@/og prosecutor exactly what was
analyzed.

REASONS for INCONCLUSIVE ULTS willfbeSgonveyed on the worksheet and in
the report.

TIOMMODO®m>

Reports should be thoroug he forensic scientist after they are generated

s issued by examiners at the Scientific Crime

ir and reasonable and based on sound scientific examinations and
proce : technical reviewer should agree with the conclusions as based on the
testing p&rformed, and should be comfortable testifying to the results if the analyst
happens to be unavailable for court.

The main purpose of the administrative review is to check for proper transcription of
identification numbers, adherence to laboratory policies, proper spelling and grammar,
clarity of the report, appropriateness to the agency’s request, and distribution of the
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report to the proper agency or agencies. This last responsibility may be delegated to
administrative personnel.

Note: The signature of the reviewer on the final report indicates that the reviewer has
performed both an administrative and technical review.

S
&
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APPENDIX 6
SERIAL NUMBER RESTORATION

The Bureau of Alcohol, Tobacco and Firearms have provided the followin
It details the method that they and several other laboratories are utilizi
their serial number restoration analysis.
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Section Two Serial Number Removal Definitions and Codes

Guide 4
To Illegal Firearms
Trafficking Investigations

E! Section 2 |

Serial Number Removal
Definitions and Codes

ATF National Tracing Center Guide To Ilegal Firearms Trafficking Investigations
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Serial Number Removal Definitibns and Codes

Drilled/Cutting Device - DRI

The serial number is drilled out by using various types and sizes of drill bits or milling cutters. Indivi
drill impressions may be classified (round base or lriangle base). Additionally, individual marks on
firearms or comparative test samples conducted with the suspect drill bit may be positively identified through
comparative analysis and tool mark identification (casting).

Engraved/Electric Scribe - ELS '
An electric scribe or power assisted pointed engraving tool is used to obliterate or disfigure the stamped or
engraved depression of the serial number and the surrounding by making several passes over the area or
pressing the scriber into each element of the serial number until it is unreadable.

Ground/Abrasive Grinding Device/Coarse Surface - GRC
The stamped or engraved depression of the serial number and surrounding area is ground or sanded to a
common plane and the resulting relieved surface area is characteristically coarse. This type of mark is
consistent in alterations produced with the edge of a course abrasive wheel applied in an angular or bias
position which produces an easily discemed *Cross-grain” or “Angular® grinding signature,

Ground/Abrasive Grinding Device/Smooth Surface - GRS
The stamped or engraved depression of the serial number and surrounding area is ground or sanded to a
common pllmmdmemultingrdievedtmfweuuisdumﬁmly smooth. This type of mark is
consistent in alterations produced with the edge of a fine abrasive wheel applied in the same plane of the
wheel's rotation which produces an "In-line® grinding signature,

Ground/Abrasive Grinding Device/Concave Surface - GRV ,
TheareaoonuiningthcsaiﬂnumbaisgrwndwnuveThixtypeofcbﬁmﬁmnwkiscom&emn
alterations produced with a bench grinder or hand-held motorized grinding tool. The characteristic concave
relief is achicved using an abrasive wheel or rotary file cutting in the same plane of the wheel's rotation
which produces an "In-line" grinding signature,

Peened/Compression Device/Hammer - PND
A series of manually applied impact depressions (pecning marks) administered repetitively with a hammer
or similar tool over and around the serial number to render it unreadable.

Punched/Compression Device/Punch - PUN
A series of manually applied impact depressions (punch marks or holes) administered at random or in a
pattem over and around the serial number to render it unreadable. Individual punch marks may be classified
by style of tip. Additionally, similar marks on other firearms or comparative test samples conducted with the
suspect punch may be positively identified through comparative analysis and tool mark identification
(casting).

Scratched/Broad Tipped Hand Tool - SCB
A broad tipped hand tool such as a chisel or standard blade screwdriver is used to repeatedly scratch the
stamped or engraved depression of the serial number and the surrounding area until the number is
unreadable.

Scratched/Pointed Hand Tool - SCN

A pointed hand tool similar to an awl or scribe is used to repeatedly scratch the stamped or engra
depression of the serial number and the surrounding area until the number is unreadable.

0 08 QE

ATYF National Tracing Center Guide To legal Firearms Trafficking Investigations
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Serial Number Removal Definitions and Codes

Drilled/Cutting Device - DRI

The serial number is drilled out by using various types and sizes of drill bits and milling bits.
The resulting individual drill impressions may be classified (circular base or triangular base).
Additionally, similar individual impressions on other firearms or on comparative test samples
conducted with the suspect drill bit may be positively identified through comparative analysis
and tool mark identification (casting). = — .

Detail Of Altered Area
Exhibiting DRI Characteristics

With a Drill Bit Resulting in a
Defaced Area Exhibiting a
“Circular Base Depression" Signature

End Mills & Drill Bits
Various types and sizes of cutting
devices used lo drill out

Version: FTM2012 R1
Status: Archived

as a "Triangle Base Depression® Signature.

Alternate DRI Signature Hand-held Motorized Drill or Drill Press
h\ednledlnpreaslopmyabovemibﬂ Each character of the serial number may be
an angular cut which is classifiad drilled out individually and the resulting impression

exhibits a *Drilled or Milled Depression” Signature
which may be further classified according to base shape.

ATF National Tracing Center

Cutting Devices used in Serial Number Removal that produce the DRI characteristics

Guide To Hlegal Firearms Trafficking Investigations

ﬂ PaEc -11 l
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Serial Number Removal Definitions and Codes
Engraved/Electric Scribe - ELS

A power-assisted pointed engraving tool is used to obliterate or disfigure the stamped or engraved
depression of the serial number and the surrounding by making several passes over the area or p
the scriber into each element of the serial number until the it is unreadable.

i PIETRO BERETTA Samooms wI. CAL # BHORT
e

|

-
-
| —
— B802007Y

Detail Of Altered Area
Exhibiting ELS Characteristics

Serial Number Is Obliterated
by Making Multiple Passes with
: oy an Electric Scribe or Engraver
paiies j Resulting in a Defaced Area Exhibiting a

#/  "Concentrated-Impact" Etched Signature

Power-Assisted Electric Scribe or Engraver
As the scriber is applied to serial number and
surrounding area it produces a stippled appearance

which is common in the ELS characteristics.

Alternate ELS Signature =
Inserting the power assisted scriber inlo each element
of the serial number produces individually defaced characlers
and renders the entire serial number unreadable.

Engraving Devices used in Serial Number Removal that produce the ELS characteristics

ATF National Tracing Center Guide To lllegal Firearms Traflicking Investigations
{[Page-12]
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Serial Number Removal Definitions and Codes

Ground/Abrasive Grinding Device/Coarse - GRC

The stamped or engraved depression of the serial number and surrounding area is ground or sanded

. to a common plane and the resulting relieved surface area is characteristically coarse. This type of mark
is consistent in alterations produced with the edge of a course abrasive wheel applied in an angular or
bias position which produces an easily discerned ""Cross-grain" or "Angular" grinding signature.

Detail Of Altered Area 4
Exhibiting GRC Characteristics

with a Coarse Altered Surface and

a "Cross-grain" Grinding Signature

JENNINGS J-22
2w’

Serial Number Removed
with Spherical Carbide Burr Resulting a
well Defined Depression with a Coarse Surface
Exhibiting a "Cross-grain" Grinding Signature

ZAIITIIN

Shank Mounted Rotary Cutters,
Carbide Burrs and Grinding Wheels
Small diameter cutters and burrs
are more easily controlled and may be

concentrated in restricted areas
such as the serial number inserts
Hand-held on polymer frames.
Motorized Grinding Wheel Bench Grinder and
Angular or bias edge grinding Hand Drill with Grinding Wheel
produces the “Cross-grain Larger Diameter abrasive wheels are generally
. grinding signature. used 1o address flat surfaces and larger areas.

Abrasive Grinding Devices used in Serial Number Removal that produce the GRC characteristics
ATF National Tracing Center

Guide To Illegal Firearms Trafficking Investigations
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Serial Number Removal Definitions and Codes

Ground/Abrasive Grinding Device/Smooth - GRS

The stamped or engraved depression of the serial number and surrounding area is ground or sand
to a common plane and the resulting relieved surface area is characteristically smooth. This type of
mark is consistent in alterations produced with the edge of a fine abrasive wheel applied in the same
plane of the wheel's rotation which produces an "In-line" grinding signature.

Detail Of Altered Area '
Exhibiting GRS Characteristics

Serial Number Removed
With a Fine Grit Grinding Wheel
Resulting in a Smooth Relieved Area
Exhibiting an “In-line® Grinding Signature

Shank Mounted Grinding Devices

Fine abrasive wheels and sanding drums

generally produce a smooth shallow
relief with feathered edges.

Bench Grinder and
Hand Drill with Grinding Wheel Hand-held Motorized Sanding Drum
Large diameter fine grit abrasive wheels are Small diameter sanding devices may be used
generally used to alter larger areas with flat surfaces. to address contoured surfaces.

Abrasive Grinding Devices used in Serial Number Removal that produce the GRS characteristics

ATF National Tracing Center

Guide To Illegal Firearms TrafTicking Investigations
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Serial Number Removal Definitions and Codes

Ground/Abrasive Grinding Device/Concave - GRYV
. The area containing the serial number is ground concave. This type of obliteration mark is consistent
in alterations produced with a bench grinder or hand-held motorized grinding tool. The characteristic
concave relief is achieved using an abrasive wheel or rotary file cutting in the same plane of the wheel's
rotation which produces an "In-line" grinding signature.
' p

Detail Of Altered Area weswemon  ERER
Exhibiting GRV Characteristics
- O
O
? T
N

\\

Serial Number Removed

T With Grinding Wheel
. '] 6 Resulting in Concave Area

Exhibiting an “In-line* Grinding Signature

o/ o

Shank Mounted Grinding Devices

Rotary cutters and small abrasive wheels -0
generally produce a well defined
vertical relief, o
Bench Grinder and Hand-held Motorized Rotary File

Small diameter grinding devices may be used

Hand Drill with Grinding Wheel fo address confined and restricted areas.

Large diameter abrasive wheels generally produce
. a shallow cut with a less defined vertical relief.

Abrasive Grinding Devices used in Serial Number Removal that produce the GRV characteristics
(

ATF National Tracing Center suide To Ilegal Firearms TrafTicking Investigations

Page -15
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Serial Number Removal Definitions and Codes

Peened/Compression Device/Hammer - PND

A series of manually applied impact depressions (peening marks) administered repetitively with a ‘
hammer or similar tool over and around the serial number causing a flatening of the surrounding
metal to render the number unreadable.

)

Detail Of Altered Area
Exhibiting PND Characteristics

With a Hammer or Similar Tool
Resuiting in a Defaced Area Exhibiting a
"Peened Impact Depression" Signature

depression pattem which represent a third form of
"Peened Impact Depression” Signature.

Compression Devices used in Serial Number Removal that produce the PND characteristics

ATF National Tracing Center Guide To Illegal Firearms Trafficking Investigations
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Serial Number Removal Definitions and Codes ‘

Punched/Compression Device/Punch - PUN

A series of manually applied impact depressions (punch marks or holes) administered at random or in

& pattern over and around the serial number to render it unreadable. Individual punch marks may

be classified by style of tip. Additionally, similar marks on other firearms or comparative test samples
conducted with the suspect punch may be positively identified through comparative analysis and tool

mark identification (casting). '

Detail Of Altered Area
Exhibiting PUN Characteristics

Serial Number Obliterated
With a Punch or Counter-sink
Which is Used to Cut or Reshape the Metal
Resulting In a Defaced Area Exhibiting a
. "Symmetrical Impact Depression® Signature

Punch Point Styles
Used to render the serial
number unreadable,

Alternate PUN Signature Punch or Counter-sink
A punch administering a blow at an acute angle  Held perpendicular to the impacted surface
to the impacted surface produces a plowed or produces a symmetrical depression
staked depression and exhibits less identifiable which is more easily identified
tool marks for comparative analysis.. through comparative analysis.

Compression Devices used in Serial Number Removal that produce the PUN characteristics

ATF National Tracing Center Guide To Hlegal Firearms Trafficking Investigations
||Pa§e -l‘ll
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Serial Number Removal Definitions and Codes

Scratched/Broad Tipped Hand Tool - SCB

A broad tipped hand tool such as a chisel, scraper or screwdriver is used to repeatedly scratch the
stamped or engraved depression of the serial number and the surrounding area until the number
is unreadable.

Detail Of Altered Area
Exhibiting SCB Characteristics

Serial Number Removed by

Repeatedly Scratching the Surface
Resulting in a Defaced Area

Exhibiting a Angular Etched Signature

surrounding area which generally results
—— 4 ina"V- Grooved Channel* characterizing
? the *Angular Etched Signature®.

g
Engraving Devices used in Serial Number Removal that produce the SCB characteristics

ATF National Tracing Center Guide To lllegal Firearms Trafficking Investigations
[1 Pnée -18
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Serial Number Removal Definitions and Codes

Scratched/Pointed Hand Tool - SCN

A pointed hand tool such as an awl or a hardened scriber is used to repeatedly scratch the stamped or
engraved depression of the serial number and the surrounding area until the number is unreadable.

o - Detail Of Altered Area
{ St i Exhibiting SCN Characteristics VS
CAL. SMM AUTO, -

Serial Number Removed
With an Awl or Scriber by
Repeatedly Scratching the Surface
. Resulting in a Defaced Area
Exhibiting a Random Scratching Signature

Hand-held Scriber or Awl
Hardened sharp tipped engraving tool
is used to repeatedly scralch the serial
number and surrounding area.

Pointed Hand Tools
Awis, nails and hardened steel scribers
are used to deface the surface of the frame
and render the serial number unreadable,

Engraving Devices used in Serial Number Removal that produce the SCN characteristics

ATF National Tracing Center Guide To Hlegal Firearms Trafficking Investigations

ﬂ Page -19
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APPENDIX 7

VERIFICATIONS

1.0 Verification: A verification in the Firearm/Toolmark Section indicates t
court-qualified examiner agrees with the summary report RESULTS a
notes CRITERIA FOR THE CONCLUSIONS for fired bullets, disch

indicating an IDENTIFICATION, an ELIMINATION, or an |
another examiner’'s comparison is deemed useful. Vegsicati
a re-examination of the evidence. While there is no régui
comparison results, the Firearm Examiners sQo tiely Subject their comparative
conclusions to a second opinion. The frequency of th@se vegifcations may range from
only a few per year to many per yeatr.

1.0.1 When a verification is to be perform ase examiner will electronically

request a verification examinationd g Laboratghy IIformation Management System

(LIMS). The verifying examinegw erform the verification and enter the results
the O pérformed.

into the LIMS system, indi&
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APPENDIX 8
ABBREVIATIONS
5RL=G Means5 lands and grooves, Right hand twist.
L=G lands equals grooves
LL>G lands larger

AP Armor piercing

Bb Barrel
Bfm Breach face marks
BP  Black powder %

BT Boattail

Chem Chemical examination or test
CMS Case mouth seal, color ide hion. Al ee MOUTH ANNULUS

CN  Cupro Nickel, bullet | t

CNCS Cupro Ni C ullet jacket
Cu Copper
CWS Copp S st@gl, Case finish

DC

DC@yDis cartridge case
Ejt
Exam Examined or examination

Ext Extractor

F Function
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FA  Firearms

FMC Full metal case

FMJ Full metal jacket, also known as FULL PATCH
FP  Firing pin.

FPI  Firing pin impression.

FSLC Fired since last cleaned.

G or GIMP  Groove impression. %
GM  Gliding metal, bullet jacket.

GMCS Gliding metal clad steel, bullet | . %

GRC General rifling characteristics. W

Griess Griess test for nitrates. %

GSR Gunshot residue.

HB  Heavy ball, round-n ullet.
HE  High explosive.
HP  Hollow point.

HPB Heavy, allNpoattail bullet.
HPT Hi regsure

I Inc

I.D. o Identification.

IP InSide primed.

JHP Jacketed hollow point.

JSP Jacketed soft point.
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L or LIMP  Land impression.
LPB Light pointed ball — flat based bullet.
LRN Lead round nose bullet type.

LS Lacquered steel, case finish.

MA  Mouth annulus, color identification. Also see CASE MOUTH S

MC  Metal cased. %
Mfg Manufacture. %
Mic or Micro  Microscopic.

Na Rho Sodium Rhodizonate test. %%

NC  No conclusion

NCIC Code. Uniform offense codes pub National Crime Information
Center

NI or Nonident  Nonidentifi n (QQ ot have fired the specimen).

P Pointed.

PA  Primer annulgs,eQlom
Pb  Lead.

Prod. Code Produs§code
RD e ation

Rep S explosive sound (especially the sound of a gun firing)
RF fire.

RN

Round nose.

tification.

SHOTSHELL  Shotgun shell ammunition
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SIMILAR  Similar or approximately equal to.
SN  Soft nose.

SP  Soft point.

SWC Semi-wad cutter.
T Tracer.
TC  Truncated cone.
% ving been

geRtified as having been

Tests = Iltem X Means that the evidence, item X, can b
fired in the firearm being examined.

Tests = Tests Means test cases and/or bul C
fired in the same firearm.

TM  Toolmarks
w/ With.

WC Wad cutter.

Wt  weight. *
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APPENDIX 9

PHYSICAL MATCHING

1.0INTRODUCTION \%
m

Physical matching is the total or partial reconstruction of ted, or
separated object. This section outlines the procedures d ingth nment of
two or more evidence fragments to determine if they wef@ at offe tigne joined to form
a single object. When an object has been torn, b d, one piece of it
has the potential to match another piece of it e Wlaced next to one
another. In forensic investigations, this is
Because both the composition of an object S applied to break it are
always unigue, when something is br arated, the edges of the
pieces will always have characteristic them with each other. When the
pieces fit together, an examingyf€d hewwere originally part of the same
object. Physical (or fractu ch an important concept in evidence

r 3
presentation that it is co, ere ientific evidence in courts of law.
2.0 PREPARATIO \§

2.1 Anything t e torn, broken, or separated can be physically matched.

a
Items @Omm usegl for physical matching analysis include:
;I : ’

tal
o ood
Car parts
e Paper
e Currency
e Tape
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e Cloth

2.2 There are four different physical match criteria:

e The pieces have been broken apart.
e The pieces can be realigned.

e The pieces fit together along the fracture and the fit is vegified by Wnarkings
on the surface or within the three-dimensional structureN >

e The pieces contain unique shapes.

3.0INSTRUMENTATION %
3.1 Stereomicroscope
3.2Comparison microscope with camera

3.3Alternate light source

4.0PROCEDURE

4.1 Before making any attempt at al lgatchrg, known and unknown pieces
are kept separate.

4.2 Inspect the shape of theg#@ak, any irrggula¥ities in the surface of the two
pieces, and any striag jght have occurred during the break.

4.3Examine the co ieces for similarities in age, texture, and
deformation.

ins, etc. may aid in this reconstruction.

PET fragments utilizing alternate light sources.

aint samples, physical matching is the most conclusive type of

tification. Class Characteristics such as topcoat color, layer sequence,

and texture need to be distinguished from Accidental Characteristics which
arise from use, abuse, and wear, such as fractured edges and surface
striations.

4.7 In order for an examiner to identify two fragments as parts of one item, a
microscopic comparison utilizing a stereomicroscope should be performed.
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The stereomicroscope allows the examiner to place the evidence within the
same field.

4.8 A fragment can be positively identified if it can either be fitted into another
fragment (“jig saw puzzle” fit) and/or the continuity of the item’s surface
markings can be established across the break or tear between two
fragments.

5.0 DOCUMENTATION

5.1 Photography is the recommended method of docugen Rr paysSical
matches.

6.0 LIMITATIONS

6.1 This laboratory does not have the capaiaii ing chemical analysis
for the purpose of fragment compariso

S
&
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APPENDIX 10

MEASUREMENT OF UNCERTAINTY IN GUN BARREL LENGTH

1.0INTRODUCTION
The U.S. government as well as the State of Alaska has restrigl

certain firearms on the basis of barrel length.

States without

the minimum shotgun barrel length allowed b
i of 18.5 inches, to give

special permits; most manufactures use a

than 26 inches (66 cm) are classiflt
National Firearms Act and 3

less than 16 inches,
firearm made from a

For the State of rime Detection Laboratory; measurements such as

the barrel le shotgun are important measurements because legal
rulings can b these measurements. These are “measurements that matter”
that ne t lysis of the estimation of uncertainty of measurements.

The WING, S was conducted in 2009 by a mentorship student under the guidance
of the ’s Quality Assurance Manager. It was conducted in two parts:

ANComparison of variability in multiple gun barrel measurement by two

examiners.
B. Comparison of variability in repeated measurements of one item by two
examiners.
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The measuring technique for gun barrel length is a method devised by Forensic
Scientist Robert Shem that he uses for his work in the Alaska Scientific Crime Detection
Laboratory. He uses a long wooden dowel that has a modified 2 mL plastic
microcentrifuge tube positioned to slide along the length of the dowel. The rod slides
down the length of the gun barrel and the plastic tube slides down the do

rod with the plastic tube, the rod is laid on a NIST traceable ruler. The
repeated as a check on the measurer’s accuracy. If the 2" barre
is the same as the 1%, there is assurance of the barrel length, bu
measurements differ, the process will be repeated until a o

A. Forensic Scientists Robert Shem and Debra Gillis ea
measure the barrel length of the fifteen guns K&ted bel

)s technique to

B.

Make, Model and Serial Number ob | Deb Difference
18.6 18.6

Mossberg model 500A 12 Gage #R86705 1 in. in. 0in.
27.8 27.8

Remington Model 870 12 #B2 1 in. in. 0in.
24.1 24.1

Remington Model ifle #136155149 1 in. in. 0in.
28.0 28.0

ge #J833572 1 in. in. 0in.
21.1 21.0

0 20 gage #C130317V 1 in. in. 0.11in.
24.0 24.0

n model 700 256 caliber #B6304467 1 in. in. 0in.
22.0 22.0

Remington model 700 243 caliber #C6528199 1 in. in. 0in.
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Harington & Richardson model 098 20 gage 25.6 25.6
#HE221194 1 in. in. Oin.
18.5 18.5
Ruger Ranch Rifle 223 caliber #187-61383 1 in. in. 0in.
Winchester model 1400 MK I #403909 in.
American Arms model SM 64 #058157 Oin.
Winchester model 9422 22 caliber #F220320 Oin.
Remington model 522 #3085912 0in.
Mossberg model 500A 12 gage #J880934 Oin.
Browning model suite 16 0in.

iffere, = 0.006667
.006667

deviation = 0.02582
dard error = 0.006667

This data was analyzed using a two-tailed paired sample t test to look at the differences
between the measurements for each gun. The original hypothesis was that there was
no difference between the gun measurements. The t value for t0.05(2),14 equals 2.145.
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If the calculated t value is greater than 2.145 the original hypothesis will be rejected.
The calculated t value for the first round of gun barrel measurements was 1 and
therefore we accepted our original hypothesis.

As the results show, there is little variability between Forensic Scientist Shem’s
measurements and Forensic Scientist Gillis' measurements, and it can b
that their measuring technique provides consistent, accurate data andghas a loW rate of
variability between the two examiners.

C. Forensic Scientists Robert Shem and Debra Gillis eaclaus a chnique
to perform repeated gun barrel measurements of t m firearm
selected for this experiment was a Mossberg model §00A 12 gaude shotgun,

serial number J833572. Each examiner measuyfed theRQarrelifteen times:
Mosberg Model 500A 12 Gage 30
Seriel #1833572 29
1 28.0 784 bob 28
1 28.0 784 bob ares 0
1 28.0 784 bob 0
darg Deviation
1 28.0 78 0
Coefficient of
1 28.0 b Variation = 0
1 28.0 4 gob
1 28.0 b Plus or minus
1 28.0 bob 0 Sixteenths
1 28. 84 "bob
1 4 bob
1 .0 84 bob
1 784 bob
1 0 784 bob
784 bob
784 bob
1 784 deb
1 784 deb
1 28.0 784 deb
1 28.0 784 deb
1 28.0 784 deb
1 28.0 784 deb
1 28.0 784 deb
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1 28.0 784 deb

1 28.0 784 deb

1 28.0 784 deb

1 28.0 784 deb

1 28.0 784 deb

1 28.0 784 deb

1 28.0 784 deb

1 28.0 784 deb

30 840 23520

As the results show, there was no variability in the reggr repeated measurement of
Forensic Scientist Shem and Forensic Scientist es d deviation is zero,
and the method does not demonstrate variabil

S
&
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APPENDIX 12

PACKAGING OF EVIDENCE FOR SUBMITTAL TO THE LABORATORY

1.0 INTRODUCTION
Submittal of firearm and toolmark evidence to the laboratory i
discipline manual for the Evidence section:

“Guns, knives, tools, etc. should be wired to the bottom of a (o) N
puncture the packaging.”
Firearm personnel should be consulted on issuesgvolvingksped¥ic packaging

guestions.
2.0 SAFETY
3.1 Firearm personnel should be edWgn isSUes involving specific safety
guestions.

3.0 PREPARATION

3.1None
4.0 INSTRUMENTAT:
4.1 None
5.0 PROCE E
5.1l oafled Fireagms
er’Qguer gtime or protocol when an agency can or will submit a loaded firearm and if so,

ou wish it to be boxed and delivered?
o ¥ There are situations where the lab would receive loaded firearms.
e Loaded guns should be hand-carried (not mailed) and any outside packaging boldly

and clearly labeled to indicate the loaded condition.

e Once the gun is at the lab an experienced lab person familiar with firearms should
unpackage the gun and unload it as soon as possible. It should not be put into
storage at the lab in a loaded condition unless that is the only option.
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e Common sense should rule the day. Keep fingers away from triggers and safeties.
Any handling of the firearm must be with the muzzle pointed in a safe direction.

e However, | encourage everyone to treat every gun as if it is loaded with the safety in
the “off” position. Keeping a heightened state of alert while handlig8iguns will be
valuable in the event of an unanticipated discharge.

5.2 Fired Bullets

: ‘r a yec artridge Cases
owsarotocol above, eliminating the rinse step (1).

6.0 DOQUMENTATION
6.®None
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REVISION HISTORY

Section(s) Revised

Date

Issuing Authority

FA-II-6, Firearms Bullet Collection, p. 38,
changed to “6.1.4 Each item in the Firearms
Bullet Collection is to be uniquely identified
and documented. The collection will be
housed in storage containers utilizing caliber
and/or other manufacturer's data as
appropriate to organize. When a comparison
is made and reported, the specific
ammunition reference standard utilized must
be identified in the case file.”

S
&

7-5-2012 Jane Boot ervisor

N\

\2

Page 241 of 241

Technical Leader: Robert J. Shem, Forensic Scientist Il|
Approved by: Firearm & Toolmark Supervisor

ALL PRINTED COPIES ARE UNCONTROLLED




